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Preface 


The  purpose  of  this  research  was  to  develop  a  capability  to  examine  and  corre¬ 
late  large,  three-dimensional  medical  image  datasets,  and  help  prepare  a  foundation  for 
subsequent  research  in  this  area.  My  motivation  for  this  research  lies  in  a  strong  belief 
that  three-dimensional  visualization  techniques  offer  the  most  promising  solution  to  the 
data  overload  problem  encountered  in  diagnostic  medical  imaging.  As  an  engineer,  I  have 
learned  that  given  the  right  tools,  almost  any  problem  is  solvable.  I  fervently  hope  AFIT  is 
able  to  employ  the  results  of  my  efforts  as  one  such  tool  in  a  continuing  research  program 
into  this  promising  field. 
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advisor,  Lt  Col  Marty  Stytz,  for  introducing  me  to  this  problem,  for  the  knowledge  he 
gladly  imparted  upon  me,  and  for  showing  me  that  research  can  be  both  hard  work  and 
fun  at  the  same  time.  To  my  committee  members,  Lt  Col  Phil  Amburn  and  Maj  Dave 
Robinson,  I  give  my  thanks  for  their  last  minute  efforts  to  make  this  thesis  what  it  is,  and 
for  doing  their  darndest  to  keep  me  honest. 

I  am  very  grateful  to  Capts  Joe  Simpson,  Rob  Parrott,  Patty  Brightbill,  and  John 
Bruiiderman,  as  well  as  to  Maj  Dave  Robinson,  for  the  use  of  various  pieces  of  their 
software.  I’d  still  be  coding  if  it  weren’t  for  their  good  work.  Additional  thanks  go  to 
Lt  Col  Amburn  for  the  grounding  he  gave  me  in  computer  graphics  and  for  providing  the 
graphics  lab  resources  and  support  necessary  for  me  to  accomplish  this  work.  I  especially 
want  to  thank  my  colleagues  and  friends,  Patty  and  Rob,  without  whom  this  would  have 
been  just  another  AFIT  project.  The  discussions,  ideas,  and  comraderic  we  shared  made 
this  research  the  valuable  learning  experience  it  was  for  me. 
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To  my  darling  children  Patrick,  Jillian,  and  Nicholas,  I  can’t  give  thanks  enough.  You 
endured  without  knowing  why,  you  revived  me  without  knowing  how,  and  you  sacrificed 
without  knowing  what  you  were  missing.  You  are  the  best  kids  a  daddy  could  hope  for!! 
Finally,  and  once  again,  I  want  to  thank  my  beloved  wife  Laura,  for  sticking  it  out  with 
me  to  the  end,  and  learning  to  clieerfully  say  goodnight  over  a  computer  ‘talk’  session. 
You  truly  made  the  best  out  of  the  situation,  not  only  for  yourself,  but  for  our  family 
and  the  entire  class.  But  most  of  all,  thanks  for  knowing  the  difference  between  being  my 
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Abstract 

The  routine  clinical  use  of  three-dimensional  data  provided  by  modern  medical  imag¬ 
ing  procedures  is  often  impeded  by  the  difficulty  in  accurately  correlating  the  resultant 
volume  datasets.  These  data  are  frequently  obtained  at  different  times  using  the  same 
modality,  or  images  of  the  same  patient  are  sometimes  produced  using  more  than  one  imag¬ 
ing  modality.  In  order  to  analyze  the  similarities  and  differences  between  such  images,  it  is 
necessary  for  the  medical  imaging  data  to  be  spatially  aligned  using  a  process  known  as  im¬ 
age  registration.  This  research  investigated  a  structure-based  image  registration  technique 
based  upon  simple,  three-dimensional  relationships  among  user  identified  landmarks.  An 
image  registration  system  was  developed  to  allow  a  user  to  identify  anatomic  landmarks 
or  external  markers  anywhere  within  the  entire  volume  of  the  medical  imaging  dataset.  A 
graphical,  user-centered  interface  design  minimizes  landmark  placement  error.  Landmarks 
identified  in  images  of  one  volume  dataset  are  mapped  to  corresponding  landmarks  from 
another  volume  to  determine  a  registration  transformation.  The  transformation  is  then 
applied  to  the  viewing  parameters  of  a  suitable  volume  visualization  tool.  Examples  are 
shown  using  a  surface  rendering  system. 


THREE-DIMENSIONAL  MEDICAL  IMAGE 
REGISTRATION  USING  A 
PATIENT  SPACE  CORRELATION  TECHNIQUE 


I.  Introduction 


1.1  Background 

Visualization  of  multidimensional  scientific  data  is  a  fa^t  growing  area  in  computer 
graphics.  This  practice  exploits  the  fact  that,  in  general,  the  human  mind  detects  and 
analyzes  complex  relationships  far  more  readily  from  visual  images  than  from  columns  of 
numbers  representing  raw  data.  Medical  imaging  is  one  field  greatly  concerned  with  the 
collection  and  visualization  of  such  scientific  data.  Medical  practitioners  are  interested  in 
techniques  for  creating  accurate  depictions  of  three-dimensional  objects,  such  as  human 
organs,  on  a  computer  display  (40).  Also  important  are  tools  and  techniques  for  pro¬ 
cessing  and  manipulating  this  data  to  provide  additional  useful  information,  not  directly 
discernable  from  an  image  or  series  of  images,  to  further  assist  the  clinician. 

The  past  two  decades  have  seen  an  increase  in  the  use  of  three-dimensional  medical 
imaging  techniques,  beginning  with  the  earliest  applications  of  x-ray  computer-assisted 
tomography  (CAT)  scans  to  primarily  provide  images  of  bone.  During  this  time,  ever 
more  sophisticated  technologies,  such  as  magnetic  resonance  imaging  (MRI),  have  been 
brought  from  laboratory  research  to  routine  hospital  use,  greatly  increasing  the  information 
available  to  practicing  physicians  (a  review  of  these  technologies  is  presented  in  (35)). 
Along  with  the  medical  community’s  use  of  these  imaging  capabilities  has  come  the  ability 
for  radiologists  and  clinicians  to  make  increasingly  accurate  diagnoses,  as  well  as  to  plan 
much  more  precisely  for  following  up  the  diagnoses  with  appropriate  radiotherapy,  surgical, 
or  other  treatment  (23)  (31). 

Most  medical  imaging  scanners  represent  a  volume  to  be  imaged  (i.e.,  some  portion 
of  a  patient)  by  creating  a  three-dimensional  array  of  data  sampled  and  stored  as  a  series 
of  two-dimensional  cross  sections.  It  is  often  difficult  for  the  typical  medical  practitioner 
to  mentally  reconstruct  the  three-dimensional  relationships  among  structures  within  such 
volumes  by  viewing  these  individual  slices  (5:65)  (7:27).  As  previously  alluded  to,  the 
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radiologist  is  frequently  called  upon  to  communicate  his  or  her  analysis  and  recommen¬ 
dations  to  the  physician  responsible  for  treating  a  patient.  While  skilled  at  forming  and 
manipulating  a  mental  m^odel  of  the  three-dimensional  aspects  of  a  c^lse  from  these  images, 
the  radiologist  may  be  less  successful  in  communicating  this  mental  model  to  the  clinician 
bcised  solely  upon  the  two-dimensional  images  available.  Yet  such  communication  is  vitally 
important  to  physicians,  who  must  visualize  for  themselves  the  shape  and  size  of  the  ab¬ 
normality  being  evaluated  or  the  treatment  being  considered.  Three-dimensional  images 
therefore  represent  a  new  medium  for  this  communication  and  can  thus  greatly  facilitate 
an  improved,  common  understanding  between  the  radiologist  and  the  clinician,  as  well  ^ls 
allow  the  physician  to  discuss  the  case  with  colleagues  on  the  basis  of  the  same,  common 
understanding  of  the  three-dimensional  relationships  involved  (23)  (7). 

Three-dimensional  imaging  h2is  great  potential  in  numerous  medical  areas.  One  such 
application  is  surgical  planning,  where  preoperative  three-dimensional  images  can  provide 
a  more  realistic  view  of  what  the  surgeon  will  encounter  during  a  surgical  procedure  than 
can  standard  x-rays  (7).  In  another  application,  radiotherapy  frequently  combines  CT  data 
with  the  data  of  other  medical  imaging  systems  to  prepare  detailed  plans  for  the  irradiation 
of  tumors,  while  trying  to  ensure  minimal  damage  to  surrounding  tissues  (31).  This  last 
example  is  representative  of  a  number  of  applications  calling  for  the  fusion  of  data  from 
various  imaging  modalities  taken  at  different  times,  and  demonstrates  a  technique  known  as 
image  registration.  Image  registration  has  the  potential  for  becoming  an  extremely  useful, 
standard  diagnostic  tool  in  a  number  of  medical  imaging  applications,  and  is  the  subject 
of  this  thesis.  A  brief  definition  of  image  registration  is  included  in  the  next  section,  and 
a  more  detailed  discussion  of  various  registration  techniques  follows  in  the  next  chapter. 

1.2  Definitions 

Although  both  ultrasound  and  single  photon  emission  computed  tomography  (SPECT) 
are  extremely  useful  imaging  techniques,  the  majority  of  medical  imaging  references  in  this 
thesis  are  to  CT,  MR,  and  positron  omission  tomography  (PET).  Therefore,  these  three 
terms,  as  well  as  other  related  terminology  used  throughout  this  work,  arc  described  in 
more  detail  below. 

1.2. 1  Axial  View.  A  two-dimensional  view  of  a  volume  projected  along  the  2-axis 
of  the  patient  space  coordinate  system.  Also  known  as  a  transverse  victo.  The  resulting 
images  lie  parallel  to  the  x-y  plane,  and  provide  head  to  toe  cross-sectional  views  of  the 
patient. 
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1.2.2  Coronal  View.  A  two-dimensional  view  of  a  volume  projected  along  the  y~ 
axis  of  the  patient  space  coordinate  system.  1  he  resulting  images  lie  parallel  to  the  x-z 
plane,  and  provide  either  anterior  or  posterior  cross-sectional  views  of  the  patient. 

1.2.3  Computed  Tomography  (CT).  Also  referred  to  as  Computer-Assisted,  Computer- 
Aided,  Computerized- Assisted  or  Computerized  Axial  Tomography  (CAT),  computed  to¬ 
mography  is  a  medical  imaging  technique  that  uses  x-rays  to  produce  accurate  and  detailed 
images  of  a  patient’s  internal  anatomy.  The  CT  scanner’s  development  is  commonly  seen 
as  a  milestone  in  medical  history,  and  ushered  in  a  new  age  of  high  technology  medical 
procedures,  especially  other  electronic  medical  imaging  techniques  such  as  MRI  and  PET. 
Conceptually,  the  CT  scanner  employs  the  same  radiographic  principles  as  first  introduced 
by  Roentgen  at  the  start  of  the  20th  century.  In  the  medical  version  of  this  process,  X- 
ray  photons  emitted  from  an  x-ray  source  penetrate,  and  are  attei.uated  by,  the  human 
body’s  various  tissues.  Image  reconstruction  techniques  then  mathematically  approximate 
the  x-rays’  attenuation  as  they  pass  through  different  regions  of  the  body.  The  calculated 
attenuation  values  are  then  used  to  build  a  photographic  or  electronic  image  representative 
of  the  patient’s  internal  anatomy  (35:27-32). 

1.2.4  Density.  This  term  originated  with  CT  scans,  and  in  that  context  represents 
a  relative  measure  of  the  opacity  of  the  body’s  tissues  to  x-rays.  It  has  since  come  to 
represent  a  value,  determined  during  scanner  space  sampling  by  one  of  the  medical  imaging 
modalities,  associated  with  each  of  the  volume’s  voxels. 

1.2.5  Image  Registration.  Image  registration  is  an  image  processing  a  .d  computer 
graphics  concept  where  two  different  images  are  correlated  with  one  another  in  some  fash¬ 
ion.  According  to  Toennies  et  ai,  the  image  registration  process  “. . .  is  a  mechanism 
to  . . .  represent  in  the  same  space  . . .  two  or  more  images  of  the  same  object  from  dif¬ 
ferent  modalities  or  from  different  time  instances,  using  geometric  properties  that  can  be 
found  in  all  images”  (40:53).  For  medical  imaging  applications  there  are  two  basic  classes 
of  registration  techniques.  In  the  first,  structure-based  class,  external  markers,  containing 
radiologically  active  compounds  (safe  to  the  patient  when  used  proi)erly),  are  sometimes 
fit  to  readily  identifiable  points  of  a  patient’s  body.  The  external  markers  arc  resolvable 
by  certain  medical  imaging  modalities,  and  since  they  coincide  with  known  anatomical 
features  visible  in  scans  from  other  modalities,  images  from  different  volumes  may  be 
registered  by  aligning  the  set  of  corresponding  landmarks  and  markers  (19:21  22).  The 
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second,  surface-haocd  class  of  inethods  employ  a  variety  of  sophisticated  statistical  and  ge¬ 
ometric  algorithms  to  automatically  obtain  a  best-fit  of  one  volume  with  another,  without 
operator  intervention  (26). 

In  certain  of  these  methods,  data  is  projected  from  object  space  into  screen  space 
for  an  operator’s  use.  This  allows  the  operator  to  specify  certain  screen  space  coordiuate.s, 
which  may  be  readily  recomputed  back  to  object  (and  therefore  patient)  spau*  coordinates, 
to  be  used  for  the  image  registration  process.  In  all  of  these  methods,  a  registration  trans¬ 
formation  is  calculated  in  some  image  space  to  correlate  the  datasets.  Various  forms  of 
rigid  body  differences  between  the  datasets  may  then  be  compensated  for,  such  as  might 
be  encountered  when  a  patient’s  orientation  within  the  scanner  has  changed  between  scans 
(wheiber  intentionally  or  not).  Thus,  two  different  volume’s  of  data,  collected  at  times  Ti 
and  Tjj  would  appear  in  screen  space  as  if  the  patient  were  positioned  in  scanner  space  at 
those  times  in  exactly  the  same  way  (40:54-56).  Also,  certain  complex  structural  defor¬ 
mations  (27:452)  or  other  distortion  effects  (possib'y  introduced  by  the  medical  imaging 
scanner  itself)  may  also  be  compensated  for  in  the  registration  process  (32:667)  (19:23) 
(21:302).  The  resultant  geometric  transformation  m..y  therefore  be  described  as  a  three- 
dimensional  translation  and  rotation  about  one  or  mo,c  axes  (rigid  body  transformations), 
or  a  scaling  or  shearing  of  the  dataset  in  one  or  more  planes  f  affine  transformations) 
(9:207). 

Independent  of  the  image  registration  technique  used,  the  products  of  this  procedure 
can  then  be  used  in  a  number  of  clinically  useful  ways.  A  comparative  analysis  measures 
relative  changes  in  a  particular  region’s  structure  or  function  occurring  during  some  elapsed 
period  of  time  (40:53).  A  composite  analysis  combines  dissimilar,  yet  complementary, 
data  to  produce  a  synergistic  effect  whereby  the  composite  image  provides  information 
regarding  some  aspect  of  the  patient’s  body  im’  obtainable  from  the  individual  images  ’ey 
themselves  (26:20  21)  (16:817  818).  Additional  infonnaf*  icgardiiig  image  registration 
techniques  and  examples  of  practical  applications  are  presented  in  Chapter  2. 

1.2.6  Imuye  Space.  Image  .'pace  is  an  abstract  three-dimensional  space  that  con¬ 
tains  the  common  reference  systems  for  the  i:nage  registration  process.  'I’he  data  for  each 
scan,  refereiced  by  coordinates  in  the  unique  object  space  associated  with  c.ach  volume 
scanned,  must  be  registered  in  image  space  l)efore  th.c  data  may  be  manipulated  or  ana¬ 
lyzed. 


L2.7  Landmarks,  Also  known  as  Fiducial  or  Fiduciary  markers,  landmarks  Is  a 
general  term  that  represents  two  types  of  certain  three-dimensional  points  in  patient  space. 
Anatomic  Landmarks  are  unambiguous,  easily  recognizable  body  structures,  organs,  or 
other  organic  feature  identifiable  in  a  particular  imaging  modality  (e,g.,  the  xyphoid  pro¬ 
cess  at  the  sternum’s  base  or  the  sutures  between  skull  bones).  External  Markers  are  arti¬ 
ficial  substances  affixed  to  the  patient’s  body  and  are  observable  by  a  particular  imaging 
modality  (e.g.,  vitamin  E  capsules  used  in  MR  images).  Throughout  this  thesis,  “land¬ 
marks”  may  be  used  interchangeably  with  “anatomic  landmarks  and/or  external  markers” 
unless' a  specific  form  is  explicitly  referenced. 

1.2.8  Magnetic  Resonance  Imaging  (MRI).  Magnetic  resonance  imaging,  previ¬ 
ously  known  as  nuclear  magnetic  resonance  (NMR),  provides  exquisitely  detailed  images 
of  the  body’s  internal  soft  tissues.  This  technology  exploits  the  fact  that  certain  atomic 
nuclei,  such  as  hydrogen,  possess  a  quantum  mechanical  characteristic  known  as  spin. 
Since  these  atomic  nuclei  also  possess  a  positive  electric  charge,  they  generate  a  magnetic 
field  as  they  spin.  Thus,  they  act  as  magnetic  dipoles,  and  will  therefore  align  themselves 
along  the  field  lines  of  any  external  magnetic  field.  In  addition,  each  nuclei’s  spin  axis  pre- 
cesses  about  the  axis  of  the  external  magnetic  field  at  a  frequency  related  to  the  external 
field’s  strength.  If,  while  under  the  external  field’s  influence,  the  nuclei  are  also  exposed 
to  a  burst  of  radio  frequency  (RF)  energy  tuned  to  the  nuclei  precession  frequency,  then 
those  nuclei  will  precess  in  phase  and  emit  a  coherent  RF  signal  of  their  own  at  the  same 
precession  frequency.  That  emitted  RF  signal’s  strength  is  therefore  proportional  to  the 
concentration  of  the  atomic  nuclei  in  a  particular  portion  of  the  body’s  volume.  With  the 
proper  combination  of  varying  magnetic  fields  and  RF  signal  pulses,  the  locations  of  these 
concentrations  of  nuclei  can  be  pinpointed  within  the  body.  These  concentration  vafues 
are  then  used  to  build  a  photographic  or  electronic  image  representative  of  the  patient’s 
internal  soft  tissue  anatomy  (35:35-40). 

1.2.9  Object  Space.  Also  referred  to  as  Scanner  Space,  object  space  encompasses 
the  three-dimensional  volume  sampled  by  a  medical  imaging  system.  Scanner  space  (de¬ 
fined  by  a  coordinate  system  affixed  to  the  scanner)  is  where  data  is  obtained  from  various 
points  within  patient  space  (defined  by  a  coordinate  system  rigidly  affixed  to  some  part  of 
the  patient).  These  data  may  be  transformed  into  an  object  reference  system  associated 
with  that  specific  scan.  Object  reference  systems  are  then  manipulated  to  register  their 
corresponding  medical  images  (40). 


1.2.10  Patient  Pyacc.  The  three-dimensional  space  defined  by  a  coordinate  system 
rigidly  attaciied  to  some  bony  point,  usually  the  skull,  of  the  patient  being  medically 
imaged.  In  this  orthogonal  system,  the  ^-axis  lies  paraCel  to  the  patient’  longest  (head- 
to-toe)  axis,  the  y-axis  lies  parallel  to  the  patient’s  fronl-to-back  axis,  and  the  x  axis  lies 
paraQel  to  the  patient’s  sidc-to-side  axis  (36:38). 

1.2.11  Positron  Emission  Tomography  (PET).  Positron  emission  tomogr  ,-hy  is  a 
medical  i'  aging  technique  that  uses  positron  emitting  radioisotopes  attached  to  bioc-iem- 
ical  trace' j  ‘o  provide  radiograph,'';  mages  of  certain  biological  processes  PET  imaging  is 
based  upon  the  property  of  beta  (/?■’')  decay.  In  this  process,  relatively  u.  .table  isotopes  of 
certain  atoms  (such  as  oxygen,  carbr.-j,  or  nitrogen)  tend  to  break  down  into  more  stable 
atomic  forms  through  the  emission  of  /?"*■  p^irticles,  also  known  as  positrons.  A  positron 
is  the  antiparticle  of  an  electron,  i.e.,  ‘  hey  share  the  same  physical  characteristics  except 
that  the  positron  has  a  positive  ( f  1)  electric  charge  while  the  electron  has  a  negative  (-1) 
electric  charge.  As  a  radioisotope  decays,  a  positron  is  released  from  the  atom’s  nucleus, 
and  is  immediate>y  act-^d  upon  by  the  other  charged  particles,  especially  the  electrons,  sur¬ 
rounding  it.  The  mutual  attraction  between  a  positron  and  a  nearby  electron  eventually 
causes  the  two  to  come  into  contact,  destroying  both  particles  and  converting  all  of  their 
mass  into  energy.  This  energy  takes  ‘he  form  of  two  weakly  energetic  (511  keV)  gamma 
(7)  rays  traveling  in  opposite  directions.  These  7  rays  may  then  be  delected  rnd  used  to 
localize  the  radioisotope’s  approximate  location  in  three-dimensional  space  (35:44 

1.2.12  Sagittal  View.  A  two-dimensional  view  of  a  volume  projected  along  the  x- 
axis  of  the  patient  space  coordinate  system.  The  resulting  images  lie  parallel  to  the  y-z 
plane,  and  provide  either  right  or  left  side,  cross-sectional  views  of  the  patient, 

1.2.1^  Screen  Space.  Screen  space  is  the  two-dimensional  space  encompassed  ‘oy 
the  display  surface  of  an  image  display  (L'‘ice,  such  as  a  cathode-ray  tube  (CRT).  The 
individual  pi.xels  composing  the  display  screen  are  accessed  by  an  integer  valued  u  v  coor¬ 
dinate  system. 

1.2.1.^  Surface  Rendering.  Surface  rendering  is  a  group  of  computer  grajihics  tech¬ 
niques  for  displaying  surface  representations  of  three-dimcn.sional  objects  cuiilaiiicd  within 
a  volume  dataset.  In  these  techniques,  the  user  must  specify  the  object  to  be  visualized 
(actually,  only  the  surface  of  the  desired  object  is  visualized)  by  providing  a  range  of  density 
values  representative  of  the  object  of  interest.  Every  voxel  is  then  sampled,  and  a  liinary 
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classification  decision  is  made  as  to  whether  or  not  the  desired  surface  passes  through  the 
voxel.  Only  those  with  a  value  falling  within  the  specified  range  contribute  to  the  final 
image  displayed.  Methods  such  as  Lorenson  and  Cline’s  Marching  Cubes  algorithm  fit 
two-dimensional  geometric  primitives  (e.g.,  triangles)  to  the  estimated  surface,  which  may 
then  be  shaded  and  displayed  using  conventional  polygon  rendering  techniques  (38)  (18) 
(11). 


1.2.15  Volume  Rendering.  Also  known  as  Volumetric  Rendering,  volume  rendering 
is  a  computer  graphics  technique  for  creating  images  of  thrie-dimensional  objects  by  vi¬ 
sualizing  each  voxel  individually  and  projecting  it  o>ito  a  display  surface.  Of  the  several 
classes  of  volume  rendering  tools,  the  most  popular  use  either  Ray  Casting  or  ordered 
voxel  projection  (e.g.,  Back-to-Front  (RTF)  (11))  to  directly  visualize  voxels  composing 
the  volume  dataset.  References  that  p»o  'ide  a  ’  litional  details  of  these  techniques  are  (18), 
(17),  (5),  (23),  and  (37).  An  important  f  ;ature  of  volume  rendering  techniques  is  that  they 
create  the  impression  of  transparent  su.  faces,  allowing  one  to  view  an  object’s  interior. 
In  this  approach,  very  little  preprocessing  is  performed  on  the  volume  dataset;  these  di¬ 
rect  visualization  techniques  serve  primarily  to  provide  an  “enhanced  presentation  of  the 
original  data”  (17:829).  Thus,  very  fine  or  thin  anatomical  stn  cl..res  may  be  appreciated 
without  the  addition  of  nonexistent  objects  or  the  deletion  of  meaningful  information  from 
the  dataset. 

1.2.16  Voxel.  A  voxel  is  a  three-dimensional  volume  element,  shaped  as  a  rectan¬ 
gular  parallelpiped,  and  is  analogous  to  the  term  pixel,  which  represents  a  two-dimensional 
picture  element  of  a  display  screen.  A  voxel  is  formed  when  space  is  divided  by  three  sets 
of  mutually  perpendicular  parallel  planes.  When  the  inter-plane  spacing  for  each  set  of 
planes  is  identical  (i.e.,  the  voxel  has  a  cubic  shape,  all  sides  having  the  same  dimension), 
th'-t  dissection  of  space  is  known  as  the  Cuberille  model  (11:52-53). 

1.2  Problem 

Significant  advances  in  computer  and  associated  electronic  imaging  technology  have 
made  CT,  MRI,  and  o*hcr  medical  imaging  modalities,  such  as  PET  and  SPECT,  routinely 
available  for  research  and  clinical  use.  Nevertheless,  the  ability  to  extract  accurate  and 
diagnostically  useful  information  from  those  three  dimensional  images  has  not  kept  pace 
wi'h  the  ability  to  produt-  the  images  themselves.  Continued  development  is  required  to 
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produce  new  techniques  to  better  display,  manipulate,  and  measure  the  important  informa¬ 
tion  contained  in  these  images  (29).  One  such  area  of  research  addresses  the  fundamental 
problem  of  relating  some  aspect  of  the  body’s  function  to  its  structure.  For  example,  it 
has  long  been  recognized  that  three-dimensional  images  of  the  brain  produced  by  CT,  MR, 
PET,  and  SPECT  scans  contain  complementary  anatomical  and  physiological  information, 
information  that  has  become  increasingly  important  for  neurologic  research,  diagnosis,  and 
treatment  (16)  (26).  The  routine  clinical  use  of  advanced  three-dimensional  volume  visual¬ 
ization  techniques  on  these  data  is  impeded  by  the  difficulty  in  accurately  aligning  several, 
multimodality  volume  datasets.  Such  image  registration  is  a  prerequisite  to  performing 
and  displaying  the  results  from  various  analyses  of  the  volumes. 

The  goal  of  the  research  recorded  in  this  thesis  was  to  demonstrate  a  new  image 
registration  technique  based  upon  simple,  three-dimensional  relationships  among  several 
user  identified  landmarks.  Some  correlation  techniques  for  registering  medical  images  are 
computationally  intensive,  such  as  the  surface-based  methods.  Other  methods,  such  as 
those  from  the  structure-based  category,  are  frequently  based  upon  obtaining  at  least 
three  pairs  of  matching  locations  on  images  derived  from  the  volumes,  although  “[cjlearly 
the  greater  the  number  of  accurately  specified  landmarks,  the  better  the  result"  (40:55 
56).  This  latter  comment  is  supported  by  the  fact  that  New  York  University  radiologists 
use  7  to  12  pairs  of  landmarks  (19:24).  In  this  case,  a  skilled  user,  perhaps  even  expert 
in  anatomy,  precisely  and  interactively  identifies  these  landmarks.  This  thesis  shows  the 
feasibility  of  performing  image  registration  using  a  simpler  process  of  identifying  landmarks 
and  exploiting  their  three-dimensional  linear  relationships  in  a  new  way.  Coupled  with  the 
use  of  external  markers  during  medical  imaging  sessions,  this  technique  can  reduce  the 
complexity  and  computational  expense  of  the  image  registration  process. 

1.4  Research  Objectives 

A  three-dimensional  medical  image  registration  .system  was  designed  and  developed 
as  part  of  this  research  effort.  In  so  doing,  I  achieved  the  following  objectives: 

•  Produced  a  system  capable  of  displaying  a  number  of  two  dimensional  medical  images 
from  volume  datasets.  The  data  was  obtained  from  standard  MR  and  CT  imaging 
equipment,  and  was  previously  filtered  so  density  values  stored  in  each  voxel  repre¬ 
sented  8- bit  gray  scale  values.  The  datasets,  in  addition  to  storing  the  usual  density 
information  gathered  during  a  scanning  session,  also  contained  data  regarding  the 
location  of  external  markers  affixed  to  the  j>atient. 
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•  Incorporated  a  simple  user  interface  to  allow  anatomic  landmark  and  external  marker 
identification  in  the  two-dimensional  medical  images. 

•  Registered  two  different  volumes  by  using  simple  three-dimensional  relationships  to 
determine  the  geometric  transformation  required  to  orient  one  volume  with  respect 
to  another,  based  upon  structures  identified  in  patient  space.  A  user  manually  selects 
those  landmarks  from  various  medical  images  extracted  from  the  volume  datasets. 

•  Displayed  three-dimensional  renderings  of  the  registered  volumes,  demonstrating  cor¬ 
responding  views  of  the  differently  oriented  objects  within  the  volume  dataset. 

•  Displayed  registered  images  of  the  same  modality  taken  at  different  times,  demon¬ 
strating  the  differences  between  the  images,  with  the  capability  to  either  highlight 
those  differences  in  one  image  or  remove  all  common  features  in  both  images,  thus 
displaying  Just  the  differences  between  both  volumes. 

•  Displayed  registered  images  of  different  modalities,  demonstrating  in  a  single,  com¬ 
posite  image  those  areas  in  an  image  of  one  modality  corresponding  to  an  area  des¬ 
ignated  in  some  other  imaging  modality. 

1.5  Assumptions 

The  following  assumptions  were  made  throughout  the  entire  research  effort; 

•  The  image  registration  system  developed  and  described  by  this  thesis  would  be  even¬ 
tually  incorporated  within  an  overall  three-dimensional  medical  image  processing  sys¬ 
tem  under  continuing  development  at  the  Air  Force  Institute  of  Technology  (AFIT). 
Therefore,  additional  design  features  were  incorporated  into  the  image  registration 
software  to  allow  it  to  interface  with  other  software  being  developed  for  this  overall 
system. 

•  Previously  developed  software  (e.g.,  a  volume  visualization  package)  would  be  avail¬ 
able  and  would  function  correctly  for  use  during  this  effort.  This  allowed  my  research 
to  focus  on  image  registration,  and  I  did  not  have  to  repeat  the  designs  and  deal  with 
the  issues  associated  with  developing  this  software,  since  it  already  existed. 

•  The  medical  image  datasets  to  be  registered  by  this  system  must  contain  the  same 
number  of  voxels  in  each  dimension.  In  cases  where  this  assumption  docs  not  hold, 
various  interpolation  techniques  exist  that  may  be  used  to  perform  a  resampling  of 
the  data  to  ensure  the  volumes  have  the  same  dimensions.  However,  this  rc.scarch 
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did  not  address  the  resampling  question,  and  any  necessary  changes  to  the  datasets 
must  have  been  made  prior  to  this  system’s  use. 

1.6  Scope  and  Limitations 

The  constraints  for  this  thesis  effort  were  as  follows: 

•  This  system  employs  a  structure-based  image  registration  method.  The  system  does 
not  use  surface  matching  or  stereotactic  techniques,  which  are  popular  alternatives 
to  the  image  registration  process  discussed  in  this  thesis. 

•  This  system  requires  a  user  to  interact  with  the  volume  datasets  to  identify  landmarks 
to  be  used  for  image  registration. 

•  The  identification  of  landmarks  often  requires  the  use  of  external  markers  to  <!ssist  a 
user  to  correlate  certain  anatomical  features  with  observed  physiological  processes. 
This  system  is  therefore  frequently  unable  to  perform  retrospective  registration  on 
medical  images,  since  the  data  must  be  specially  acquired  to  include  any  external 
markers  required  i-ir  the  registration  process. 

1. 7  Summary 

Current  radiological  diagnostic  practices  rely  upon  the  use  of  two-dimensional  x- 
ray  films  or  images  to  demonstrate  certain  views  taken  through  a  patient's  body.  An 
improved  way  to  visualize  volumes,  capable  of  demonstrating  even  subtle  interrelationships 
between  structures,  is  to  exploit  the  inherent  three-dimensional  nature  of  modern  medical 
imaging  procedures.  One  technique  gaining  much  interest  in  this  area  is  known  as  image 
registration,  which  provides  the  capability  for  accurately  aligning  mcdic.'il  images  taken 
at  different  times  or  using  different  imaging  modalities.  Practical  applications  of  this 
procedure  include  providing  physicians  with  the  ability  to  take  more  precise  measurements 
critical  for  radiotherapy  and  surgical  treatment  planning,  as  well  as  to  better  understand 
complementary  functional  and  structur.il  information  regarding  some  organ  or  fiorlion  of 
a  patient’s  body. 

J.S  Thesis  Organization 

The  remainder  of  tiiis  thesis  is  organized  into  four  chapters  following  this  intro¬ 
ductory  chapter.  Chapter  II  provides  a  review  of  the  current  literature  on  the  subjects  of 
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visualizing  three  dimensional  volumes,  medical  tomographs,  and  image  registration.  Chap- 
ter  III  presents  an  analysis  of  the  image  registration  system's  requirements  and  presents 
the  system’s  design.  Chapter  IV  describes  details  of  the  system  s  iinplcmcntation  and 
overviews  the  image  registration  system’s  functionality  and  operation.  Chapter  V  presents 
conclusions  drawn  from  this  implementation  effort  and  actual  use  of  the  image  registra¬ 
tion  software  on  actual  medical  imaging  data,  and  recommends  are<is  for  future  researcli 
efforts.  Appendix  A  contains  the  products  of  the  analyses  performed  for  this  project.  Ap¬ 
pendix  B  contains  C++  class  specifications  for  the  major  software  system  components, 
demonstrating  the  system's  overall  architecture. 


I  n 


II.  Literature  Review 


This  chapter  presents  background  information  on  the  image  registration  process.  As 
an  introduction  to  my  research,  this  chapter  provides  a  framework  for  understanding  the 
design  decisions  and  implementation  details  raised  in  later  chapters.  In  order  to  motivate 
this  discussion,  I  briefly  describe  image  registration  in  clinical  practice.  Following  this  is 
a  more  detailed  examination  of  several  popular  techniques.  Existing  systems  frequently 
present  two-dimensional  or  three-dimensional  images,  before  and  after  they  have  been 
registered,  to  the  operator’s  display  for  interactive  use.  It  is  therefore  appropriate  to  also 
overview  several  user  interface  issues  in  my  review  of  the  pertinent  literature. 

2.1  Image  Registration  Applications 

To  date,  the  majority  of  applications  for  the  different  medical  imaging  modalities 
discussed  in  the  previous  chapter  have  been  for  the  purpose  of  clinical  analyses,  where  the 
goal  has  been  to  “. . .  get  quantitative  measures  of  structures  in  an  absolute,  comparative, 
and  composite  fashion”  (40:5.3).  In  the  following  sections  I  briefly  discuss  the  nature  of 
comparative  and  composite  analyses  and  their  utility  to  modern  medical  practice. 

2.1.1  Comparative  Analysis.  The  goal  of  a  comparative  analysis  is  to  use  the  prod¬ 
ucts  of  the  same  medical  imaging  modality  to  provide  a  user  with  the  ability  to  detect  and 
measure  changes  in  an  object’s  structure  over  time.  Significant  changes  constitute  those 
differences  between  diagnostic  medical  images  (demonstrating  a  patient’s  initial  patholog¬ 
ical  condition,  for  example,  following  a  traumatic  injury,  during  diagnosis  of  a  disease,  or 
resulting  from  a  deformity)  and  those  images  recorded  during  and  following  the  course  of 
the  patient’s  medical  or  surgical  treatment.  As  an  example  of  this,  a  CT  scan  series  of  a 
victim’s  skull,  taken  immediately  after  an  accident,  would  perhaps  show  severe  craniofacial 
bone  damage.  Later,  those  images  might  be  compared  with  another  CT  scan  series  taken 
following  the  patient’s  reconstructive  surgery  to  evaluate  initial  post-operative  success. 
Additional  CT  scans  might  also  be  taken,  as  the  patient’s  treatment  and  recuperation  pro¬ 
gresses,  to  measure  other  significant  changes  (such  as  bone  graft  loss  due  to  reabsorption) 
and  to  assess  the  therapy’s  long-term  outcome. 

Differences  in  medical  images  due  to  patient  movement  during  the  imaging  session, 
dissimilar  patient  orientations,  or  revised  scanner  resolution  settings  from  one  imaging 
session  to  the  next,  fall  into  the  category  of  clinically  insignificant  changes.  These  changes 
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do  not  provide  medically  useful  information  pertinent  to  the  analysis  at  hand.  Nevertheless, 
it  is  vitally  important  for  the  diagnostician  to  understand  and  account  for  these  differences 
to  ensure  an  accurate  and  meaningful  analysis  (40:53). 

2.1.2  Composite  Analysis.  As  discussed  in  Section  1.2.5,  CT  and  MR  images  pro¬ 
vide  anatomic,  structural  information  while  PET  and  SPECT  radionuclide  images  help  the 
clinician  to  determine  physiologic,  functional  information.  PET  and  SPECT  scans  measure 
some  characteristic  of  an  organ’s  function,  such  as  metabolic  activity  rate  or  blood  flow, 
by  monitoring  the  uptake  of  radioactively  labeled  substances  introduced  into  a  patient’s 
body.  Thus,  a  tumor’s  benign  or  malignant  nature  may  be  better  understood  by  studying 
images  showing  the  concentration  of  radioactively  tagged  glucose  found  in  the  tumor  body 
and  the  network  of  blood  vessels  supplying  the  tumor.  Unfortunately,  the  same  PET  and 
SPECT  scans  that  provide  this  insight  to  a  tumor’s  functioning  provide  almost  no  detailed 
information  on  the  tumor’s  location.  On  the  other  hand,  MR  and  CT  images,  while  unable 
to  provide  the  same  physiologic  interpretation  as  just  discussed,  can  reproduce  in  detail  the 
tumor’s  conformation  and  location  with  respect  to  other  organ  and  body  structures  (31) 
(16). 

The  images  created  from  these  varying  modalities  thus  contain  complementary  infor¬ 
mation,  “. . .  greatly  enhanc[ing]  the  information  content  of  each  and  hence  their  diagnostic 
value”  (19:20).  The  process  of  composite  analysis,  then,  is  used  to  “. . .  create  integrated 
multimodaUty  images  by  mapping  features  from  one  image  onto  an  image  obtained  with 
another  modality”  (16:817).  Building  upon  the  previous  section’s  illustrative  example. 
Levin  et  al.  (16:820)  describe  a  case  where  a  CT  scan  taken  of  a  patient’s  skull  following  a 
head  injury  demonstrated  a  fracture  but  did  not  show  any  apparent  damage  to  the  brain 
immediately  adjacent  to  the  fracture.  A  later  MR  study  indicated  the  presence  of  brain 
damage,  but  the  damaged  area  could  not  be  localized  with  respect  to  the  skull’s  external 
surface.  Only  after  a  composite  image  was  created,  overlaying  portions  of  the  CT  image  on 
the  MR  image,  was  the  relationship  between  the  skull  fracture  and  the  underlying  brain 
damage  fully  appreciated.  As  Levin  et  al.  point  out,  such  an  analysis  would  certainly 
be  more  useful  than  either  of  the  individual  images  by  themselves,  allowing  a  surgeon  to 
accurately  plan  a  neurosurgical  strategy  for  repairing  this  damage. 

2.2  The  Image  Registration  Process 

Having  presented  some  clinical  applications  to  demonstrate  image  registration’s  po¬ 
tential  in  medicine,  this  section  discusses  the  process  itself.  The  objective  of  this  section 
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is  to  provide  a  greater  appreciation  for  the  wide  variety  of  solutions  to  this  problem  and 
the  lack  of  unanimous  support  for  a  single  image  registration  method.  To  do  this  I  first 
provide  an  overview  of  several  well  known  image  registration  techniques,  and  a  comparison 
of  the  two  techniques  most  closely  related  to  my  own  research.  This  is  followed  by  a  more 
detailed  description  of  each  technique. 

2.2.1  Overview.  Before  discussing  individual  image  registration  techniques,  it  is 
useful  to  introduce  them  as  a  group  and  place  them  in  context  with  one  another.  Maguire  ct  al.  (19:21) 
assert  there  are  five  major  approaches  to  image  registration,  summarized  as  follows: 

1.  Techniques  relying  upon  the  identification  of  unambiguous  anatomical  structures 
visible  in  the  medical  images  under  study,  as  characterized  by  the  work  of  Toen- 
nies  et  al.  (40)  and  Maguire  et  al.  (19). 

2.  Techniques  relying  upon  the  presence  of  discernable  surfaces  in  the  medical  images 
under  study,  as  characterized  by  the  work  of  Pelizzari  and  Chen  et  al.  (26)  (16) 

(12).  In  this  category,  Maguire  et  al.  make  a  distinction  between  principal  axes  and 
moment  matching  methods,  which,  for  the  purposes  of  this  paper,  are  considered 
synonymous. 

3.  Stereotactic  techniques  using  a  rigid  frame  affixed  to  the  patient  (usually  the  patient’s 
head),  as  characterized  by  the  work  of  Vandermeulen  et  al.  (42),  Schad  et  al.  (31), 
and  Rhodes  et  al.  (28). 

4.  Techniques  using  an  anatomic  atlas  as  an  intermediate  reference  system,  as  charac¬ 
terized  by  the  work  of  Evans  et  al.  (6),  Fox  et  al.  (10),  and  Bajcsy  et  al.  (1). 

5.  Techniques  using  external  markers  visible  to  the  medical  imaging  modality  being 
employed,  placed  on  certain  readily  identifiable  locations  of  the  patient’s  body,  again 
as  characterized  by  the  work  of  Maguire  et  al.  (19). 

On  the  other  hand,  Pelizzari  et  al.  (22:259)  consider  only  structure-based  (combining 
the  use  of  anatomical  landmarks  and  external  markers),  stereotactic- based,  and  surface- 
based  methods.  They  further  classify  the  latter  of  these  categories  into  principal  axis 
and  surface  matching/surface  fitting  optimization  techniques.  In  my  discussion  of  these 
image  registration  methods,  rather  than  adhere  strictly  to  either  of  these  classifications, 

I  have  chosen  to  merge  the  two  groups’  positions  for  two  reasons.  First,  even  though  the 
anatomic  atlas  category  also  employs  stereotactic  frames  (see  Section  2.2.6),  the  use  of 
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such  atlases  as  an  intermediate  step  sufficiently  distinguishes  this  technique  from  other 
stereotactic  approaches  to  warrant  separate  consideration.  Second,  external  markers  are 
very  often  used  in  conjunction  with  anatomic  landmarks,  so  the  combination  of  these  two 
conceptually  similar  categories  simplifies  the  overall  classification.  Therefore,  the  use  of 
anatomic  landmarks  and  external  markers  is  considered  in  one  section  on  structure-based 
techniques,  and  another  section  briefly  discusses  the  use  of  atlases.  Figure  2.1  illustrates 
the  interrelationships  among  these  varied  approaches,  and  each  is  discussed  in  greater 
detail  later  in  this  chapter. 

It  is  important  to  note  here  that  there  is  no  clear  consensus  as  to  whether  one 
technique  is  superior  to  another.  On  the  other  hand,  there  is  much  evidence  to  suggest 
that  in  many  ways  they  perform  complementary  functions,  and  several  of  these  techniques 
can  be  used  in  conjunction  with  one  another.  For  example,  researchers  at  the  University 
of  Michigan  developed  their  U-MPlan  radiation  therapy  treatment  planning  system  to  use 
both  surface  and  structure  identification  techniques.  The  anatomic  objects  to  be  visualized 
and  the  desired  planning  operations  to  be  performed  determine  the  selection  of  a  particular 
method  (21). 

2.2.2  Comparison  of  Structure-Based  and  Surface-Based  Techniques.  Before  pre¬ 
senting  the  detailed  mechanics  of  the  four  forms  of  image  registration  identified  in  the 
previous  section  (described  in  Sections  2.2.3  -  2.2.6),  it  is  beneficial  to  summarize  key 
characteristics  of  some  of  these  techniques,  see  Table  2.1.  The  landmark  mapping  tech¬ 
nique,  discussed  later  in  Chapter  3,  is  included  in  this  table  for  completeness  and  to  provide 
a  basis  for  comparison  between  my  method  and  other  established  methods.  This  summary 
deals  only  with  the  structure-based  and  surface-based  methods,  since  they  are  the  most  di¬ 
rectly  related  to  my  own  research.  I  compare  these  two  categories  based  upon  the  following 
criteria. 


2.2.2.1  Data  Displayed  to  User.  Medical  imaging  data  must  frequently  be 
presented  on  a  display  screen  for  the  user  to  provide  input  to  the  system.  The  data 
displayed  typically  takes  one  of  two  forms: 

•  Slice  Data.  Medical  image  data,  normally  acquired  as  a  series  of  transverse  slices,  is 
displayed  one  transverse  slice  at  a  time.  This  orthogonal  view,  however,  is  not  always 
satisfactory.  Since  the  patient’s  orientation  may  change  between  scanning  sessions, 
a  set  of  points  visible  on  one  scan’s  slice  may  not  all  be  visible  in  the  corresponding 
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Atlas-Based  Methods  Surface-Based  Methods  Structure-Based  Methods  Stereotactic- Based  Methods 


Least  Square  Moment-  Principal  Polynomial 

Optimal  Matching  Component  Warping 

Search  Analysis 


Figure  2.1.  Taxonomy  of  Image  Registration  Techniques 


slice  from  the  other  scan.  In  these  cases,  it  is  necessary  to  construct  and  display 
oblique  (off-axis)  slices,  creating  a  two-dimensional  projection  of  the  scanned  volume 
from  any  angle. 

•  Surface  Rendering.  Medical  image  data,  organized  as  a  stack  of  two-dimensional 
slices  composed  of  pixels,  may  be  internally  represented  as  a  volume  within  the 
computer  system.  From  this  volume  data  set,  three-dimensional  computer  graphics 
algorithms  can  create  a  surface  rendering  (e.g.,  of  the  skin  or  brain  surface).  Once 
displayed,  such  renderings  may  be  manipulated  by  the  user  to  provide  arbitrary  views 
of  the  surface  in  question.  This  allows  a  study  of  the  surface’s  conformation  and  the 
identification  of  certain  structures  lying  on  that  surface. 

2.2.2.2  Registration  Primitives.  The  following  three  primitive  types  are  typ¬ 
ically  used  by  the  structure-based  and  surface-based  image  registration  techniques: 

•  Anatomic  Landmarks.  Points  in  patient  space  corresponding  to  certain  structures  or 
locations  in  the  patient’s  body  (e.g.,  the  ear  canal’s  external  opening,  the  tip  of  the 
sacrum  at  the  spine’s  base).  These  points  must  be  identified  by  the  user  based  upon 
the  data  displayed. 

•  External  Markers.  Points  in  patient  space  created  by  placing  artificial  objects  on 
the  patient’s  body  in  close  proximity  to  known  anatomical  structures  (such  as  the 
umbilicus  or  the  tip  of  the  sternum)  not  discernable  by  the  desired  imaging  modality. 
These  artificial  objects,  visible  to  the  desired  imaging  modality,  then  allow  the  user 
to  identify  the  corresponding  anatomic  structures.  Again,  these  points  must  be 
identified  by  the  user  based  upon  the  data  displayed. 

•  Surface  Contours.  The  closed  curve  outline  of  a  three-dimensional  surface  intersected 
with  a  two-dimensional  plane.  Contours  may  be  manually  defined  (by  a  user  em¬ 
ploying  an  interactive  pointing  device),  semi-automatically  defined  (requiring  some 
user  input),  and  completely  automatically  defined. 

2.2.2.S  Structure-based  Algorithms.  Two  algorithms  are  employed  by  the  structure- 
based  techniques,  each  performing  image  registration  using  anatomic  landmark.*,  and/or 
external  markers.  Each  of  these  algorithms  is  discussed  in  greater  detail  in  Section  2.2.3. 

•  Principal  Component  Analysis. 

•  Polynomial  Warping. 
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2.2.2.4  Surface-based  Algorithms.  Two  algorithms  are  employed  by  the  surface- 
based  techniques,  each  performing  image  registration  using  surface  contours.  Each  of  these 
algorithms  is  discussed  in  greater  detail  in  Section  2.2.4. 

•  Least  Square  Optimal  Search. 

•  Moment  Matching. 

2.2. 2.5  Ease  of  Use.  Based  upon  my  research  into  the  previous  four  cate¬ 
gories,  I  established  an  arbitrary,  relative  ranking  of  the  methods  for  identifying  to  the 
system  those  primitives  to  be  used  for  image  registration.  In  this  ranking,  techniques  that 
allow  a  user  to  most  easily,  accurately,  and  consistently  select  a  particular  registration 
primitive  from  the  data  displayed  warrant  a  ranking  of  ‘1.’ 

•  1  -  Primitives  (surface  contours)  are  automatically  or  semi-automatically  selected. 
Techniques  in  this  category  require  very  little  user  interaction,  but  some  manual 
correction  is  occasionally  required. 

•  2  -  User  selects  primitives  (anatomic  landmarks  and/or  external  markers)  directly 
from  a  volume  rendering.  Techniques  in  this  category  provide  the  user  with  a  very 
good  idea  of  what  portion  of  the  volume  they  are  examining,  allowing  the  user  to 
select  a  specific  voxel  displayed  in  context  with  all  other  voxels  composing  the  volume. 

•  3  -  User  selects  primitives  (anatomic  landmarks  and/or  external  markers)  from  sur¬ 
face  renderings.  Techniques  in  this  category  provide  the  user  with  a  good  idea  of 
what  portion  of  the  volume  they  are  examining,  allowing  greater  confidence  in  their 
landmark  selection. 

•  4  User  selects  primitives  (anatomic  landmarks  and/or  external  markers)  from  slices. 
Techniques  in  this  category  require  the  user  to  form  a  mental  picture  of  the  volume 
from  the  slice(s)  displayed,  complicating  the  task  of  identifying  landmark  locations 
within  the  volume. 

2.2.2.6  Registration  Accuracy.  Also  based  upon  my  research,  I  established 
an  arbitrary,  relative  ranking  of  the  image  registration  technique's  ability  to  correlate 
corresponding  primitives  in  two  separate  images.  In  this  ranking,  techniques  that  provide 
the  most  accurate  mapping  or  estimate  of  one  volume’s  registration  with  a  second  warrant 
a  ranking  of  ‘1.’ 
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*^The  Landmark  Mapping  tecliniquc  is  most  similar  to  this  category  of  structure- based  algorithms. 
*  Until  recently  a  seed  point  was  required. 


•  1  -  Techniques  in  this  category  perform  registration  using  uniquely  identified  land¬ 
marks  selected  directly  from  slice  data.  This  allows  for  the  possibiliiy  of  a  theoreti¬ 
cally  perfect,  one-for-one  mapping  of  corresponding  landmarks  between  volumes. 

•  2  -  Techniques  in  this  category  perform  registration  using  statistical  correlation  of 
surfaces  defined  by  a  large  number  of  points  (generally  more  than  100).  The  surfaces 
are  automatically  generated  from  surface  contours,  which  are  subject  to  the  accuracy 
of  the  contour  following  algorithm. 

•  5  -  Techniques  in  this  category  perform  registration  using  statistical  correlation  of  a 
relatively  small  number  of  uniquely  identified  landmarks  (generally  less  than  20).  In 
this  case,  the  landmarks  are  selected  by  the  user  based  upon  their  location  on  a  sur¬ 
face  rendering,  which  is  subject  to  the  accuracy  of  the  surface  estimation  algorithm. 

2.2.3  Structure  Identificaiion  and  External  Markers  Techniques.  This  section  presents 
a  detailed  description  of  two  structure- based  image  registration  techniques.  Since  my  own 
research  falls  into  this  category,  this  information  will  provide  a  better  understanding  of 
the  design  decisions  and  implementation  described  in  following  chapters.  In  each  case,  I 
outline  the  sequence  of  events  followed  to  register  images  in  this  manner,  starting  with  the 
data  displayed  to  the  user,  the  primitives  used  for  image  registration,  and  the  registration 
algorithm  itself.  These  two  methods  are  primarily  differentiated  in  this  section  based  upon 
the  image  registration  algorithm  employed,  as  introduced  in  Section  2.2.2.3. 

2.2.8. 1  Principal  Component  Analysis  Algorithm.  At  the  Hospital  of  the  Uni¬ 
versity  of  Pennsylvania,  Toennies  et  al.  have  devised  an  image  registration  system  based 
upon  a  mathematical  model  of  the  entire  scanning  process.  Their  system  registers  images 
in  an  environment  where  the  user  interactively  specifies  anatomic  landmarks,  and  then  uses 
the  landmarks  to  determine  the  correct  transformation  to  correlate  the  images  so  one  may 
be  overlaid  on  another.  Their  efforts,  as  reported  to  date,  have  been  confined  to  CT  scan 
comparative  analyses  (although  the  principle  may  be  extended  to  other  modalities  and 
applications),  and  their  primary  need  for  image  registration  is  to  compensate  for  patient 
positioning  differences  from  scan  A  to  scan  B.  This  compensation,  they  assert,  can  always 
be  represented  in  terms  of  a  translation,  followed  by  a  rotation,  of  the  data  set  represent¬ 
ing  the  patient’s  body  in  scan  B  with  respect  to  scan  A.  The  following  summarizes  the 
process’s  four  steps  (additional  details  may  be  found  in  (40:55  -57)  (39:381  383)): 
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1.  High  quality  renderings  of  some  surface  (such  as  the  skull)  contained  within  each  of 
the  volumes  to  be  registered  are  displayed  side  by  side  to  the  user.  These  surface 
renderings  must  be  of  sufRcient  fidelity  that  fine  anatomic  structures,  such  as  the 
skull’s  sutures  and  ridges  (frequently  used  landmarks),  are  visible.  The  user  reviews 
both  renderings  and  locates  corresponding  locations  in  each,  selecting  those  to  be 
used  for  the  image  registration  process  with  a  pointing  device. 

2.  The  landmarks  are  used  to  form  an  object  reference  system  for  each  volume  using 
the  Principal  Component  Analysis  method.  The  centroid  of  the  landmarks  becomes 
the  object  reference  system’s  origin,  and  mutually  orthogonal,  principal  axes  are 
then  calculated.  The  use  of  principal  component  analysis  tends  to  smooth  out  errors 
introduced  into  the  set  of  landmark  pairs.  Even  so,  if  one  or  more  of  the  landmark 
pairs  as  specified  by  the  user  aie  significantly  misidentified,  the  resulting  object 
reference  systems  wiU  be  inaccurate.  In  this  case,  the  offending  landmarks  must  be 
determined  and  eliminated  from  further  consideration,  in  a  process  they  refer  to  as 
cross-validation. 

3.  Once  the  two  object  reference  systems  have  been  established,  they  are  used  to  de¬ 
termine  the  registration  transformation  necessary  to  correlate  one  volume  with  the 
second.  This  is  simply  the  geometric  transformation,  consisting  of  a  translation 
followed  by  a  rotation,  requiri.d  to  align  one  object  reference  system  vvith  the  other. 

4.  After  the  two  volumes  have  been  registered,  the  transformed  volume  is  *■  redigitized.” 
The  previous  steps  had  the  effect  of  registering  the  overall  scene,  but  not  the  indi¬ 
vidual  voxels  composing  die  .’olume.  As  some  of  the  volume’s  vo.xels  obtained  from 
scan  B  might  not  have  i  een  captured  in  object  space  during  scan  A,  those  voxels 
must  be  removed  from  the  final,  registered  image. 

Inaccuracies  may  be  introduced  into  this  process  in  at  least  three  ways.  First,  using 
the  object  reference  systems  for  image  registration,  rather  than  the  individual  landmarks 
themselves,  does  not  remove  all  misidentified  landmarks.  Those  remaining  result  from 
accuracy  errors,  too  small  to  be  detected  in  the  cross-validation  process,  in  the  user’s 
specification  of  a  landmark’s  location.  In  other  woids,  it  is  difficult  to  select  exactly 
which  voxels  correspond  to  the  same  anatomic  point  in  both  volumes,  especially  when  that 
selection  is  made  from  a  rendered  approximation  of  the  actUfal  surface.  Second,  precision 
errors  may  be  introduced  when  each  landmark  is  transformed  from  screen  space  (where 
they  were  selected  by  the  user)  to  object  space  (where  they  arc  used  to  construct  the  object 
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reference  system).  Third,  inaccuracies  may  also  be  introduced  during  the  generation  of 
the  surface  renderings,  depending  upon  the  particular  surface  estimator  used. 

2.2.3. 2  Polynomial  Warping  Algorithm.  As  discussed  earlier,  different  image 
registration  techniques  are  frequently  used  in  conjunction  with  one  another.  The  New  York 
University  group  of  researchers,  Maguire  ct  al.,  employs  a  structure  matching  technique 
that  includes  the  use  of  flexible  external  markers  placed  at  strategic  locations  along  the 
patient’s  body.  These  markers  literally  serve  to  tie  together  the  functional  and  structural 
imaging  modalities;  for  example,  CT  and  PET  scans  may  be  registered  by  identifying  a 
marker,  visible  on  the  PET  scan  but  not  on  the  CT  scan,  that  coincides  with  a  known 
anatomic  landmark  visible  only  on  the  CT  scan.  Once  data  from  the  two  scans  has  been 
obtained,  image  registration  proceeds  as  follows  (additional  details  are  in  (19:22-24)): 

1.  Slice  data  from  the  scanner  is  projected  directly  onto  a  display  screen.  Before  the 
data  may  be  displayed,  it  is  manipulated  so  each  slice  from  scan  A  contains  the  same 
number  of  pixels  as  the  corresponding  slice  from  scan  B,  and  also  so  a  pixel  in  each 
slice  from  scan  A  has  the  same  x-y  dimensions  as  a  pixel  in  the  corresponding  slice 
from  scan  B. 

2.  The  next  step  is  to  ensure  corresponding  slices  from  the  two  scans  lie  in  the  same 
plane.  It  is  a  practical  impossibility  (without  special  fixtures,  see  Section  2.2.5)  to 
exactly  align  the  patient  so  the  slices  obtained  from  scans  taken  at  two  different 
times,  or  using  two  different  medical  imaging  modalities,  share  the  same  plane.  It 
is  therefore  necessary  to  compensate  for  these  differences  by  creating  an  oblique 
projection  of  a  slice  from  one  of  the  two  scans.  The  user  does  this  by  first  selecting 
a  pivot  point  in  the  x-y  (axial)  plane,  then  specifying  rotations  about  the  y-  and 
x-axes.  The  system  then  builds  the  new,  oblique  slice  from  the  data  stored  in  the 
three-dimensional  stack  of  original  slices  (24:610). 

3.  Once  the  slices  are  coplanar,  the  user  selects  individual  anatomic  landmarks,  or  ex¬ 
ternal  markers  placed  in  close  proximity  to  known  anatomical  structures,  present  in 
both  slices.  After  a  sufficient  number  (typically  ten)  have  been  selected,  each  land¬ 
mark  of  one  slice  is  cross- correlated  with  the  points  surrounding  the  corresponding 
landmark  selected  in  the  other  slice.  This  determines  if  the  landmark  selected  in  the 
second  slice  represents  the  best  match  with  the  first  slice’s  landmark.  If  not,  the 
algorithm  discards  that  point  in  favor  of  a  nearby,  more  closely  correlated  point. 
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4.  The  actual  image  registration  algorithm  uses  the  polynomials 


Xi  =  ao  +  aiUi  +  flaWi  +  a.z'^H'Oi  +  +  •  •  •  (2.1) 

Vi  =  60  +  61  «i  +  hvi  +  huiVi  +  b^u}  +  65U?  +  •  •  •  (2.2) 

to  relate  the  set  of  landmark  coordinates  (a:,-,  yi)  from  the  first  slice  with  the  cor¬ 
responding  (tt,,  Vi)  coordinates  from  the  second  slice.  The  polynomial  coefficients 
are  determined  using  a  least-squares  best-fit  approximation  based  on  linear  regres¬ 
sion.  These  coefficients  define  the  transform  necessary  to  reposition  the  pixels  in  the 
second  slice  so  they  are  aligned  with  those  of  the  first  slice. 

A  key  factor  of  this  method  is  the  use  of  a  single  oblique  slice  extracted  from  each 
volume  dataset  to  be  registered.  This  requires  the  user  to  select  all  the  landmarks,  later 
to  be  used  to  register  the  images,  from  the  available  structures  lying  on  a  single  plane. 
In  effect,  this  group  breaks  the  registration  process  into  two  steps.  First,  they  determine 
that  portion  of  the  transformation  required  to  display  corresponding  oblique  slices  from 
each  volume,  each  possessing  anatomic  landmarks  and/or  external  markers  that  may  be 
selected.  Second,  following  landmark  selection  from  those  available  on  the  slices,  they 
determine  the  remainder  of  the  transformation  required  to  align  the  landmarks  in  that 
plane. 

Another  group,  Tiede  el  al.  (32),  uses  a  combination  of  both  the  preceding  techniques 
to  perform  image  registration.  Like  the  Philadelphia  group,  they  build  a  three-dimensional 
volume  representation  of  the  scanned  objects  from  the  two-dimensional  slice  data.  Tliey 
then  display  surface  renderings  of  the  two  volumes  for  the  operator  to  select  landmarks. 
Once  suitable  landmarks  liave  been  selected,  however,  they,  like  the  New  York  group,  use 
polynomial  warping  (which  they  refer  to  as  polynomial  matching)  to  obtain  the  registration 
transformation.  Extending  the  linear  equation  system  to  account  for  the  third  dimension, 
they  also  obtain  the  polynomial  coefficients  from  a  least-squares  error  best-fit  algorithm. 

A  common  characteristic  of  these  structure-based  methods  is  that  a  considerable 
amount  of  user  interaction  is  required,  primarily  for  the  purpose  of  landmark  selection  or 
to  specify  parameters  for  constructing  an  oblique  slice.  In  addition,  to  successfully  and 
accurately  register  images,  this  user  interaction  must  be  performed  by  a  highly  skilled 
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radiologist  or  anatomist.  Finally,  the  two  methods  used  to  actually  determine  the  regis¬ 
tration  transformation,  either  principal  component  analysis  or  polynomial  warping,  entail 
significant  computational  expense  (19:26). 

On  the  other  hand,  key  benefits  of  this  technique  arc  its  accuracy  and  flexibility. 
Manually  selecting  and  matching  landmarks  “. . .  provides  the  most  accurate  transforma¬ 
tion  possible,  with  uncertainties  given  only  by  scan  parameters  (pixel  size,  slice  spacing, 
artifacts,  etc.),”  although  this  is  only  true  “. . .  if  the  landmarks  can  be  accurately  located 
[in  both  scans]”  (12:469).  Also,  a  great  number  of  medical  imaging  sessions  are  ordered  for 
diagnosing  pathological  conditions  of  the  thorax  or  abdomen,  where  it  may  be  diflicult  (or 
impossible,  in  the  case  of  a  physiological  modality  scan  such  as  SPECT)  to  always  locate 
the  same  anatomical  landmark  in  both  images.  The  application  of  external  markers,  with 
a  known  relationship  to  almost  any  anatomical  feature  of  the  patient’s  body,  thus  allows 
an  effective  image  registration.  A  downfall,  however,  is  that  this  eliminates  from  consid¬ 
eration  those  data  acquired  before  it  was  known  external  markers  would  be  required  (i.e., 
previous  medical  imaging  scans)  (16:818)  (26:26). 

Surface  Identijicalion  Techniques.  This  section  presents  a  detailed  descrip¬ 
tion  of  two  surface-based  image  registration  techniques.  Since  these  methods  are  fairly 
widely  used,  it  is  useful  to  note  the  important  similarities  and  differences  between  them 
and  the  struciure-based  techniques.  As  in  the  previous  section,  I  outline  the  sequence 
of  events  followed  to  register  images  in  this  manner,  starting  with  the  data  displayed  to 
the  user,  the  primitives  used  for  image  registration,  and  the  registration  algorithm  itself. 
These  two  techniques  are  primarily  differentiated  in  this  section  based  upon  the  image 
registration  algorithm  employed,  as  introduced  in  Section  2.2.2.4. 

2.2.f.l  Least  Square  Optimal  Search  Algorithm.  Probably  the  most  popular 
and  widely  used  image  registration  technique  is  Pelizzari’s  ct  al.  optimizing  best-flt  ap¬ 
proach  to  surface-matching,  developed  at  the  University  of  Chicago.  In  one  sense,  this  tech¬ 
nique  may  be  thought  of  as  an  extension  of  the  previously  described  structurc-idenlific<ition 
method,  where  a  large  number  of  landmarks  is  used  (12:469)  (41:448).  Their  process  de¬ 
termines  a  the  registration  between  models  specified  by  hundreds  of  points  on  a  surface 
instead  of  a  handful  of  landmarks  (16:820).  This,  however,  overly  simplifies  this  group's 
process  of  generating  surface  contours  from  two  different  scans,  then  optimizing  the  fit  of 
one  with  respect  to  the  other,  thus  deriving  the  rotation  and  translation  transformations 
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required  to  correlate  the  datasets.  The  following  briefly  describes  the  method  s  higldights 
(additional  details  arc  in  (26:21-22)  (16:819-820)  (22:260-261)). 

1.  The  first  step  in  the  process  involves  the  creation  of  an  outline  of  the  desired  surfaces 
to  be  used  for  image  registration.  The  series  of  slices  composing  each  scan’s  data  set 
are  individually  processed  by  a  number  of  algorithms  designed  to  extract  the  closed 
curve,  or  contour,  formed  by  the  intersection  of  the  thrcc‘dimensional  surface  with 
the  slice  plane  (12:468).  The  sequence  of  contours  forming  the  surface  outline  is 
sometimes  referred  to  as  a  ‘*ringstack”  (8:321). 

2.  One  of  the  two  ringstacks,  usually  that  corresponding  to  the  scan  with  the  greater 
spatial  resolution  or  possessing  the  most  data  samples,  is  considered  the  "head’*  model 
in  an  analogj'  that  likens  the  surface- matching  image  registration  process  to  placing 
a  custom-fitted,  rigid  "hat”  onto  the  previously  mentioned  “head.”  Some  200  -  300 
points  belonging  to  the  other  ringstack  are  then  extracted  to  serve  as  "hat”  points. 
The  models  arc  also  corrected  for  known  diflcrcnccs  in  scanning  parameters,  such  as 
scan  pixel  size. 

3.  The  ultimate  objective  of  the  actual  image  registration  process  is  to  seek  the  optimal 
transformation  of  tlic  "hat”  to  the  "head’’  surface,  measured  in  terms  of  a  residual 
error  function.  The  process  begins  by  calculating  and  storing  the  root  mean  squared 
distance  from  a  selection  of  points  on  each  slice’s  "head”  surface  contour.  Then,  for 
every  estimate  at  a  new  set  of  transformation  parameters,  the  algoritlim  iteratively: 

•  Determines  the  root  mean  squared  distance  from  the  "head”  centroid  to  every 
"hat”  point. 

•  Compares  that  “hat”  point  distance  with  the  value  of  the  corresponding  “head” 
surface  distance,  projected  along  the  same  ray  connecting  tlic  centroid  with  the 
"hat”  point. 

•  The  difference  between  these  two  distances  is  the  residual  error  value.  This  value 
is  accumulated  for  all  “hat”  points  in  that  trial,  after  which  the  accumulated 
error  is  used  to  define  the  next  geometric  transformation  to  be  used. 

4.  The  cycle  is  repeated  until  the  residual  error  function  can  no  longer  be  reduced, 
at  which  point  the  algorithm  has  converged  upon  the  optimal  surface  match,  thus 
defining  the  registration  transformation. 
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Early  contour  extraction  methods  employed  by  this  group  occasionally  required  some 
user  interaction.  In  cases  where  contours  were  of  the  interface  between  the  brain’s  external 
surface  and  the  skull’s  inner  surface  (the  ‘inner  table’)  (41:449)  (12:469),  it  was  neces¬ 
sary  to  specify  a  seed  location  from  which  to  begin  boundary  following  (14:46).  In  other 
cases,  where  the  contours  followed  the  external  skin  surface,  it  was  sometimes  necessary 
for  an  operator  to  correct  erroneous  contour  segments  in  the  vicinity  of  the  ears,  nose, 
and  mouth  (16:819).  Recent  improvements  to  their  algorithm,  such  as  employing  ‘expert 
knowledge’  about  CT,  MR,  and  PET  images  and  fuzzy  reasoning  (in  the  case  of  MR  im¬ 
ages),  have  allowed  the  team  to  completely  automate  this  portion  of  the  image  registration 
process  (22:260). 

2. 2.4. 2  Moment  Matching  Algorithm.  In  a  departure  from  the  Chicago  group’s 
technique,  Fellingham  et  al.  (8:323-324)  (12:468)  describe  the  approach  taken  in  the 
CEMAX-1000  medical  imaging  system,  produced  by  CEMAX  Medical  Products,  Inc.  That 
system,  while  employing  surface-based  techniques,  uses  a  different  method  to  determine 
the  registration  transformation.  The  appropriate  surface  contours  (such  as  the  brain/skull 
interface)  are  automatically  extracted  from  each  volume’s  two-dimensional  slices,  as  was 
the  case  in  the  previous  method.  Their  algorithm  then  uses  these  contour  data  to  deter¬ 
mine  the  objects’  centers  of  mass,  which  Fellingham  et  al.  also  refers  to  as  the  objects’  first 
order  moment.  Their  algorithm  also  determines  from  the  surface  contours  the  orientation 
of  what  this  group  terms  the  ‘tensors  of  inertia,’  or  second  order  moment,  for  each  object, 
from  which  they  compute  the  ‘principal  axes  of  inertia.’  The  two  volumes’  centers  of  mass 
are  related  by  a  translation  and  the  two  sets  of  principal  axes  by  a  rotation,  and  from  this 
the  necessary  transformation  is  obtained. 

The  success  of  surface-based  techniques  is  predicated  on  the  assumption  that  common 
closed  surfaces  may  be  detected  and  used  to  generate  the  necessary  contours  for  each  scan. 
This  is  fairly  well  demonstrated  in  scans  involving  the  skull  and  brain  (especially  in  CT 
scans,  which  clearly  portray  bony  structures).  However,  while  this  method  (with  modifica¬ 
tions)  can  be  applied,  in  principle,  to  organs  other  than  the  brain  (22:259),  structure-based 
techniques  are  more  successful  with  the  soft  tissues  and  complex  anatomy  found  in  the  ab¬ 
domen  (19:21).  Also,  in  the  case  of  registering  PET  images  with  CT  or  MR  images  using 
these  methods,  the  image  registration’s  accuracy  is  typically  on  the  order  of  several  mil¬ 
limeters.  While  this  can  lead  to  a  noticeable  image  misalignment  of  one  to  two  display 
screen  pixels,  many  researchers  and  clinical  practitioners  deem  this  reasonable  (16:820) 
(26:21)  (14:46). 
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In  this  technique’s  favor  is  its  ability  to  perform  automatic  and  retrospective  (after 
the  fact)  registrations.  Structure-matching  techniques  involve  the  specification  of  anatom¬ 
ical  landmarks,  requiring  a  human  expert  to  manually  select  those  structure  points,  a 
time-consuming  and  error  prone  process.  The  automated  surface-tracking  method  just 
described  avoids  such  use  of  a  skilled  anatomist’s  valuable  time,  and  since  an  entire  sur¬ 
face  is  used,  it  is  less  susceptible  to  error  from  misplaced  individual  surface  points  (14:46) 
(16:820)  (41:449).  This  method  also  benefits  from  its  avoidance  of  external  markers  and 
stereotactic  frames.  These  techniques  are  considered  impractical  in  clinical  situations  be¬ 
cause  such  special  efforts  must  go  into  acquiring  the  medical  images.  Also,  the  use  of 
external  markers  implies  an  intent  to  use  those  devices  for  registration  sometime  in  the 
future,  an  intention  not  always  known  at  the  time  the  images  are  taken.  This  retrospective 
approach  therefore  allows  image  registration  of  medical  imaging  data  acquired  without 
such  special  procedures  (26:26)  (16:818). 

2.2.5  Stereotactic  Frame  Technique.  The  image  quality  and  resolution  of  medical 
images  generated  by  MR,  PET,  and  SPECT  have  steadily  and  dramatically  improved  since 
their  introduction.  Most  image  registration  techniques,  however,  currently  lack  the  preci¬ 
sion  and  accuracy  for  many  diagnostic  and  therapeutic  applicatioiic.  Prime  examples  of 
this  are  in  the  fields  of  radiation  treatment  planning  (see  (31))  and  neurosurgery.  Also 
referred  to  as  the  fixed  frame  technique,  this  method  of  image  registration  is  accomplished 
by  affixing  a  rigid  wood  or  plastic  frame  to  the  patient’s  head.  This  serves  both  to  im¬ 
mobilize  the  head  and  provide  a  fixed  reference  system  for  use  both  in  image  registration 
and  actual  treatment.  Using  these  frames,  the  required  accuracy  can  be  achieved  while 
allowing  the  correlation  of  data  from  multiple  imaging  modalities. 

As  one  example.  Computer  Assisted  Stereotactic  Neurosurgery  (CASN)  uses  CT, 
MR,  and  other  medical  imaging  modalities  to  plan  and  pre-operatively  simulate  neurosur¬ 
gical  procedures.  Intraoperative  information  may  also  be  provided  to  the  neurosurgeon 
regarding  the  placement  of  probes  and  electrodes  introduced  into  the  patient’s  brain  (42). 
When  attached  to  the  patient’s  skull,  the  stereotactic  frame  provides  a  common  reference 
system  {stereotactic  space)  against  which  medical  imaging  scans  are  registered,  providing 
the  submillimeter  accuracy  required  for  these  procedures.  Using  this  technique,  the  corre¬ 
lated  CT  and  MR  images  can  visualize  cerebral  blood  vessels  and  other  vital  brain  areas 
that  must  be  avoided  when  performing  biopsies,  electrically  stimulating  or  destroying  tis¬ 
sues  deeply  seated  within  the  brain,  or  when  placing  radioactive  seeds  for  certain  types  of 
radiotherapy.  With  the  advent  of  this  technology,  these  risky  procedures  have  beiiefitted 
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from  greatly  increased  accuracy  while  also  reducing  the  patient’s  time  in  surgery.  Among 
the  results  are  fewer  complications  (such  as  intracranial  bleeding)  and,  since  the  operative 
access  points  through  the  skull  can  be  made  much  smaller,  less  chance  of  infection  (28). 

2.2.6  Anatomic  Atlas  Technique.  The  last  image  registration  technique  to  be  exam¬ 
ined  uses  a  scries  of  MR  images  to  build  a  generalized  atlas  of  the  brain,  defining  a  number 
of  standard  regions  of  interest  by  their  idealized  shapes  and  relative  locations.  This  atlas 
is  then  used  as  an  intermediate  reference  system  against  which  other  clinical  evaluations 
are  compared  (10).  In  this  process,  the  patient  undergoes  MR  and  PET  studies  while 
wearing  a  stereotactic  frame,  as  described  in  the  previous  section,  which  is  then  rigidly 
attached  to  each  examination  table.  Following  the  medical  imaging  sessions,  the  patient’s 
MR  images  are  registered  with  shces  from  the  reference  atlas  by  overlaying  atlas  templates 
of  each  region  of  interest  onto  the  patient’s  MR  image.  A  radiologist  or  neuroanatomist, 
interacting  with  a  graphical  display  system,  then  performs  a  variety  of  manual  operations 
on  each  region’s  boundaries,  shaping  it  to  match  that  structure’s  unique  conformation  for 
that  patient.  Since  the  MR  and  PET  datasets  were  obtained  while  wearing  the  stereotactic 
frame,  they  may  be  related  to  one  another  and  consequently  to  the  region  of  interest  tem¬ 
plates  customized  for  that  patient.  It  is  therefore  possible  to  overlay  the  modified  regions 
of  interest  onto  images  of  the  PET  data,  very  accurately  localizing  key  brain  metabofic 
characteristics  to  specific  structures.  This  capability  is  important  when  determining  the 
extent  to  which  a  tumor  has  invaded  a  particular  portion  of  the  brain,  or  when  assessing 
stroke  induced  cerebral  damage  (6).  A  variation  of  this  method  includes  earlier  work  by 
Bajcsy  et  al.  (1),  in  which  image  processing  techniques  were  employed  to  perform  edge  de¬ 
tection  on  the  MR  images,  easing  the  operator’s  task  of  fitting  and  deforming  the  regions 
of  interest  to  the  patient’s  MR  data. 

2.3  User  Interfaces 

Image  registration  is  inherently  a  visual  process.  This  statement  is  especially  true 
for  structure-based  techniques,  which  rely  so  heavily  on  the  user’s  accurate  selection  of 
corresponding  landmarks  in  displayed  images.  While  some  applications  may  register  and 
use  data  directly,  without  displaying  an  image  to  the  operator  or  clinician,  this  is  not 
generally  the  case.  This  section  examines  several  general  user  interface  issues,  providing  a 
basis  for  several  of  my  design  decisions  presented  in  Chapter  3. 
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2.3.1  Purpose  of  a  User  Interface.  The  user  interface’s  purpose  is  to  aid  commu¬ 
nication  and  interaction  between  the  computer  and  its  human  user.  The  communication 
forms  a  dialogue  between  the  user  and  the  machine,  and  is  intended  to  hide  machine  specific 
concepts  and  idiosyncrasies  from  the  user.  By  abstracting  the  system’s  operation  in  this 
way,  the  user  can  focus  on  what  the  machine  is  to  do,  rather  than  be  concerned  with  how 
the  machine  accomplishes  its  task  (20:49).  More  importantly,  the  user  interface  simplifies 
the  user’s  understanding  of  the  system  through  the  use  of  well  known  metaphors,  such  as 
windows,  pull-down  menus,  and  control  panels.  This  generally  results  in  increasing  the 
user’s  productivity  by  allowing  them  to  provide  direction  to,  and  receive  responses  from, 
the  computer  in  an  easier,  more  consistent  form.  Key  to  this  is  the  requirement  that  the 
user  interface  allows  both  the  computer  and  the  user  to  communicate  with  one  another 
using  vocabulary  drawn  from  the  problem  domain  (34:259-261). 

2.3.2  User  Interface  Design.  A  system’s  user  interface  is  more  frequently  becoming 
the  primary  factor  in  how  a  user  views  an  application’s  usefulness.  The  following  are 
generally  accepted  as  true  (34:258)  (9:Chapter  9): 

•  Well-designed  and  implemented  user  interfaces  can  add  flexibility  and  increase  user 
productivity. 

•  Poorly  designed  or  implemented  user  interfaces  can  allow  erroneous  data  entry,  the 
omission  of  vital  data  from  the  program’s  display,  cause  user  frustration,  or  loss 
of  productivity.  Under  such  circumstances,  a  potentially  valuable  application  may 
receive  diminished  use,  or  may  even  be  abandoned. 

Until  relatively  recently,  user  interface  design  issues  were  neglected.  Now,  however, 
the  user  interface  is  recognized  as  a  critical  component  of  system  design.  In  fact,  the  amount 
of  design  effort  devoted  to  the  user  interface  has  grown  steadily  as  system  designers  have 
come  to  recognize  its  important  role.  There  are  now  many  cases  where  the  lines  of  code 
to  implement  the  user  interface  outnumber  those  for  the  application  (20:50). 

In  general,  user  interface  design  must  be  user-centered,  focusing  on  the  user’s  back¬ 
ground,  training,  and  level  of  expertise  with  computer  systems.  User-centered  designs 
embody  the  following  principles  (34:259-260)  (20:52): 

•  They  are  designed  to  meet  the  user’s  needs  and  abilities,  and  do  not  force  the  user 
to  change  the  way  they  perform  their  work.  As  one  example  of  this,  the  terminology 
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used  in  the  design  comes  from  the  user’s  normal  language,  with  consistent  meanings 
for  objects  being  manipulated  by  the  c<5Hipttter  under  the  user’s  direction. 

•  They  provide  users  with  the  feeling  tha^'  they  control  the  computer’s  actions,  as  well 
as  navigational  aids  to  understand  whef ^  they  are  in  the  program  or  with  respect  to 
the  data  being  operated  upon. 

•  They  use  consistent  and  predictable  nnetitt  formats,  data  display  conventions,  and 
operator  command  procedures.  They  pfOvide  for  clear  and  concise  user  requests  and 
system  responses. 

•  They  provide  built-in,  readily  availabl^i  user-friendly  help  facilities.  The  amount 
of  help  available  from  the  application  is  user  and  context  sensitive,  matching  the 
information  provided  with  the  user’s  leV^^lof  expertise  and  the  application  procedure 
being  attempted. 

Such  designs  reduce  the  emphasis  on  th^  technological  principles  underlying  human- 
computer  communications.  This  recognizes  the  computer’s  capabilities  are  simply 
a  means  to  an  end,  reinforcing  the  view  of  the  computer  as  a  tool,  an  extension  of  a 
human’s  ability  to  interact  with  the  informati^a  being  presented  to  them  (34:260)  (20:57) 
(9:Chapters  8  and  9). 

2.4  Conclusions 

Considerable  debate  persists  over  the  relative  merits  of  the  various  image  registration 
techniques.  I,  however,  believe  that  all  of  thes^  Hicthiods  are  valuable,  complementary  tools 
available  for  the  clinical  diagnostician’s  evaluation  and  use.  For  example,  neurological  stud¬ 
ies  might  best  be  conducted  using  Pelizzari’s  ol.  automatic  surface-matching  techniques. 
On  the  other  hand,  the  thorax  and  abdomen’s  conaplex  and  asymmetrical  structures  de¬ 
mand  the  more  flexible  application  of  external  Jparkers  coupled  with  a  structure-matching 
approach  as  advocated  by  Maguire  et  al. 

The  processing  requirements  for  advan^^cd  computer  graphics  techniques  (such  as 
volume  rendering)  and  the  quantities  of  data  pf  odiiced  by  modern  medical  imaging  systems 
tax  today’s  most  powerful  computers.  Despite  cortiing  advances,  the  growing  amount  of 
data  available,  and  the  medically  useful  operations  that  will  be  performed  on  those  data, 
will  probably  continue  to  press  computers  an<i  software  to  tiieir  limits.  This  promises  to 
add  to  the  already  high  burden  placed  upon  the  user’s  of  these  systems,  pointing  up  the 
necessity  for  a  well-designed  user  interface. 


2.5  Summary 

The  literature  review  to  support  this  research  covered  two  aicas.  First,  the  clinical 
value  of  techniques  such  cis  composite  and  comparative  analyses  were  examined,  and  the 
various  forms  of  image  registration  were  compared.  Second,  owing  to  the  user  interface’s 
importance  in  as  visual  a  process  as  image  registration,  issues  were  presented  centering 
about  the  necessity  for  strong  design  emphasis  on  this  frequently  neglected  system  com¬ 
ponent.  In  the  next  chapter,  the  requirements  definition  for,  and  the  design  of,  an  image 
registration  system  are  detailed. 
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HI.  Image  Registration  System  Design 


This  chapter  describes  the  design  methodology  employed  to  incrementally  devise  an 
image  registration  system.  The  first  section  introduces  the  analysis  and  design  process  used 
during  this  effort,  and  includes  a  description  of  the  symbology  used  to  represent  certain 
design  aspects.  Next  I  provide  a  brief  architectural  perspective  of  the  overall  system  design. 
I  then  present  a  number  of  major  design  decisions  encountered  and  resolved  during  this 
development  effort.  Finally,  I  discuss  in  greater  detail  the  resulting  image  registration 
system’s  four  major  components. 

3.1  Introduction 

The  object-oriented  paradigm  was  followed  throughout  this  development’s  analysis, 
design,  and  implementation.  The  overriding  motivation  for  this  decision  was  the  require¬ 
ment  to  build  an  image  registration  tool  amenable  to  further  development  and  evolution 
(see  Section  1.4).  In  general,  as  a  system  matures,  its  required  functionality  may  change 
and  it  may  even  have  to  interact  with  new  objects.  The  original  objects  themselves  and 
their  interrelationships,  however,  tend  to  remain  relatively  stable.  An  object-oriented  ap¬ 
proach  may  therefore  make  the  image  registration  system  inherently  more  maintainable 
than  if  it  had  been  constructed  using  classical,  functional  techniques  (4:97).  The  results 
of  the  object-oriented  analysis  effort  are  recorded  in  a  series  of  Goad  diagrams.  Figure  3.1 
illustrates  the  symbology  used  in  these  diagrams. 

3.2  Overall  System  Architecture 

The  next  two  sections  present  the  results  of  the  context  and  problem  analyses  con¬ 
ducted  to  learn  more  about  the  image  registration  problem.  Once  design  and  implemen¬ 
tation  had  begun,  however,  deficiencies  in  my  first  analyses  became  apparent.  Revisiting 
the  analysis  resulted  in  a  number  of  significant  alterations,  not  only  in  the  organization  of 
the  entities  described  by  the  Goad  diagrams,  but  in  their  substance  as  well.  Examples  are: 

1.  The  design  decision  to  display  the  volume  data  as  slices,  not  as  surface  renderings, 
upon  which  landmarks  would  be  identified  (see  Section  3.3.1). 

2.  The  realization  that  landmarks  and  a  viewing  environment  were  attributes  of  each 
volume  to  be  registered. 
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Assembly  Structure 


Classification  Structure 


Instance  Connection 


Message  Connection 
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3.  The  realization  that  specifying  how  the  volume  visualization  subsystem  was  to  display 
its  final  image  was  really  an  implementation  issue,  not  a  design  issue,  and  therefore 
inappropriate  to  consider  at  this  level.  In  addition,  since  one  goal  of  the  overall  image 
registration  system  was  to  be  interoperable  with  any  number  of  post-processing  tools, 
such  as  a  surface  or  a  volume  renderer,  the  design  essentially  had  to  be  flexible  enough 
to  take  what  it  could  get. 

Based  upon  the  substantive  nature  of  these  changes,  it  was  appropriate  to  re-baseline  the 
system  using  the  updated  set  of  design  requirements.  To  provide  a  record  of  this 
development’s  evolution,  the  context  diagram  resulting  from  the  first  analysis  is  included 
at  Appendix  A.2  . 

3.2.1  Context  Analysis.  A  context  analysis  is  generally  performed  to  define  a  pro¬ 
posed  system’s  purpose,  and  to  identify  significant  system  level  requirements  (30:6).  The 
context  analysis  for  this  development  was  conducted  primarily  to  bound  the  image  regis¬ 
tration  problem  and  to  isolate  the  required  interfaces  to  and  from  the  system.  For  example, 
prior  to  this  analysis,  the  user  interface  was  considered  as  separate  and  wholly  secondary  to 
the  remaining  image  registration  system  components.  One  observation  during  the  analysis, 
however,  was  that  the  user  interface  was  very  much  involved  with  landmark  selection.  An 
adequate  user  interface,  capable  of  satisfying  the  requirements  for  this  image  registration 
tool,  was  not  available.  It  was  therefore  necessary  to  proceed  with  the  user  interface’s 
development  concurrently  with  that  of  the  image  registration  subsystem.  The  context  di¬ 
agram  for  the  overall  image  registration  system  is  shown  in  Figure  3.2.  The  entire  needs 
product  derived  from  this  analysis  is  in  Appendix  A.3. 

3.2.2  Problem  Analysis.  An  object-oriented  problem  analysis  is  generally  performed 
to  identify  the  entities  (objects  and  classes  of  objects)  that  form  the  problem  space  (4:46). 
A  major  feature  of  object-oriented  analysis  and  design  is  that  they  use  the  vocabulary 
from  the  problem  space  to  identify  these  entities.  The  image  registration  system’s  classes, 
objects,  and  methods  were  therefore  defined  using  standard  medical  image  processing  ter¬ 
minology.  In  the  first  step  of  this  process,  the  context  diagram  served  as  the  basis  for 
constructing  the  subject  layer,  as  indicated  in  Figure  3.3.  In  this  diagram,  the  entities  and 
interfaces  forming  the  image  registration  system  and  its  environment  were  used  to  define 
the  most  general  classes  modeling  aspects  of  the  problem  space.  Of  particular  note  is  the 
central  role  occupied  by  the  user  interface,  providing  further  Justification  arguing  for  its 
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Figure  3.2.  Image  Registration  System  Context  Diagram 
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importance  to  the  overall  system.  In  other  words,  without  a  well-designed  user  interface, 
the  image  registration  system’s  utility  would  have  been  diminished. 


3.  Volume  Dataset 


Figure  3.3.  Image  Registration  System  Subject  Lryer 

Having  prepared  the  system’s  subject  layer,  the  remaining  analysis  tasks  were  to 
identify  the  system’s  other  objects,  their  attributes  and  services,  and  the  structures  and 
relationships  they  form  with  one  another.  Attempting  to  capture  all  the  objects  and  their 
relationships  in  a  single  diagram,  however,  would  only  serve  to  create  a  confusing  analysis 
product.  In  this  case,  it  made  more  sense  to  represent  the  total  analysis  product  as  a 
hierarchy  of  diagrams,  with  a  single  top-level  diagram  supported  by  a  number  of  subordi¬ 
nate  diagrams,  as  required.  The  top-most  diagram,  shown  at  Figure  3.4,  therefore  strongly 
resembles  the  subject  layer,  but  with  each  general  class  possessing  subatantially  more  de¬ 
tail  regarding  its  attributes  and  behavior.  Each  subordinate  diagram,  shown  elsewhere  in 
this  chapter,  likewise  provides  the  additional  objects  and  relationships  associated  with  a 
particular  top-level  class. 


Figure  3.4.  Image  Registration  System  Top-Level  OOA 
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3.3  Design  Decisions 

Once  the  analyses  had  been  performed,  I  began  the  design  process,  incrementally 
adding  information  about  each  class’s  characteristics,  relationshipb,  and  functionality.  Dur¬ 
ing  this  phase  of  the  development,  several  system  options  were  considered,  generally  cen¬ 
tering  around  the  user  interface.  Its  primary  responsibilities,  displaying  volume  data  to 
the  user  and  determining  landmarks  within  that  volume,  became  the  driving  force  behind 
much  of  the  system’s  design.  The  following  sections  summarize  a  few  of  the  decisions  made. 

3.3.1  Data  Displayed  as  Slices.  I  chose  to  display  the  volume  data  to  the  user 
(for  later  landmark  selection)  as  a  series  of  single  slices,  as  discussed  in  Section  2.2.3.2, 
rather  than  by  presenting  renderings  of  some  surface  contained  within  the  volume  (see 
Section  2.2.3. 1).  Several  factors  influenced  this  decision. 

•  Surface  renderings  possess  inherent  inaccuracies  resulting  from  the  estimation  of  one 
particular  surface  within  a  volume. 

•  The  lack  of  an  immediately  available,  proven  surface  rendering  package. 

•  Displaying  slice  data  is  easier  than  generating  a  surface  rendering. 

3.3.2  Landmarks  Selected  from  Multiple  Slices.  As  mentioned  earlier,  the  objective 
of  this  research  was  to  demonstrate  image  registration  using  a  number  of  three-dimensional 
landmarks  identified  from  various  vo.xels  within  the  volumes  to  be  registered.  Crucial  to 
this  technique  was  the  requirement  that  the  user  be  able  to  unambiguously  locate  and 
select  any  particular  vo.xel  within  those  volumes.  I  felt  this  fle-xibility  would  enable  the 
user  to  more  accurately  select  landmarks,  and  thereby  increase  tlie  overall  accuracy  of  the 
image  registration.  Having  already  decided  the  data  was  to  be  displayed  in  slice  format,  I 
concluded  the  system  must  be  capable  of: 

•  Displaying  the  data  so  that  tlie  user  can  precisely  localize  any  anatomic  landmark 
or  external  marker  to  one  specific  vo.xcl.  In  order  to  meet  this  requirement,  the 
user  interface  must  display  images  with  suflicicnt  three-dimensional  context  so  that 
the  user  can  navigate  through  the  volume.  By  observing  a  particular  vo,\cl  from 
different  viewpoints,  the  user  can  more  easily  decide  if  it  most  accurately  represents 
the  desired  landmark.  Also,  the  user  is  not  confined  to  a  single  slice  in  the  search  for 
landmarks,  thus  ensuring  those  finally  selected  represent  the  best  po.s.sible  selections 
from  throughout  the  entire  volume. 
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•  Accurately  transforming  the  desired  landmark’s  screen  space  coordinates  into  ob¬ 
ject  space  voxel  coordinates.  Since  the  slice  data  displayed  represents  a  onc-for-onc 
mapping  from  screen  space  pixels  to  object  space  voxels,  this  transformation  is  ex¬ 
tremely  accurate  and  fast.  These  object  space  coordinates,  the  voxel’s  address  in 
the  three-dimensional  array  of  volume  data,  are  then  used  to  actually  determine  the 
registration  transformation. 

To  satisfy  these  requirements,  I  decided  to  select  a  MulliPlanar  Display  (MPD) 
technique  as  the  most  meaningful  method  to  display  the  medical  image  slice  data.  Such 
multiplanar  displays  may  be  thought  of  as  projecting  a  three-dimensional  object,  contained 
within  a  glass  box,  onto  the  box’s  six  faces.  If  the  box  is  unfolded,  all  faces  lie  on  the  same 
plane,  creating  a  top  view,  a  front  view,  a  bottom  view,  a  right  and  a  left  side  view,  and 
a  back  view. 

Because  of  the  display  screen’s  limited  viewing  area,  and  the  need  to  simultaneously 
display  views  of  both  volumes  to  be  registered,  only  four  of  these  six  views  arc  presented 
for  each  volume,  as  shown  in  Figure  3.5.  These  views  determine  the  slices  to  be  extracted 
from  each  volume  and  projected  onto  the  dedicated  viewing  areas  of  the  display  screen. 
The  four  views  chosen  represent  the  following  standard  projections  of  medical  imaging 
data,  as  further  illustrated  in  Figure  3.6. 

•  A  coronal  view,  corresponding  to  the  front  view. 

•  An  axial  view,  corresponding  to  the  bottom  view. 

•  A  right  sagittal  view,  corresponding  to  the  right  side  view. 

•  A  left  sagittal  view,  corresponding  to  the  left  side  view. 

3.3-3  Use  the  Entire  Volume  DatascL  The  datasets  used  by  this  system  are  saved 
as  a  series  of  flics  in  secondary  storage,  each  flic  containing  the  data  for  a  single  transverse 
slice  as  scanned  by  a  particular  medical  imaging  system.  There  arc  two  possible  ways  this 
data  may  be  loaded  into  the  computer  and  used  for  image  registration.  As  explained  in 
Section  2.2.3-2,  some  researchers,  such  as  Maguire  cl  ai^  load  only  one  slice  of  data  into 
main  memory  at  a  time,  performing  the  image  registration  based  upon  the  data  present  in 
that  one  slice.  Other  groups,  mentioned  in  Sections  2.2.3.1  and  2.2.4. 1,  load  all  the  slice 
flies  into  main  memory  at  the  same  time,  using  the  data  to  construct  an  internal  volume 
data  structure. 


Figure  3.5.  Two-Dimensional  View  Layout 
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Figure  3.6.  Orientation  of  Standard  Medical  Projections 
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I  chose  to  follow  the  latter  of  these  two  practices.  This  decision  was  driven  primarily 
by  user  interface  considerations.  As  stated  earlier,  a  major  goal  of  this  development  was 
to  provide  the  user  with  the  flexibility  to  select  the  necessary  landmarks  from  a  number 
of  different  views  of  the  volume.  To  reduce  the  amount  of  time  required  to  select  the 
landmarks,  it  was  necessary  to  display  a  number  of  these  slices,  interactively  determined 
by  the  user,  as  quickly  as  possible.  This  required  that  the  entire  volume  data  set,  from 
which  all  these  slices  are  extracted,  be  loaded  into  main  memory. 

3.3.4  Image  Registration  Technique.  The  last  major  design  decision  made  for  this 
effort  was  the  selection  of  the  actual  image  registration  technique.  As  stated  in  Section  1.4, 
a  major  goal  for  this  research  was  to  use  simple  three-dimensional  relationships  between 
landmarks  to  derive  an  image  registration  transformation.  This  registration  transformation 
can  then  be  used  to  modify  the  object  space  eyepoint  associated  with  the  volume  to  be 
registered.  The  new  eyepoint  represents  the  point  in  object  space  where  an  observer  must 
be  positioned  so  that  three-dimensional  views  of  both  the  reference  and  registered  volumes 
are  aligned. 

I  chose  to  approach  this  problem  in  a  manner  similar  to  the  computer  graphics 
technique  of  mapping  a  two-dimensional  texture  onto  a  three-dimensional  object,  as  dis¬ 
cussed  by  Paul  Heckbert  (13:57-60)  (43:236-237).  In  this  technique,  a  composite  mapping 
is  performed  from  two-dimensk  ^al  texture  space  to  two-dimensional  screen  space.  The 
projection  of  tlie  three-dimensional  object  onto  screen-space  is  assigned  values,  pixel  by 
pixel,  mapped  directly  from  texture  space.  That  mapping  is  determined  from  the  following 
equation: 


u  V  q 


X  y  1 


a  d  g 
b  e  h 
c  f  i 


(3.1) 


In  the  above,  q  and  i  are  global  scaling  factors  that  may  arbitrarily  be  set  to  1.  This 
leaves  eight  unknowns,  a  -  h,  that  may  be  determined  by  solving  an  8  x  8  system  of 
linear  equations.  These  equations  are  formed  using  four  texture  coordinates 
{(«,-, Ui)  j  0  <  i  <  3}  corresponding  to  four  screen  coordinates  {(*_,,%)  |  0  <  j  <  3}  from 
the  projected  three-dimensional  object. 


It  is  possible  to  perform  image  registration  with  as  few  as  three  landmarks,  using 
methods  such  as  Principal  Component  Analysis  (as  discussed  in  Section  2.2.3. 1).  Also,  by 
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using  the  angles  between  each  landmark,  in  addition  to  their  displacements  with  respect  to 
one  another,  the  registration  transformation  matrix’s  individual  components  may  be  de¬ 
termined.  However,  the  goal  of  this  research  was  to  focus  on  performing  image  registration 
using  only  simple  linear  relationships  between  the  landmarks.  I  therefore  extended  the 
texture  mapping  technique’s  use  of  four  ticpoints  and  applied  it  to  the  image  registration 
problem  in  a  method  hereafter  referred  to  zis  Landmark  Mapping.  In  this  method,  I  chose 
to  use  a  set  of  four  landmarks  {(*(,  J/,-,^0  I  0  <  i  <  3}  mapped  onto  another  set  of  four 
landmarks  {{xj,yj,Zj)  |  0  <  y  <  3}  by  the  following  relationship: 


x'i  y'i  z'i  w'i 


Xj  IJj  Zj  Wj 
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w,  w\  and  p  all  represent  global  scaling  factors  that  may  be  arbitrarily  set  to  1.  Also,  m, 
n,  and  o  represent  factors  that,  for  alTine  mappings,  are  set  to  0  (13:59).  The  resulting 
4x4  matrix 
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b  f  j  Q 
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(3.3) 


is  the  registration  transformation.  Its  remaining  coefiicients  may  be  empirically 
determined  using  the  two  sets  of  four  landmarks  to  solve  the  12  x  12  system  of  linear 
equations: 


3-12 


a:o2/o^ol  0000  0000  a 

0000  So  ^0-^0  1  0000  b 

0000  0000  So  ^/o  -2^0  1  c 

Si^i^il  0000  0000  d 

0000  Si  T/i-Ji  1  0000  e 

0000  0000  Si  7/1  zil  / 

*22/2^2!  0000  0000  g 

0  0  0  0  S2  7/2  iJ2  1  0  0  0  0  h 

0000  0000  S2  7/2  -2^2  1  i 

*3  2/3  1  0  0  0  0  0  0  0  0  j 

0  0  0  0  S3  7^3  Z3  1  0  0  0  0  fc 

0000  0000  S3  7/3  Z3I  I 

This  equation  is  in  the  standard  format  Ax  =  B,  which  is  readily  solved  using  such 
Gaussian  elimination  techniques  as  1 17  Decomposition.  Once  this  algorithm  determines 
the  registration  transformation,  it  may  be  used  to  complete  the  image  registration 
process,  as  discussed  earlier. 

Constructing  the  registration  transformation  matrix  in  this  way  allows  the  introduc¬ 
tion  of  distorting  scaling  and  shearing  (affine)  transformations,  as  well  as  rotation  and 
translation  (rigid  body)  transformations.  Some  researchers,  such  as  Toennies  et  a/.,  at¬ 
tempt  to  limit  their  transformations  to  only  rotations  and  translations  (40).  On  the  other 
hand,  researchers  such  as  Maguire  et  al  and  Ratib  et  «/.,  actively  seek  the  scaling  and 
shearing  components  (19)  (27).  A  simplifying  assumption  made  in  Section  1.5,  that  all 
datasets  used  by  this  system  must  possess  the  same  dimensions,  eliminates  a  major  source 
of  scaling  (as  might  be  encountered  by  registering  volumes  based  upon  256  x  256  and 
512  X  512  voxel  axial  slices).  However,  I  chose  not  to  further  constrain  the  registration 
transformation  to  only  rotations  and  translations  for  two  reasons.  First,  such  a  restriction 
would  require  extensive  modifications  to  the  above  algorithm  to  prevent  the  introduction 
of  scaling  and  shearing  components.  Second,  this  would  allow  for  a  greater  level  of  exper¬ 
imentation  as  to  the  effects  of  these  affine  distortions  and  an  analysis  of  their  impact  on 
this  technique’s  clinical  utility. 
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3.4  Major  System  Elements 

In  the  following  sections,  each  component  defined  in  the  subject  layer  (Figure  3.3) 
is  described  in  greater  detail.  As  previously  stated,  two  of  the  four  individual  components 
are  further  described  by  subordinate  diagrams,  introducing  additional  objects  and  rela¬ 
tionships  not  shown  on  the  problem  analysis’s  top-most  diagram.  In  the  case  of  the  image 
registration  and  volume  visualization  subsystems,  the  objects,  attributes,  and  behavior 
noted  on  the  top-level  diagram  possess  the  right  level  of  detail. 

3.4-1  Image  Registration  Subsystem.  The  image  registration  subsystem’s  primary 
function  is  to  abstract  the  details  of  image  registration  from  the  remainder  of  the  system’s 
entities.  It  was  therefore  designed  to  present  a  common  interface  to  the  other  components, 
regardless  of  the  actual  methods  it  incorporates  to  perform  its  functions.  The  image 
registration  subsystem’s  interface  requirements  are  met  as  follows: 

•  Input.  The  input  to  the  image  registration  system  is  a  list  of  landmarks,  one  from 
each  volume  to  be  registered. 

•  Output.  The  output  from  the  image  registration  system  is  a  matrix  representing  the 
transformation  required  to  register  one  volume  with  a  reference  volume. 

Services  offered  by  the  image  registration  subsystem: 

•  Allow  the  user  to  select  an  image  transformation  method  from  those  available  to 
the  image  registration  subsystem.  The  primary  method  to  be  used  for  this  research 
will  be  the  landmark  mapping  technique  discussed  in  Section  3.3.4.  Even  so,  the 
subsystem  was  designed  to  accommodate  additional  techniques. 

•  Apply  the  selected  image  registration  technique  to  the  lists  of  landmarks  input  to 
the  subsystem. 

•  Allow  the  user  to  process  the  volume  visualization  system’s  RLE  images,  resulting 
from  the  requested  registration  of  both  volumes,  through  composite  or  comparative 
analysis  routines.  This  creates  a  single  image  that  demonstrates  the  desired  analysis 
of  the  registered  volumes. 

3.4.3  Volume.  The  image  registration  system  forms  an  internal  volume  data  struc¬ 
ture  for  each  set  of  medical  imaging  slice  files. 
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3.4.2. 1  Attributes.  A  volume  is  composed  of  a  three-dimensional  array  of  vox¬ 
els,  and  so  has  as  an  attribute  the  array’s  x,  y,  and  z  dimensions.  Each  voxel  has  as  an 
attribute  a  density  value,  determined  by  the  medical  imaging  scanner,  associated  with  the 
corresponding  point  in  patient  space.  In  addition,  a  slice  may  be  extracted  from  the  vol¬ 
ume,  and  is  composed  of  a  two-dimensional  array  of  voxels  lying  on  a  plane  orthogonal  to 
one  of  the  volume’s  major  axes.  Therefore,  along  with  its  dimensions,  the  slice  also  has  as 
an  attribute  its  orientation  with  respect  to  the  volume. 

In  addition,  each  volume  to  be  registered  has  a  viewing  environment  and  a  list  of 
landmarks  associated  with  it.  Each  landmark  in  the  list  has  as  attributes  the  voxel’s 
address  (the  x,  y,  and  2  coordinates  of  the  matrix  position  occupied  by  that  voxel)  and  the 
landmark’s  type  (e.g.,  anatomical  landmark,  external  marker)  and  name  as  identified  by 
the  user.  The  viewing  environment  has  as  an  attribute  the  eyepoint’s  three-dimensional 
location  in  object  space  with  respect  to  the  volume’s  origin. 

3. 4.2.2  Methods  and  Relationships.  Each  of  these  objects  possess  methods  to 
modify  or  retrieve  their  various  attributes.  In  addition,  the  volume  object  has  a  method  to 
load  the  data  from  the  computer’s  secondary  storage  into  the  data  structure.  The  voxel, 
slice,  and  volume  objects,  as  well  as  the  volume’s  landmark  list  and  view  environment 
objects,  are  related  as  illustrated  in  Figure  3.7. 

3.4.3  User  Interface.  The  image  registration  system’s  user  interface  was  designed 
to  assist  the  user  by  performing  the  following  tasks. 

1.  Data  Display.  Projections  of  the  two  volumes  to  be  registered,  along  the  three  major 
axes  in  scanner  space,  are  displayed  to  the  user  in  four  dedicated  two-dimensional 
views,  as  discussed  in  Section  3.3.2.  The  user  can  choose  any  slice,  from  the  entire 
sequence  of  slices  along  each  axis,  to  display  in  these  two-dimensional  views.  A 
rendering  of  the  entire  volume  can  be  displayed,  as  discussed  in  Section  1.2.15,  in  a 
dedicated  three-dimensional  view. 

2.  Landmark  Identification.  Each  slice  displayed  in  one  of  a  volume’s  two-dimensional 
views  may  contain  any  number  of  readily  recognizable  anatomical  structures  or  ex¬ 
ternal  markers.  The  user’s  task  is  to  unambiguously  correlate  a  potential  landmark 
in  one  view  with  the  same  structure  or  marker  observable  in  views  from  tlie  other 
volume.  Once  the  user  decides  a  particular  landmark  is  acceptable  for  image  regis¬ 
tration,  the  corresponding  voxel  must  be  identified  to  the  system.  The  user  docs  this 
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Figure  3.7.  Volume  Class  OOA 
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by  overlaying  a  crosshair  onto  the  landmark  and  designating  the  voxel’s  screen  space 
coordinates  using  the  system  mouse. 

This  dual  purpose  is  therefore  reflected  in  the  user  interface’s  attributes,  methods,  and 
relationships. 

3.4-3. 1  Attributes.  To  carry  out  the  above  functions,  the  user  interface  is 
associated  with  the  two  volumes  to  be  registered.  For  each  of  the  two  volumes,  it  generates 
and  manages  four  two-dimensional  views  (as  described  in  Section  3.3.2)  and  a  single  three- 
dimensional  view.  Each  two-dimensional  view  has  as  attributes  the  orientation  of  slices 
it  can  display  and  the  sequence  number  of  the  slice  currently  being  displayed.  Every 
view  is  associated  with  a  crosshair  display  screen  cursor,  controlled  by  the  system  mouse, 
possessing  the  attributes  of  the  display  screen  pixel  coordinates,  and  the  corresponding  voxel 
coordinates,  currently  being  pointed  to.  While  the  crosshair  controls  the  user’s  interaction 
with  a  view,  menus  control  the  activities  occurring  within  the  view.  The  final  component, 
the  command  bar,  controls  the  overall  image  registration  system  and  displays  information 
regarding  the  landmark  lists  as  they  are  developed. 

3. 4.3.2  Methods  and  Relationships.  The  user  interface  possesses  methods  to 
build  the  two-dimensional  and  three-dimensional  views,  as  well  as  to  build  the  command 
bar.  Once  these  objects  have  been  constructed,  another  method  manages  the  user  interface. 
Finally,  when  the  user  has  finished  with  the  image  registration  system,  another  method 
destroys  the  user  interface. 

Each  user  interface  view,  and  the  command  bar,  is  a  separate  window  controlled 
by,  and  uses  a  number  of  methods  to  communicate  with,  the  hardware  platform’s  window 
manager.  Each  object  possesses  a  method  to  construct  and  destroy  itself,  opening  and 
closing  the  windows  with  which  the  user  interacts  with  the  system.  Between  those  two 
events,  each  object  has  a  method  to  interact  with  the  system  mouse,  thus  allowing  the 
user  to  control  the  activities  occurring  within  each  view  or  the  command  bar.  Each  object 
also  has  methods  to  modify  and  refresh,  as  needed,  the  images  and  text  displayed  within 
the  view  or  command  bar.  Finally,  each  object  has  a  method  to  capture  an  image  of  itself 
and  save  that  image,  as  a  file  on  secondary  storage,  for  later  display. 

In  addition,  each  two-dimensional  view  also  provides  methods  to  allow  the  user  to 
navigate  through  the  volume  along  the  axis  perpendicular  to  that  view’s  orientation,  dis¬ 
playing  slices  scqucnti<ally  or  at  random.  Each  three  dimensional  viewing  area  also  provides 
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methods  to  allow  the  user  to  display  the  RLE  images  created  of  that  volume  by  the  volume 
visualization  subsystem.  The  crosshair  and  menus  associated  with  each  two-dimensional 
view  provide  methods  to  add  landmarks  to,  and  delete  them  from,  the  landmark  list  as¬ 
sociated  with  each  volume  being  registered.  The  user  interface  (and  its  views,  command 
bar,  crosshair,  and  menus),  as  weU  cis  the  hardware  platform’s  mouse  and  keyboard,  are 
related  as  illustrated  in  Figure  3.8. 


Figure  3.8.  User  Interface  Class  OOA 


3.4-4  Volume  Visualizalion  Subsystem.  As  the  final  step  in  the  process,  the  regis¬ 
tration  transformation  generated  by  the  image  registration  subsystem  must  be  applied  to 
the  viewing  parameters  for  one  of  the  volumes  being  registered.  As  indicjited  in  Sections  l.-l 
and  3.2,  this  would  allow  corresponding  views  of  the  registered  volumes  to  be  displayed 
as  three-dimensional  surface  or  volume  renderings.  The  image  registration  .system  was 
designed  to  use  a  surface  rendering  tool  developed  by  Capt  Parrott  (2-3)  and  a  volume  ren¬ 
dering  tool  developed  by  Captain  Brightbill  (2)  under  separate  A  FIT  research  efforts.  A 
static  interface  bctw'ccn  these  tools  is  the  only  one  possible  at  this  time.  Both  visualization 
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tools  were  designed  for,  and  implemented  using,  the  Sun  and  SPARC  architectures,  which 
is  incompatible  with  the  architecture  used  for  this  research  (see  Section  4.2.1  for  a  more 
complete  discussion  of  this  system’s  platform  requirements).  The  volume  visualization 
tools’  interface  requirements  are  met  as  follows: 

1.  Input.  The  image  registration  system  builds  a  command  line  argument  from  the 
same  file  information  used  to  initially  load  the  datasets  for  this  system.  This  is  done 
for  each  volume  used  for  the  registration  process. 

2.  Input.  The  image  registration  system  also  constructs  a  control  file,  containing  default 
parameter  settings,  for  each  volume  used  in  the  registration  process.  These  default 
values  include  opacity  and  color  values,  as  well  as  an  initial  eyepoint  position,  to  be 
used  by  the  volume  visualization  tool  to  build  the  desired  images.  The  output  of 
the  image  registration  subsystem,  the  calculated  registration  transformation,  is  then 
used  to  modify  the  registered  volume’s  eyepoint  position. 

3.  Processing.  Using  the  command  line  arguments  previously  constructed,  the  image 
registration  system  executes  operating  system  routines  to  initiate  the  volume  visual¬ 
ization  tool’s  processing  of  each  volume. 

4.  Output.  The  output  from  each  volume’s  rendering  is  saved  as  an  RLE  file  onto 
secondary  storage  for  later  use. 

Services  offered  by  the  volume  visualization  subsystem: 

•  Allow  the  user  to  select  either  the  surface  rendering  or  volume  rendering  tools  for 
displaying  the  final  images  of  the  registered  volumes. 

•  Alert  the  user  when  the  resultant  RLE  files  have  been  created  and  stored  by  the 
selected  volume  visualization  tool. 

3.5  Summary 

This  chapter  presented  a  brief  overview  of  tlie  analysis  and  design  process  used  to 
better  understand  and  design  a  solution  for  the  image  registration  problem.  Following  a 
brief  overview  of  the  system’s  design,  I  discussed  the  major  design  decisions  made  for  this 
development  effort.  Finally,  I  described  the  image  registration  system's  design  from  the 
standpoint  of  its  four  major  components.  The  design  advanced  in  this  chapter  .served  as  a 
starting  point  for  the  solution’s  implementation  as  prc.sentcd  in  the  next  chapter. 
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IV.  Image  Registration  System  Implementation 


4.1  Overview 

This  section  discusses  the  process  taken  to  translate  the  analysis  and  design  products 
presented  in  the  previous  chapter  into  an  operational  system.  The  chapter  begins  with  a 
brief  description  of  the  hardware  platform  and  software  development  environment  and 
philosophy  under  which  this  system  was  developed.  I  next  outline  the  sequence  of  events 
taken  to  successively  add  functionality  to  the  system.  The  chapter  concludes  with  an 
overview  the  system’s  input  requirements  and  operation.  This  chapter  also  demonstrates 
the  user’s  interaction  with  the  system  and  the  results  of  the  image  registration  process. 

4-2  Implementation  Environment 

4.2.1  Hardware  Platform.  The  image  registration  system  was  developed  for  use 
primarily  on  the  Silicon  Graphics,  Inc.  (SGI),  Power  Series  4D/310GTX  computer  graphics 
workstation  located  in  the  AFIT  computer  graphics  laboratory.  In  addition,  the  system  is 
operational  on  the  4D/85GT  or  the  Personal  Iris  4D/35  also  available  in  the  lab,  although 
at  greatly  reduced  performance. 

4.2.2  Software.  Whenever  possible,  I  used  e.xisting  software,  or  software  being  de¬ 
veloped  for  other  applications,  rather  than  creating  my  own  packages  to  provide  the  same 
functionality  (e.g.,  an  already  developed  doubly  linked  list  data  structure  for  the  list  of 
landmarks,  and  a  modified  LU  decomposition  algorithm  for  the  image  registration  sub¬ 
system).  In  addition,  I  modeled  many  aspects  of  the  software  generated  for  this  research 
after  a  widely  used  general  purpose  rendering  (GPR)  package  previously  developed  in  the 
AFIT  computer  graphics  laboratory.  Several  ideas  from  that  system  were  incorporated 
into  my  own  design,  such  as  abstracting  viewing  environment  parameters  into  a  separate 
class.  These  reused  design  elements  and  software  components  will  reduce  the  amount 
of  effort  required  of  future  researchers  to  understand  this  system’s  design.  In  turn,  this 
will  hopefully  improve  their  results  as  they  use,  modify,  or  extend  this  software  for  new 
applications. 

C-1-1-  was  chosen  as  the  computer  language  best  suited  for  this  development.  The 
following  factors  were  taken  into  consideration  for  this  decision. 

1,  There  are  many  computer  graphics  software  tools  available  that  have  already  been 

written  in  C,  a  language  similar  to  and  compatible  with  C++.  Many  of  these  tools  arc 
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already  available  on  the  hardware  systems  for  wliich  the  image  registration  software 
was  developed. 

2.  There  is  a  great  quantity  of  medical  image  processing  software  already  available  in 
the  medical  and  academic  communities,  the  preponderance  of  which  is  written  in  C 
and  C“| — h* 

3.  C++  is  quickly  becoming  accepted  as  the  de  facto  standard  for  many  object-oriented 
design  and  development  efforts,  the  approach  chosen  for  this  project. 

4.  C++  is  the  AFIT  computer  graphics  laboratory’s  standard  high-order  programming 
language. 

4.2.3  Implementation  Philosophy.  I  implemented  the  image  registration  system  us¬ 
ing  an  incremental,  top-down  approach.  An  initial  system  was  assembled  from  the  specifi¬ 
cations  derived  for  each  of  the  major  classes  of  objects  identified  from  the  previous  analysis 
and  design  efforts.  The  primary  goal  of  this  step  was  to  establish  inter-object  relation¬ 
ships  and  each  object’s  service  methods,  allowing  me  to  resolve  any  interface  issues  before 
adding  the  comple.xity  of  functional  code.  Following  that,  additional  layers  of  functionality 
were  successively  added  to  the  system.  Between  each  increment,  I  performed  some  lim¬ 
ited  testing  to  ensure  the  desired  features  had  been  correctly  implemented  and  previously 
functioning  software  had  not  been  corrupted. 

My  overall  goal  was  to  secure  an  operational  system  as  quickly  as  possible.  This  al¬ 
lowed  me  to  e.xperiment  with  different  ideas  and  new  functionality  on  a  continually  working 
system.  In  addition,  the  program’s  earlier  versions  were  used  extensively  in  researching 
various  aspects  of  the  volume  datasets  being  used  for  this  and  other  AFIT  research  ef¬ 
forts.  Most  importantly,  this  allowed  me  to  demonstrate  the  user  interface  and  obtain 
feedback  regarding  changes  to  the  data’s  presentation  or  nece.ssary  additions.  This  prac¬ 
tice  is  commonly  referred  to  as  rapid  prototyping,  and  is  widely  used  when  there  is  some 
uncertainty  as  to  the  system’s  true  requirements  (15:272  273).  Thus,  I  was  able  to  satisfy 
the  final  system’s  requirements  through  a  logical  succession  of  progressively  more  advanced 
iterations. 

4.3  Image  Registration  System  Development 

The  image  registration  system’s  development  took  shape  over  six  distinct  pha.scs. 
The  fir't  and  second  phases  were  concerned  with  obtaining  a  minimally  functional  user 
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interface  and  displaying  medical  image  data.  The  third  and  fourth  demonstrated  the  ability 
to  interact  with  the  system  and  identify  landmarks.  The  final  two  phases  implemented  the 
actual  image  registration  processing  and  displayed  the  results  to  the  user  as  surface  or 
volume  renderings.  The  following  sections  recount  these  activities  in  greater  detail. 

4-3-1  User  Interface  Construction.  The  first  step  in  the  image  registration  system's 
development  was  to  build  the  a.xial,  coronal,  and  sagittal  two-dimensional  views  discussed 
in  Section  3.3.2.  .'\.t  this  point,  three-dimensional  viewing  areas  for  each  volume  and  a 
command  bar  to  control  system  operation  were  created  but  were  not  yet  functional.  The 
cornerstone  to  this  portion  of  the  design  was  the  availability  of  a  general  purpose  window 
manager  built  for  another  AFIT  research  efibrt  by  Captain  Simpson  (33).  His  object- 
oriented  window  management  system  integrated  together  the  SGI's  e.\tensive  graphics 
library  of  customized  routines  for  performing  low-level  window,  mouse,  and  cursor  control. 
The  window  management  system  provided  a  Text  Window  class,  which  created  a  window- 
capable  of  displaying  static  and  dynamic  tc.Kt  strings.  I  derived  from  this  class  a  6’scr 
Interface  Window  class  that  combined  its  parent's  capabilities  with  attributes  and  methods 
common  to  my  user  interface’s  objects.  It  was  from  this  user  interface  window  sub-class 
that  I  derived  the  two-  and  three-dimensional  view  and  the  command  bar  objects.  C-f-f 
specifications  for  these  classes  are  in  Appendix  B.l. 

Another  aspect  of  this  phase  was  the  integration  of  the  high  level  classes  identified 
from  the  analysis  and  design  effort  with  the  main  driver  program.  This  simple  sequence 
of  instructions  first  constructed  instances  of  the  volume  class  by  loading  into  memory  the 
requested  slice  data  located  in  secondary  storage.  Then,  in  addition  to  constructing  the 
previously  mentioned  user  interface  object,  it  created  rudimentary  objects  from  the  image 
registration  and  volume  visualization  subsystem  classes.  Once  this  initial  system  was  fully 
operational,  it  formed  the  skeleton  upon  which  the  remaining  image  registration  system 
elements  w*ould  be  attached. 

.f.3.2  Displaying  Slice  Data.  Following  development  of  the  basic  user  interface  ob¬ 
jects,  it  was  necessary  to  begin  displaying  actual  data  to  the  user  through  the  interface. 
This  involved  two  separate  steps,  obtaining  slices  of  data  from  the  volume  object,  and 
displaying  the  slice  in  the  appropriate  two-dimensional  view.  In  the  first  step,  each  two- 
dimensional  view  has  associated  with  it  a  slice  object  storing  the  data  to  be  displayed  within 
the  view.  Each  slice  has  an  orientation  attribute  that  dictates  how  the  slice  may  copy  data 
from  the  volume.  In  other  words,  a  coronal  two  dimensional  view  only  displays  a  slice  of 


data  extracted  from  a  coronal  plane  through  the  volume.  The  specific  orthogonal  plane  of 
voxels  accessed  is  determined  by  the  two-dimensional  view’s  slice  number  attribute,  which 
tracks  the  view’s  depth  in  the  volume  as  the  user  moves  it  along  the  viewing  axis.  The 
two-dimensional  view’s  depth  is  controlled  using  mouse  buttons,  with  which  the  user  can 
increment  or  decrement  the  view’s  slice  number  and  cause  either  the  next  or  the  last  slice 
to  be  displayed.  In  addition,  the  user  has  the  option  of  directly  requesting  a  slice  from 
elsewhere  in  the  sequence.  C-l-l-  specifications  for  these  classes  are  in  Appendix  B.2. 

I  arbitrarily  chose  to  select  and  display  the  slice  one-third  of  the  way  into  the  volume 
along  each  view’s  axis  every  time  the  user  interface  is  created.  In  addition,  I  also  decided 
to  maintain  in  memory  the  slice  just  before  and  just  after  the  slice  being  displayed.  This 
wou  .  allow  the  view  to  rapidly  display  the  next  or  last  slice  in  the  sequence  while  the 
system  copies  the  new  next  or  last  slice.  This  was  a  trade-off  in  that  no  user  interaction 
would  be  possible  until  the  new  slice  had  been  extracted,  but  at  least  the  user  would  be 
able  to  spend  that  time  examining  the  desired  slice  for  landmarks.  The  alternative  would 
have  been  for  the  user  to  watch  a  blank  screen  or  the  old  slice  while  waiting  for  the  system 
to  extract  and  display  the  desired  slice. 

The  second  aspect  of  this  phase  was  the  actual  display  of  slice  data  in  the  two- 
dimensional  views.  Knowing  the  view’s  dimensions  as  well  as  those  of  the  slice,  referenced 
in  screen  space  by  (w,  «)  coordinates,  it  is  possible  to  center  the  slice  within  the  view.  In 
addition,  for  those  slices  that  exceed  the  view’s  dimensions,  the  data  on  the  slice’s  fringes  is 
clipped  away  before  being  displayed.  Each  voxel  in  the  slice  is  then  sequentially  accessed, 
and  its  density  value  is  used  to  set  the  color  of  the  corresponding  display  screen  pixel. 
Implicit  to  this  operation  is  the  simplifying  assumption  that  the  volume’s  voxels  have  the 
same  dimensions  as  the  display  screen’s  pixels.  At  this  point  in  the  development,  the  user 
interface  was  able  to  display  four  orthogonal  views  for  each  volume,  allowing  the  user  to 
completely  examine  the  volume  dataset’s  appearance. 

4-3. 3  Interacting  with  Slice  Data.  The  next  phase  in  the  implementation  was  to 
provide  the  ability  to  interact  with  the  slice  data  being  displayed  within  each  view.  The 
first  step  was  to  present  indicators  in  each  view  to  orient  the  user  within  the  volume. 
Each  two-dimensional  view’s  slice  number  is  used  to  display  the  common  voxel  coordinate 
lying  in  the  slice  plane  (e.g.,  the  2  coordinate  in  the  axial  view).  The  mouse-driven  system 
cursor’s  position  is  regularly  sampled,  and  its  screen  position  is  translated  into  object  space 
coordinates,  thus  providing  the  remaining  coordinates  for  the  voxel  lying  immediately 
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beneath  the  cursor.  Thus,  as  the  user  moves  the  mouse,  the  cursor  moves  across  the 
slices  displayed  in  each  two-dimensional  view,  and  a  voxel  address  display  for  each  view  is 
continually  updated. 

The  second  element  of  interaction  was  to  allow  the  user  to  select  a  single  voxel  from 
the  slice  being  displayed  in  each  two-dimensional  view.  To  acknowledge  the  selection,  the 
view  displays  the  density  value  for  the  voxel  immediately  beneith  the  cursor  when  the 
user  depresses  the  right  mouse  button.  While  the  mouse  button  is  held  down,  the  voxel 
address  display  and  density  value  for  that  view  are  frozen  regardless  of  any  mouse  motion. 
With  this  addition  to  the  system,  it  was  now  possible  to  begin  sampling  individual  voxels 
contained  anywhere  within  the  volume  dataset. 

4.3.4  Identify  Landmarks.  The  next  step  was  to  capitalize  on  the  functions  pro¬ 
vided  by  the  user  interface  to  create  and  track  landmarks  in  each  of  the  two  volumes  to 
be  registered.  Two  new  objects  were  introduced  and  another  was  modified  to  support  this 
system  function.  The  first  new  object  was  a  crosshair  associated  with  each  view  to  replace 
the  SGI’s  system  cursor.  The  crosshair  was  designed  to  assist  the  user  to  locate  and  select 
a  single  desirable  voxel  from  its  corresponding  pixel.  The  second  new  object  was  a  list 
of  landmarks  associated  with  each  volume.  Each  landmark  added  to  the  list  represents 
a  single  voxel  within  that  volume,  and  stores  that  voxel’s  coordinates  and  a  short,  user 
supplied  identifier.  C-l-l-  specifications  for  these  classes  are  in  Appendix  B.3. 

Each  two-dimensional  view’s  crosshair  provides  a  menu  driven  interface  with  the  land¬ 
mark  list  associated  with  the  same  volume  as  the  view  being  interacted  with.  Menu  options 
allow  the  user  to  add  the  landmark  to  the  list,  to  delete  a  previously  designated  landmark 
from  the  list,  or  to  clear  the  landmark  list  entirely.  Also  at  this  time,  the  command  bar 
was  upgraded  to  display  the  coordinates  and  names  for  the  first  few  landmarks  on  the  lists 
being  developed  for  both  volumes.  Once  landmark  lists  were  available,  it  was  possible  to 
begin  adding  to  the  two  remaining  system  level  entities  required  for  the  image  registration 
system’s  operation,  the  image  registration  and  volume  visualization  subsystems. 

4.3.5  Perform  Image  Registration.  The  image  registration  subsystem  presents  a 
common  interface  and  set  of  functions  to  the  rest  of  the  system,  yet  the  actual  registration 
may  be  performed  by  more  than  one  technique.  I  incorporated  this  encapsulation  to  enable 
users  of  the  image  registration  system  to  experiment  with  a  number  of  different  types  of 
image  registration  techniques.  As  a  first  attempt,  however,  I  implemented  the  landmark 
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mapping  technique  introduced  in  Section  3.3.4.  C++  specifications  for  these  classes  are  in 
Appendix  B.4. 

The  landmarks  for  each  volume  are  used  solely  according  to  their  position  in  their  re¬ 
spective  lists  by  the  image  registration  subsystem.  In  other  words,  the  landmark  mapping 
method  uses  the  first  four  landmarks  of  each  landmark  list,  taken  in  sequence,  to  repre¬ 
sent  four  corresponding  str  ictures  in  the  two  volumes.  The  two  sets  of  four  landmarks 
are  then  used  by  the  landmark  mapping  algorithm  to  calculate  the  image  registration 
transformation. 

4.3.6  Render  Registered  Volumes.  Like  the  image  registration  subsystem,  the  vol¬ 
ume  visualization  subsystem  presents  a  common  interface  and  set  of  functions  to  the  rest 
of  the  system,  yet  it  is  designed  to  permit  the  use  of  a  number  of  surface  and  volume 
rendering  tools.  I  incorporated  this  encapsulation  for  two  reasons.  First,  this  flexible 
interface  will  allow  new  techniques  to  be  incorporated  into  the  system  more  quickly  and 
with  less  possible  damage  to  other  software  components.  Second,  this  will  allow  a  choice 
from  a  collection  of  renderers  depending  on  factors  important  to  the  user,  such  as  required 
rendering  speed,  resolution,  and  transparency  or  shading  effects.  As  a  first  attempt,  how¬ 
ever,  I  implemented  an  interface  to  Capt  Parrott’s  surface  rendering  system  as  discussed 
in  Section  3.4.4.  C++  specifications  for  these  classes  are  in  Appendix  B.5. 

The  registration  transformation  returned  from  the  image  registration  subsystem  is 
passed  to  the  volume  visualization  subsystem  along  with  the  eyepoint  location  from  which 
the  user  wishes  to  view  the  volumes.  The  eyepoint  parameter  for  the  second  volume  is 
then  modified  by  the  transformation  matrix.  This  determines  the  position  in  object  space 
where  the  eyepoint  needs  to  be  located  so  the  second  volume’s  rendering  is  correctly  aligned 
with  that  of  the  first  volume.  The  eyepoints  for  each  volume  are  then  incorporated  into 
control  files  containing  start-up  parameters  used  by  the  selected  rendering  tool.  After 
the  renderer  has  completed  its  processing  for  each  volume,  it  saves  the  resulting  image 
to  secondary  storage.  The  user  interface  can  then  display  those  images  in  each  volume’s 
three-dimensional  viewing  area. 

4.4  Overview  of  System  Operations 

In  the  previous  section,  I  discussed  the  details  behind  the  image  registration  system’s 
implementation,  describing  the  individual  entities  and  functions  u.sed  to  build  the  .system. 
That  presentation  of  the  system’s  components,  however,  would  be  incomplete  without 
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providing  some  idea  of  the  image  registration  process  in  actual  practice.  Therefore,  in  this 
section,  I  briefly  outline  the  system’s  input  requirements  and  the  sequence  of  events  taken 
to  register  two  volumes  of  medical  imaging  data. 

In  the  accompanying  photographs,  the  medical  imaging  data  displayed  is  of  a  CT  scan 
of  a  human  female  thorax,  stored  as  a  series  of  30  transverse  slices.  Each  slice  is  composed 
of  240  voxels  in  the  x-dimension  and  164  voxels  in  the  y-dimension.  The  dataset  was 
provided  by  Vital  Images,  Inc.,  of  Fairfield,  lA. 

4.4-  i  System  Input.  The  image  registration  system  requires  only  two  input  sources, 
the  two  volume  datasets  to  be  registered  and  a  control  file  for  each  volume  describing  the 
dataset’s  format.  The  control  files  are  referenced  in  the  command  tine  used  to  initiate  the 
program’s  execution.  The  system  operates  upon  volume  datasets  organized  as  a  series  of 
transverse  slices.  Each  slice  occupies  a  separate  file  located  on  the  computer’s  secondary 
storage,  and  is  named  simply  with  its  sequence  number  within  the  series  of  slices  composing 
the  volume  dataset.  Each  volume  dataset  is  located  in  a  separate  subdirectory. 

4.4- 2  System  Execution.  Once  the  above  input  requirements  are  satisfied,  the  pro¬ 
gram  is  executed.  The  first  step  in  the  process  is  the  construction  of  a  volume  object 
for  each  dataset  being  registered.  Following  this,  the  user  interface  constructs  its  two- 
dimensional  views,  three-dimensional  views,  and  command  bar.  At  this  time,  the  two- 
dimensional  views  display  the  slices  of  data  initially  extracted  from  each  volume,  as  shown 
in  Figure  4.1. 

Note  the  single  voxel  address  coordinate  displayed  to  the  user  prior  to  any  interaction 
with  the  data.  This  value  represents  the  coordinate  of  all  voxels  lying  on  the  slice  being 
displayed,  and  is  one  less  than  the  slice  number.  This  dilFerence  stems  from  the  tradi¬ 
tional  practice  of  numbering  slices  starting  from  ‘1,’  but  the  equally  traditional  practice  of 
assigning  the  first  voxel  in  the  volume  the  coordinates  [0,  0,  0). 

In  Figure  4.2  the  user  has  begun  interacting  with  the  slice  data  presented  in  the 
first  volume’s  axial  two-dimensional  view.  An  important  point  to  note  is  the  crosshair’s 
transparent  center,  allowing  the  voxel  being  interacted  with  to  show  through.  This  is  a 
useful  feature  when  trying  to  identify  boundaries  or  other  abrupt  changes  in  the  slice. 

The  next  step  is  for  the  user  to  determine  if  there  are  desirable  landmarks  present 
in  the  slice  displayed  by  the  two-dimensional  view.  If  not,  then  the  user  has  the  choice  of 
selecting  the  next  or  the  last  slice  in  the  sequence  or  requesting  a  slice  from  a  completely 
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Figure  4.1.  Initial  User  Interface  Display 
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Figure  4.2.  Closeup  of  Crosshair 


(lifFerent  portion  of  the  volume.  Once  the  user  has  identified  a  potential  landmark,  the 
desired  voxel  may  be  selected,  as  shown  in  Figure  4.3.  In  this  case,  the  user  has  selected  a 
voxel  from  the  next  slice  after  the  slice  shown  in  Figure  4.2.  The  voxel  coordinates  shown 
tell  the  user  that  the  selected  voxel  also  lies  in  the  coronal  and  right  sagittal  plane  currently 
being  displayed  (note  the  corresponding  X  coordinate  in  the  right  sagittal  view  and  the 
corresponding  Y  coordinate  in  the  coronal  view).  The  selected  voxel’s  density  value  is  also 
displayed  to  assist  the  user  when  trying  to  select  the  corresponding  landmark  in  the  other 
volume. 


Figure  4.3.  Selection  of  a  Voxel 

At  this  point  the  user  has  the  option  of  designating  this  vo.xcI  as  a  landmark,  as 
indicated  in  Figure  4.4,  or  releasing  the  voxel  in  search  of  another.  If  selected,  the  landmark 
is  highlighted  on  the  view  in  which  it  was  selected,  as  well  as  the  any  of  the  other  views 
it  also  happens  to  be  visible  in.  The  landmark  is  also  entered  into  the  landmark  list  for 
that  volume,  as  shown  in  the  command  bar.  It  is  generally  most  effective  for  the  user  to 
then  identify  the  corresponding  landmark  in  the  second  volume.  By  selecting  landmarks 
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in  pairs,  the  user  can  more  quickly  remove  from  one  volume’s  list  those  landmarks  that 
cannot  be  easily  matched  in  the  other  volume. 


Figure  4.4.  A  Designated  Landmark 

Figure  4.5  illustrates  a  typical  image  registration  session  after  a  complete  set  of  four 
landmarks  has  been  selected  for  each  volume.  At  this  point,  the  user  requests  the  image 
registration  subsystem  to  process  the  two  landmark  lists  and  calculate  the  registration 
transform  necessary  to  align  the  two  volumes.  Once  the  transformation  has  been  deter¬ 
mined,  the  volume  visualization  subsystem  processes  the  two  volumes  and  generates  a 
surface  or  volume  rendered  image  for  each.  The  final  step  of  the  process  displays  these 
images  in  the  volumes’  three-dimensional  viewing  areas,  as  shown  in  Figure  4.6  (surface 
renderings  shown).  An  example  of  a  composite  analysis  based  upon  these  registered  vol¬ 
umes  is  also  demonstrated  in  Figure  4.7. 
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Figure  '1-7.  Composite  Analysis  of  Registered  Volumes 


d-ld 


Ji.5  Summary 

This  chapter  summarized  the  activities  undertaken  in  order  to  implement  the  image 
registration  system.  After  briefly  describing  the  environment  in  which  this  development 
took  place,  I  presented  some  of  the  highlights  of  the  top  down  incremental  approach  used  to 
build  the  system.  The  system’s  operations  were  then  discussed,  accented  with  photographs 
demonstrating  an  actual  image  registration  session.  The  next  chapter  will  discuss  some  of 
the  conclusions  drawn  from  this  research  and  outline  several  recommendations  for  addi- 
tional  research  in  this  area. 
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V.  Conclusions  and  Recommendations 


This  research  effort’s  original  requirement  was  to  develop  a  system  to  register  medical 
images  using  a  structure- based  correlation  technique  based  upon  simple,  three-dimensional 
relationships  among  several  user  identified  landmarks.  The  scope  of  the  effort  was  limited 
to  the  use  of  a  structure- based  image  registration  method,  applied  to  medical  image  volume 
datasets  following  user  interaction  with  the  data.  This  chapter  wilt  present  some  concluding 
remarks  about  the  success  of  this  system’s  implementation,  and  will  recommend  several 
potentially  fruitful  directions  for  future  research  in  this  area. 

5.1  Research  Conclusions 

The  image  registration  system  developed  as  part  of  this  effort  can  perform  use¬ 
ful  service  in  continuing  research  to  improve  the  capabilities  and  acceptability  of  three- 
dimensional  imaging  in  clinical  situations.  The  following  sections  discuss  the  results  of  the 
two  major  components  of  the  development  effort,  the  image  registration  subsystem  and 
the  user  interface. 

5.1.1  Image  Registration.  The  image  registration  technique  implemented  during 
this  research  performed  successfully,  and  was  demonstrated  in  this  thesis  using  sample  CT 
imaging  data.  Two  different  volume  datasets  were  registered  using  the  three-dimensional 
locations  of  a  scries  of  user  identified  landmarks.  In  a  process  analogous  to  tc.xture  map¬ 
ping,  a  landmark  mapping  algorithm  was  employed  to  determine  the  registration  trans¬ 
formation  between  the  two  volumes.  This  transformation  was  used  to  modify  viewing 
parameters  associated  with  the  volume  to  be  registered.  The  volume  visualization  subsys¬ 
tem,  using  the  modified  viewing  parameters,  was  then  able  to  display  corresponding  views 
of  the  volume  datasets. 

The  success  of  the  structure- based,  landmark  mapping  technique  described  herein  is 
significant  for  tw'o  reasons.  First,  it  confirms  the  diagnostic  possibilities  of  this  form  of 
image  registration,  especially  when  applied  to  images  possessing  comple.K  anatomy  such 
as  found  in  the  thorax  and  abdominal  cavity.  In  these  situations,  the  use  of  automatic 
and/or  retrospective  surface  based  registration  techniques  may  not  he  feasible  for  some 
time.  Thus,  structure  based  techniques  such  as  this  may  offer  the  only  solution  for  certain 
cases  when  medical  image  registration  is  to  be  conducted. 
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Second,  it  demonstrates  a  simple  and  potentially  more  accurate  metiiod  for  deter¬ 
mining  the  exact  three-dimensional  relationship  between  the  landmarks  identified  in  each 
volume.  Certain  alternative  structure  based  methods  employ  best- fit  approximation  tech¬ 
niques  to  determine  the  registration  transformation,  which  may  introduce  additional  inac¬ 
curacies  into  the  process.  However,  objective  conclusions  regarding  this  image  registration 
system’s  accuracy  can  not  be  made  at  this  time.  It  remains  for  additional  testing  to  de¬ 
termine  the  relative  accuracy  of  these  and  other  methods,  especially  in  terms  of  detecting 
and  characterizing  any  distortion  effects  caused  by  affine  transformation  components. 

5.L2  User  Interface.  The  original  requirements  for  the  image  registration  system's 
user  interface  were  completely  satisfied.  This  development  effort  produced  a  system  capable 
of  displaying  multiple,  orthogonal  two  dimensional  medical  images  from  volume  datasets. 
The  system  incorporates  a  crosshair  and  menu  driven  method  to  allow  anatomic  landmark 
and  external  marker  identification  directly  from  medical  imaging  data  displayed  within  a 
scries  of  two-dimensional  views.  Following  image  registration,  the  system  displays  three- 
dimensional  surface  or  volume  renderings  of  the  registered  datasets. 

The  user  interface's  design  and  simplicity  not  only  enhances  its  own  operation,  but 
also  benefits  the  entire  image  registration  process.  First,  the  user  interface  appears  to 
hold  potential  for  increasing  the  accuracy  of  landmark  selection  over  other  structure-based 
methods.  This  system  accepts  landmarks  identified  from  anywhere  within  the  volume 
dataset,  whereas  other  applications  confine  the  user’s  selections  to  certain  slices  or  sur¬ 
faces  extracted  from  the  volume.  It  may  be  argued  that  the  best  landmarks  for  image 
registration  arc  not  always  visible  on  any  one  particular  slice  or  surface.  Thus,  the  user 
interface’s  flexibility  provides  the  user  with  a  much  wider  assortment  of  completely  inde¬ 
pendent  possible  landmarks  from  which  to  choose. 

Second,  the  case  and  reliability  with  which  recognizable  and  unambiguous  landmarks 
may  be  selected  with  this  system  reveals  several  possibilities  for  improving  structure-based 
image  registration  methods.  One  such  prospect  is  diminishing  the  reliance  upon  the  exper¬ 
tise  of  an  anatomist  for  landmark  selection.  The  straightforward  ty  pc  of  interface  developed 
for  this  effort  w'oiild  allow  selections  from  scries  of  standard  anatomical  landmarks  and 
external  markers.  Such  selections  could,  in  general,  be  made  by  a  skilled  technician,  saving 
the  expert^s  time  for  truly  unique  and  difficult  cases.  Another  and  related  benefit  would 
result  from  the  expanded  and  routine  use  of  external  markers  in  medical  imaging  sessions. 
Standard  marker  locations  would  further  reduce  the  ainoiint  of  user  effort  required  to  select 
landmark. 
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On  the  other  hand,  one  problem  noted  with  this  user  interface  design  is  that  the 
coronal  and  sagittal  views  may  not  present  an  immediately  recognizable  display  of  the 
volume.  Certain  medical  imaging  modalities  produce  data  with  gaps  (i.e.,  noncontiguous 
slices  with  some  interslice  spacing),  corresponding  to  regions  of  patient  space  that  were  not 
scanned.  Since  this  system  currently  does  not  estimate  these  missing  voxels,  the  internal 
volume  representation  is  built  by  stacking  the  noncontiguous  slices  one  atop  the  other, 
without  leaving  space  where  data  were  not  gathered.  When  looking  at  sagittal  or  coronal 
slices  of  such  data,  it  appears  as  if  the  volume  were  compressed  along  the  axial  dimension, 
and  often  shows  abrupt  surface  discontinuities.  Regardless,  I  believe  this  problem  is  more 
than  outweighed  by  the  benefit  of  having  these  views,  which  greatly  increase  the  user’s 
ability  to  maintain  their  spatial  perspective  as  they  move  around  the  volume  in  search  of 
landmarks. 

Another  potential  problem  with  this  design  is  the  possibility  of  the  user  being  unable 
to  positively  identify  one  single  voxel  as  representative  of  a  particular  anatomic  landmark  or 
external  marker.  For  example,  external  markers  displayed  on  a  medical  image,  depending 
upon  the  imaging  modality  involved,  may  have  relatively  large  dimensions  (on  the  order 
of  5  to  10  millimeters)  compared  to  a  voxel’s  dimensions.  It  is  therefore  possible  for  a 
single  landmark  to  be  represented  by  more  than  one  voxel.  Nevertheless,  I  believe  the 
system’s  design  minimizes  this  problem  by  providing  a  number  of  different  views  of  the 
volume.  In  the  above  ambiguous  case,  the  user  is  generally  able  to  decide  on  the  same 
-■  'gle  voxel,  in  both  groups  of  voxels  composing  the  landmark  in  each  volume,  as  being  the 
most  representative  of  the  desired  landmark.  Also,  the  flexibility  of  being  able  to  select 
landmarks  from  all  over  the  volume  allows  the  user  to  bypass  questionable  landmarks  in 
favor  of  those  more  readily  identifiable  in  views  of  both  volumes. 

5.1.3  Overall  Implemerilalion  Results.  The  top-down,  rapid  prototyping  approach 
taken  for  this  development  was  very  much  a  mixed  blessing.  On  the  one  hand,  it  was 
extremely  beneficial  to  have  a  working,  useful  system  early  in  the  implementation  phase. 
The  system’s  earlier  versions,  although  limited  to  displaying  slices  of  data  ‘‘rom  the  volume 
dattiset,  allowed  the  user  to  sample  the  density  values  from  voxels  located  anywhere  within 
the  volume.  This  capability  was  frequently  used  not  only  by  myself  but  also  by  other 
researchers  pursuing  their  own  studies  of  the  medical  imaging  datasets  available  to  us. 

On  the  other  hand,  the  sequential,  top-down  nature  of  the  implementation  led  to  a 
rather  ironic  end  result.  The  image  registration  software  was  arguably  the  most  important 
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portion  of  software  to  be  developed  for  this  research,  yet  it  wasn’t  implemented  until  very 
late  in  the  process.  This  primarily  stemmed  from  the  structure-based  image  registration 
method’^  visual  nature.  It  was  necessary  to  identify  potential  landmarks  available  from 
the  data  with  sufficient  three-dimensional  context  so  the  user  had  confidence  in  what  was 
being  examined.  It  was  equally  necessary  to  be  able  to  interactively  “point  and  click”  on 
landmarks  for  the  system  to  actually  use  in  image  registration.  Obviously,  late  development 
of  such  critical  software  had  the  expected  result  of  severely  constraining  extensive  test  and 
evaluation  of  the  image  registration  subsystem.  In  addition,  it  was  not  possible  to  extend 
that  code  to  perform  other  desirable  functions,  such  as  implementing  some  form  of  error 
checking  to  identify  possibly  misplaced  landmarks. 

5.2  Recomriiendalions 

The  image  registration  system  is  useful  in  its  present  form,  although  it  may  certainly 
be  improved.  Such  improvements  are  considered  in  the  following  suggested  enhancements 
to  the  current  implementation.  I  also  recommend  additional  research  areas  for  image 
registration,  in  general,  at  the  Air  Force  Institute  of  Technology. 

5.2.1  Suggested  Enhancements.  The  first  improvements  to  the  system  as  imple¬ 
mented  should  be  performed  on  the  image  registration  subsystem.  This  component  should 
test  landmark  pairs,  taken  in  order  from  the  two  volume’s  landmark  lists,  to  determine 
if  the  user’s  selections  actually  represent  the  best  choice.  Some  procedure,  such  as  the 
cross-correlation  technique  discussed  in  (19),  would  automatically  examine  the  voxels  sur¬ 
rounding  the  one  selected  in  the  volume  to  be  registered.  In  the  event  a  better  match  is 
determined,  the  appropriate  landmark  is  automatically  shifted  to  the  new  voxel.  Another 
improvement  would  be  for  the  image  registration  subsystem  to  expand  its  use  of  landmarks 
beyond  the  first  four  on  the  landmark  list.  Tests  could  be  performed  to  calculate  all  the 
possible  transformations  using  various  combinations  of  landmarks  from  the  entire  list.  In 
this  way,  the  subsystem  would  statistically  determine  the  optimal  transform,  and  po.ssibly 
disqualify  landmark  p  irs  (presumably  poorly  matched)  that  skew  the  results  beyond  some 
threshold  criterion. 

To  date,  limited  testing  conducted  on  the  image  registration  system  has  not  uncov¬ 
ered  any  instances  of  poor  or  distorted  alignments  through  the  introduction  of  shearing  or 
scaling  componerts  into  the  registration  transformation.  However,  the  restriction  that  all 
dattusets  to  be  used  with  the  system  must  posse.ss  the  same  dimensions  is  too  limiting  for 
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practical  use.  This  is  especially  true  for  registrations  involving  datasets  from  physiologic 
modalities  (i.e.,  PET  and  SPECT),  which  typically  offer  less  resolution  than  CT  or  MR. 
The  assumption  that  all  datasets  have  the  same  number  of  voxels  should  be  eliminated, 
and  the  system  modified  to  perform  resampling  of  the  datasets  (e.g.,  tri-linear  interpola¬ 
tion)  when  necessary,  thus  making  its  operation  more  flexible.  Additional  testing  would 
then  be  necessary  to  evaluate  any  changes  to  the  registration  transformation’s  accuracy. 

A  related  improvement  would  be  the  elimination  of  the  simplifying  assumption  that 
voxels  projected  onto  the  two-dimensional  views  possess  the  same  dimensions  as  the  display 
screen’s  pixels.  The  user  interface  and  image  registration  subsystem  both  require  modifi¬ 
cation  to  account  for  these  real-world  differences.  A  benefit  of  this  change  is  that  it  would 
immediately  be  useful  for  implementing  a  zoom  capability  within  the  two-dimensional 
viewing  areas.  This  feature  would  assist  the  user  in  landmark  placement  by  providing  a 
magnified  view  of  the  voxels  being  considered  for  selection.  Safeguards  would  be  necessary 
to  maintain  the  relationship  between  the  display  screen  pixels  and  the  corresponding  voxel 
being  sampled.  Again,  additional  testing  would  then  be  called  for  to  determine  the  impact 
of  such  changes  on  the  resulting  registration  transformations. 

Another  area  for  improvement  involves  the  operations  performed  to  center  and  clip 
slice  data  to  the  two-dimensional  view.  These  operations  would  be  performed  more  ef¬ 
ficiently  by  using  homogeneous  coordinate  transformations  and  other  standard  three- 
dimensional  viewing  practices.  In  addition,  scaling  operations  to  implement  the  previ¬ 
ously  mentioned  zoom  feature  would  be  much  simpler.  This  will,  however,  complicate  the 
software  responsible  for  interacting  with  the  mouse  and  cursor,  forcing  additional  trans¬ 
formations  to  get  from  the  cursor’s  screen  space  coordinates  to  the  desired  image  space 
coordinates.  Thus,  improvements  such  as  this  must  proceed  in  a  systematic  manner,  oth¬ 
erwise  more  harm  than  good  may  be  done  to  the  existing  system. 

In  general,  the  user  interface  performed  successfully  during  this  research.  Neverthe¬ 
less,  there  is  still  room  for  improvement,  especially  in  terms  of  making  the  design  even  more 
user  centered.  The  system  is  a  first  product  that  now  needs  to  be  demonstrated,  and  have 
actual  users  (e.g.,  radiologists  and  technicians)  experiment  with  it.  This  experimentation 
will  provide  at  least  the  following  two  benefits. 

1.  Gain  knowledge  about  desired  additional  functionality  and  changes  to  the  user  in¬ 
terface’s  look  and  feel.  In  addition,  gather  information  for  otlicr  improvements,  not 
Just  regarding  the  user  interface,  but  for  the  entire  image  registration  system.  For 


example,  one  proposal  has  already  been  suggested  to  provide  magnification  of  the 
slice  data  displayed  in  the  two-dimensional  view,  possibly  allowing  easier  selection  of 
the  desired  voxel. 

2.  Gather  objective,  expert  assessment  of  the  quality  and  utility  of  the  the  image  reg¬ 
istration  system’s  product.  This  would  be  especially  important  when  evaluating 
other  techniques,  and  might  help  determine  if  the  arbitrary  rankings  set  forth  in 
Sections  2.2.2.5  and  2.2.2. 6  are  meaningful. 

A  final  area  for  improvement  e.xists  in  the  exploitation  of  those  system  operations  that 
may  be  executed  in  parallel  with  one  another.  The  following  represent  just  two  suggestions 
to  address  these  possibilities  within  the  image  registration  system: 

1.  At  a  coarse  level  of  parallelism,  the  user  interface’s  response  times  would  be  greatly 
increased  by  extracting  each  view’s  slices  from  the  volume  while  allowing  the  user  to 
interact  with  the  rest  of  the  system. 

2.  At  a  fine  level  of  parallelism,  slice  and  volume  operations  could  exploit  the  inher¬ 
ently  parallel  nature  of  the  large,  regular  arrays  of  voxels  used  by  the  system.  The 
possibilities  extend  from  file  operations  responsible  for  loading  the  volume  dataset 
to  operations  responsible  for  displaying  the  data  to  the  user. 

Bcisically,  the  existing  system  demonstrates  the  feasibility  of  the  user  interface  and 
the  landmark  mapping  image  registration  technique.  Now  that  the  system’s  effectiveness 
has  been  shown,  the  engineering  effort  needs  to  be  directed  towards  making  the  system 
more  efficient. 

5.2.2  Additional  Research.  Recommendations  for  additional  image  registration  re¬ 
search  fall  into  two  categories: 

1.  Research  should  be  conducted  into  other  signal  and  image  processing  fields  for  ideas 
that  may  yield  previously  unthought  of  techniques  that  may  be  applied  to  the  image 
registration  problem.  At  AFIT,  this  might  be  well  suited  to  a  multidisciplinary  effort 
in  conjunction  with  the  image  processing  group. 

2.  Research  should  be  conducted  into  artificial  intelligence  or  fuzzy  reasoning  applica¬ 
tions  to  the  image  registration  problem,  especially  in  the  areas  of  landmark  identifica¬ 
tion  and  selection.  Effort  spent  in  this  area  will  almost  certainly  result  in  automated 
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systems  no  longer  requiring  a  user  to  interactively  determine  how  to  register  various 
medical  datasets. 

My  final  recommendation  expands  upon  the  previous  proposal  to  have  users  (pos¬ 
sibly  at  the  Wright-Patterson  Medical  Center  or  the  Wright  State  University  School  of 
Medicine)  evaluate  the  image  registration  system.  Efforts  should  be  taken  to  increase 
their  exposure  to  our  research,  with  the  objective  of  gaining  their  support  and  partici¬ 
pation  in  future  efforts.  One  example  of  such  support  might  include  obtaining  data  for 
continuing  image  registration  and  other  medical  image  processing  research  at  AFIT.  A 
possible  long  term  goal  might  be  for  a  trial  installation  of  the  image  registration  system  in 
the  user’s  environment,  providing  real  world  clinical  feedback  on  the  system’s  design  and 
capabilities. 
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Appendix  A.  Image  Registration  System  Context  Analysis 
A.l  Overview 

In  context  analysis,  the  objective  is  to  determine  . .  why  the  system  is  to  be  created 
and  why  certain  technical,  operational,  and  economic  feasibilities  are  the  criteria  which 
form  boundary  conditions  for  the  system”  (30:6).  This  is  frequently  the  starting  point  of 
the  entire  development  effort,  when  there  may  appear  to  be  innumerable  possibilities  as 
to  how  the  problem  should  be  addressed,  yet  no  clear  indicator  as  to  which  direction  to 
pursue  first.  By  placing  the  problem  to  be  solved  in  context  with  all  other  elements  of  its 
environment,  the  major  interfaces  with  that  environment  are  made  apparent.  Thus,  the 
problem’s  scope  is  determined,  the  system’s  overall  purpose  is  better  understood,  and  the 
development  can  be  focused  on  meeting  those  external  requirements. 

The  context  analysis’s  end  result,  the  “needs  product,”  documents  the  relationship 
between  the  system  and  its  environment.  It  also  specifies,  at  the  topmost  level,  the  system 
requirements  to  be  satisfied.  The  needs  product  is  therefore  composed  of: 

1.  a  problem  statement,  addressing  why  the  system  is  to  be  built; 

2.  a  context  diagram,  describing  the  external  interfaces  between  the  system  and  its 
environment; 

3.  an  event  list,  listing  the  stimuli  from  the  environment  to  which  the  system  must 
respond;  and 

4.  a  narrative  constraint  list,  identifying  those  limitations  to  be  imposed  upon  the  sys¬ 
tem  and  its  development. 

A. 2  Original  Context  Diagram 

The  context  diagram  shown  at  Figure  A.l  provides  some  perspective  as  to  how  the 
system  evolved  over  the  course  of  this  development’s  analysis  and  design  phases.  Compare 
this  original  context  diagram  with  that  of  the  final  needs  product,  presented  in  the  next 
section. 

A. 3  Final  Context  Analysis 

A.3,1  Problem  Statement.  The  AFIT  Medical  Image  Processing  System  (AMIPS) 
image  registration  system  is  responsible  for  aligning  three  dimensional  volume  datasets 
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acquired  from  different  medical  imaging  modalities.  The  registration  process  will  be  based 
upon  the  selection  of  certain  anatomical  landmarks  (and  possibly  of  external  body  surface 
markers  placed  prior  to  the  imaging  session)  that  are  readily  discernable  by  the  particular 
imaging  modality.  The  registration  process  seeks  to  correlate  corresponding  landmarks  and 
markers  between  the  volume  datasets  being  registered.  The  datasets  must  be  aligned  with 
sufficient  accuracy  to  allow  certain  analyses  of  the  registered  3-D  volumes.  A  composite 
analysis  should  display  an  image  composed  of  information  obtained  from  registered  volumes 
obtained  using  more  than  one  imaging  modality.  A  comparative  analysis  should  illustrate 
the  changes  having  taken  place  between  two  or  more  medical  images  obtained  using  the 
same  modality. 

Event  List  .  Based  upon  external  stimuli.  A  T’  following  an  event  denotes 
a  temporal  event,  an  T’  denotes  a  flow-oriented  event,  and  a  ‘C’  denotes  a  control  event. 

•  The  system  user,  via  the  AMIPS,  requests  certain  previously  acquired  volume  datasets 
be  registered.  (F) 

•  The  system  user,  via  the  AMIPS,  requests  the  desired  form  of  analysis  to  be  per¬ 
formed  on  the  registered  datasets.  (F) 

•  The  system  user  identifies  anatomical  landmarks  or  external  markers,  displayed  on 
intermediate  images  from  each  dataset,  to  be  correlated  between  those  datasets  dur- 

^  the  registration  process.  (F) 

A. 3. 3  Narrative  Constraint  List. 

1.  Technical 

•  As  much  as  possible,  the  image  registration  portion  of  the  AMIPS  should  be 
executable  on  both  the  SGI  and  the  Sun  systems  located  in  the  Graphics  Lab. 

•  An  object-oriented  analysis  (OOA)  and  object-oriented  design  (OOD)  will  be 
performed  to  develop  this  system,  which  is  to  be  implemented  using  the  C++ 
programming  language. 

2.  Logistical 

•  Raw  MRI  (and  possibly  CT)  data,  appropriately  sanitized  to  assure  patient 
anonymity,  may  be  obtained  from  the  Wright-Patterson  Medical  Center  Radi¬ 
ology  Department. 
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•  Medical  imaging  data  will  also  be  obtained  from  public  sources  (University  of 
North  Carolina  -  Chapel  Hill). 

•  Intermediate  images  displayed  to  the  user  for  anatomic  landmark  and  external 
marker  identification  will  be  slice  data  extracted  directly  from  the  medical  image 
datasets.  The  final  images  of  the  registered  volumes  will  be  generated  by  surface 
rendering  software  (marching/dividing  cube,  kriging)  or  by  volume  rendering 
software  (distributed  ray  caster)  being  developed  as  separate  efforts  for  the 
AMIPS. 

A. 3. 4  Context  Diagram.  The  context  diagram  for  the  image  registration  system  is 
shown  in  Figure  A.2. 


VOLUME 

DATASETS 


Figure  A.2.  Image  Registration  System  Context  Diagram 

A. 3.5  Textual  System  Dc.scription.  Supplemental  textual  iiiforiiiation  regarding  the 
proposed  system’s  operations  is  provided. 


1.  For  each  of  the  two  volume’s  to  be  registered,  three  (or  maybe  four)  2-D  views, 
each  orthogonal  to  one  of  tlie  three  major  ajces  (and  possibly  one  more  showing 
the  opposite  sagittal  view),  would  be  opened  within  the  user  interface’s  window. 
Within  each  2-D  viewing  area  display  actual  slices  of  the  medical  image  dataset  as 
intermediate  views  of  ihe  volumes  to  be  registered. 

2.  Within  any  2-D  view  a  cursor  may  be  moved  around  using  a  mouse,  which  also 
controls  crosshairs  associated  with  the  cursor.  As  the  ciKSor  is  moved  to  a  point  in 
one  of  the  images  corresponding  to  a  voxel  in  the  original  volume,  all  three  crosshairs 
overlay  the  same  voxel  in  each  of  their  respective  views.  When  a  mouse  button  is 
clicked,  the  crosshairs  should  be  frozen  over  the  voxel,  thus  allowing  the  user  to 
select  desired  anatomical  iau  Jinarks  or  external  markers  (ciosshairs  may  be  unfrozen 
or  deleted  i>y  clicking  another  mouse  button).  This  process  would  be  repeated  until 
the  user  has  identified  the  same  anatomical  landmarks  or  external  markers  in  both 
volumes* 

3.  The  user  would  then  request  (via  the  Command  Bar)  that  the  two  volumes  be  reg¬ 
istered  (one  volume  reoriented  so  that  its  voxels  identified  in  the  previous  step  are 
aligned  with  the  corresponding  voxels  from  the  other  volume).  The  image  registra¬ 
tion  subsystem  should  calculate  the  transformation  matrix  (combination  of  rotation, 
translation  and  scale)  required  to  align  the  corresponding  landmarks  or  markers. 

4.  Once  the  two  volumes  had  been  registered,  the  registration  transformation  matrix 
would  be  used  to  modify  the  viewing  environment  associated  with  one  of  the  two 
volumes. 

5.  Each  volume,  along  with  its  associated  viewing  environment,  should  then  be  passed 
to  a  surface  rendering  or  volume  rendering  tool.  The  rendering  tool  will  return  an 
image  of  the  volume  according  to  the  requested  viewing  parameters. 

6.  Each  image  will  then  be  displayed  side- by  side  as  3-D  views  within  the  user  interface. 
If  the  user  is  satisfied  that  the  two  volumes  are  displayed  with  the  proper  orientation 
and  appear  registered,  then  the  user  may  declare,  via  the  command  bar,  wliether  to 
next  perform  a  composite  or  comparative  analysis  on  the  volumes. 

7.  Depending  on  whether  the  user  requested  composite  or  a  comparative  analysis  of 
the  two  volumes,  the  two  volumes'  images  will  be  appropriately  infanipulatcd,  yielding 
a  single  image  containing  the  results  of  the  desired  analysis. 


8.  The  resultant  image  will  then  be  displayed  as  a  single  3-D  view  within  the  user 
interface. 
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Appendix  B.  Class  Specijicalions 


This  appendix  lists  the  C++  classs  specifications  for  each  of  the  major  components 
making  up  the  image  registration  system.  These  components  represent  the  entities  idcnti 
fied  by  the  context  and  problem  analyses  that  preceded  tliis  design. 


B.l  User  Interface  Classes 

The  user  interface  is  composed  of  four  two-dimensional  views  and  one  tiiree-dimensional 
view  associated  with  each  volume  being  registered.  A  command  bar  allows  the  user  to  in¬ 
teract  with  the  overall  image  registration  system. 

B.Ll  User  Interface, 

#ifndef  _USER_INTERFACE_H 
#define  .USER„INTERFACE_H 

*  CLASS  NAME:  User^Interface 

*  DESCRIPTION:  The  User  Interface  class  is  responsible  for  building  and 
4c  managing  all  the  components  necessary  to  view  and  interact  with 

4c  the  voltunes  used  during  Image  Registration-  This  particular 

*  version  of  the  User  Interface  is  tailored  for  use  on  the  SGI  4D 

4c  workstations,  employing  fxxnctions  from  the  SGI  Graphics  Library  (gl.h) 

4c  to  construct  the  window,  generate  various  views  of  the  data,  and 

*  control  the  display  cursor  in  response  to  mouse  commands. 

4c  SUPER  CLASS:  Object 

*  PUBLIC  METHODS: 

*  identify  (); 

*  build2D„Views  (); 

4c  build3D_View  (); 

*  buildCommandBar  () ; 

*  manageUserlnteirface  (); 

*  destroyUserInterface  (); 

*  OPERATORS:  None. 

4C  DATE  WRITTEN:  27  July  91  by  Pat  Rizzuto 

*  VERSION:  1.0 
4C  LAST  MODIFIED: 

*  HISTORY: 

4c 

4c4c4c4c4c4c***4c4c4c4c4c4c4c4c4c*4c4c*4c*4c4c4c4c4c4c4c4c4c4c4c4c4c4:4c4:4c4c4c4c4c4c4c4c4c4c*4c**4c4c4c4c4c4c**4c4c*4c4c4c**4c4c4c*4c*4c4c/ 

#include  "amips.h" 

#include  ** Volume. h" 

#include  **View.2D.h** 
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#include  **View_3D.h*‘ 

#include  *'Commaiid_Bar.h” 

#include  *'Landiiiark_List.h*' 

#include  "Image_Registrat ion^Subsyst em . h** 
#incliide  "Volume^Visualization^Subsystem.h** 


#define 

CORl 

0 

// 

Window 

0 

#define 

SAGl 

1 

// 

Window 

1 

♦  ♦ 

♦♦ 

#define 

AXIl 

2 

// 

Window 

2 

♦  ♦ 

Maintain  same  orde‘r  as  used 

#define 

ANTI 

3 

// 

Window 

3 

♦  « 

in  User_Interface.»:c  for 

#define 

C0R2 

4 

// 

Window 

4  ♦♦ 

Window^Coordinates  and  ♦♦ 

#define 

SAG2 

5 

// 

Window 

6 

♦♦ 

Window_Titles  ♦♦ 

#define 

AXI2 

6 

// 

Window 

6 

♦♦ 

♦♦ 

#define 

ANT2 

7 

// 

Window 

7 

^(^^^♦♦^♦♦♦♦♦♦♦♦♦♦♦♦♦♦♦♦♦♦♦♦♦♦♦♦♦♦♦♦♦^ 

#define 

VOLl 

8 

// 

Window 

8 

#define 

V0L2 

9 

// 

Window 

9 

#define 

CBAR 

10 

// 

Window 

10 

#define 

HAXWIN 

11 

// 

Maximum  number  of 

windows  to  be  displayed 

cXass  User^Interface 

{ 

Volume  ♦VI,  *V2; 

View_2D  ♦Vl^Coronal,  ♦Vl_Sagittal,  ♦Vl^Axial,  ♦Vl_AntiSagittal, 
♦V2_Coronal,  ♦V2_Sagittal,  ♦V2_Axial,  ♦V2_AiitiSagittal; 

View^3D  ♦V1_3D,  ♦V2^3D; 

Command^Bar  *CB; 

Landmark^ListPtr  Vl^LandmarkList,  V2_LaiidmarkList ; 
Volume_Visuali2ation_Subsystem  ♦Volume.Visualizer; 
Image_Registration_Subsystem  *Image_Registerer; 

Matrix  Registration^Transformation; 
boolean  Vl_2D_Views_Displayed,  V2_2D_Views_Displayed, 
Vl_3D_View.Displayed,  V2_3D_View_Displayed, 
ComaandBar.Displayed , 

Registrat ion^Enabled ; 

long  Window^Coordinates  [MAXVIN] [2] ; 

String  Window^Titles  [MAXWIN] ; 

boolean  Editing_Should_Be„Enabled  () 

if  (  V1^2D_Views.Displayed  AND  NOT  V2_2D_Views^Displayed  AND 
V1^3D_View.Displayed  AND  NOT  V2„3D.View_Displayed  AND 
CommandBar^Displayed  ) 

return  TRUE; 
else 

return  FALSE; 

}; 


boolean  Registration_Is_Enabled  () 
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if  (  Vl_2D_Vietf8_Displayed  AND  V2_2D.Vi©WB_DiGplayed  AND 
V1.3D_View_Diaplayed  AND  V2_3D_View_Displayed  AND 
ConunandBar^Displayed  ) 

Rogistration.Enablod  =  TRUE; 
else 

Registration.Enabled  =  FALSE; 
return  R©gistration_Enabled; 

}; 

void  Initialize_Transform  () 

{ 

lor  (register  int  row  =  0;  row  <  4;  row++) 
for  (register  int  col  =  0;  col  <  4;  col++) 
il  (  row  EQUALS  col  ) 

Registration^Translormation  Crow] [col]  =  1,0; 
else 

Registration^Translormation  Crow] [col]  =  0.0; 

}; 

void  buildColorMap  (Volume  *thisVoliim6) ; 
void  displayMessage  (); 
void  Register_Vol\unes  (); 
void  Edit_Volume  (); 

public: 


User^Interlace  (Image_Registration_Subsystem  ♦img_reg, 
Volume_Visualization_Subsystem  ♦vol_viz_sys) ; 

"User^Interf ace  () 

il  (  Vl^Coronal  NOT^EQUALS  NULL  ) 
delete  Vl^Coronal; 

il  (  Vl^Sagittal  NOT.EQUALS  HULL  ) 
delete  Vl^Sagittal; 

il  (  Vl^Axial  NOT^EQUALS  NULL  ) 
delete  Vl_Axial; 

il  (  Vl.AntiSagittal  NOT^EQUALS  NULL  ) 
delete  Vl_AntiSagittal; 

il  (  V2_Coronal  NOT^EQUALS  NULL  ) 
delete  V2_Coronal; 

il  (  V2_Sagittal  NOT.EQUALS  HULL  ) 
delete  V2_Sagittal; 

il  (  V2_Axial  NOT^EQUALS  NULL  ) 
delete  V2_Axial; 

il  (  V2^AntiSagittal  NOT^EQUALS  NULL  ) 
delete  V2_AntiSagittal ; 

il  (  V1^3D  NOT^EQUALS  NULL  ) 
delete  V1_3D; 
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if  (  V2^3D  NOT.EQUALS  NULL  ) 
delete  V2_3D; 

if  (  CB  NOT^EQUALS  NULL  ) 
delete  CB; 

if  (  Vl.LandmarkList  NOT^EQUALS  NULL  ) 
delete  Vl^LandmarkList ; 
if  (  V2_LaiiditiarkList  NOT^EQUALS  NULL  ) 
delete  V2_LaiidmarkList ; 

>; 

void  identify  (); 

void  build2D_Views  (Volume  *thisVoluine) ; 
void  build3D_View  (Volume  tthis Volume) ; 
void  buildCommandBar  (); 
void  manageUser Inter face  (); 
void  destroyUserInterface  (); 

}; 


#endif 
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B.1.2  Two-Dimensional  View. 


#ifndef  _VIEW2D_H_ 

#define  _VIEW2D_H_ 

/*+*+:|c*+3|c**+**3)c*j|c*++***^c5|c:ic3|c**:|c:|c**********3|c*3|c3t:***********3ic*************3|:*:|c*3(t**** 

*  CLASS  NAME:  Vieff^2D 

*  DESCRIPTION:  A  2-D  View  class, 

*  SUPER  CLASS:  Window 

*  PUBLIC  INSTANCE  VARIABLES:  None. 

*  PUBLIC  METHODS: 

*  identify  (); 

*  setSlice.Num  (); 

*  getSlice.Num  (); 

*  NextSlice  (); 

*  LastSlice  () ; 

*  Open^Window  (); 

*  Close^Window  (); 

*  Redraw^Window  (); 

*  OPERATORS:  None. 

*  DATE  WRITTEN:  5  August  91  by  Pat  Rizzuto 

*  VERSION:  1.0 

*  LAST  MODIFIED: 

*  HISTORY: 

* 

#include  "amips.h** 

#include  "Slice. h" 

#include  " Volume. h" 

#include  "Menu.h" 

#include  "Crosshair .h" 

#include  "Landmark^List .h" 

#include  "Edit^Tool.h" 

#include  "Ul.window.n" 

//  Defines  to  set-up  the  Text^Window 

#define  USIZE_2D  256 
#define  VSIZE^2D  256 

#define  BACKGR0UND^C0L0R^2D  BLACK 
#define  DISPLAY_C0L0R^2D  WHITE 
#define  VOXEL^DENSITY^COLOR.2D  CYAN 
#def ine  V0XEL_ADDR_C0L0R_2D  GREEN 

//  Defines  to  set-up  the  Voxel  Density  display  area 

#define  DISPLAY^DENSITY.UCOORD  10 

#define  DISPLAY.DENSITY.VCOORD  VSIZE^2D  -  10 


#dofine  VOXEL.DENSITY.UCOORD  DISPLAY.DENSITY^UCOORD  +  90 
#define  VOXEL.DENSITY^VCOORD  DISPLAY^DENSITY.VCOORD 

//  Defines  to  set-up  the  Voxel  Coordinates  display  area 

#define  DISPLAY.MESSAGE.UCOORD  10 
#define  DISPLAY.MESSAGE^VCOORD  20 

#define  DISPLAY^TEMPLaTE^UCOORD  10 
#define  DISPLAY^TEMPLATE^VCOORD  5 

#define  VOXEL^XVALUE^UCOORD  DISPLAY^TEMPLATE^UCOOKD  +  30 
#define  VOXEL.XVALUE.VCOORD  DISPLAY.TEMPLATE.VCOORD 
#define  VOXEL_YVALUE_UCOORD  DISPLAY.TEMPLATE.UCOORD  +  105 
#define  VOXEL^YVALUE.VCOORD  DISPLAY.TEMPLATE.VCOORD 
#define  VOXEL.ZVALUE^UCOORD  DISPLAY_TEMPLATE.UCOORD  +  173 
#define  VOXEL_ZVALUE^VCOORD  DISPLAY_TEMPLATE^VCOORD 

//  Defines  to  set-up  the  Landmark  marker/silouette  masks 

/*  LANDHARK_PIXEL  is  a  place-holder  in  the  mask.  When  the  Landmark  is 

actually  drawn  to  the  View,  the  appropriate  Landmark  color  (EXTERNAL., 
ANATOMIC.,  HIGHLIT.,  etc.)  will  be  substituted  at  each  LANDMARK.PIXEL 
location.  Also  at  the  time  the  Landmark  is  drawn,  those  pixel  locations 
listed  as  a  TRANSPARENT.PIXEL  will  simply  not  be  updated,  and  those 
listed  as  SILOUETTE.PIXELs  will  be  drawn  with  the  SILOUETTE.COLOR.  ♦/ 

#def ine  EXTERNAL.LANDMARK.COLOR  GREEN 

#def ine  ANATOMIC.LANDMARK.COLOR  YELLOW 

#def ine  REFERENCE.LANDMARK.COLOR  RED 

#def ine  HIGHLIT.LANDMARK.COLOR  MAGENTA 

#def ine  SILOUETTE.COLOR  BLACK 

#define  TRANSPARENT.PIXEL  'T'  //  =  transparent 

#define  LANDMARK.PIXEL  '+'//=  colored 

#define  SILOUETTE.PIXEL  >  >  //  =  BLACK  silouette 

#define  MASK.X.DIM  11  //  Must  be  odd 
#define  MASK.Y.DIM  11  //  Must  be  odd 

//  Defines  to  set-up  the  Menu  associated  with  this  Text.Window 
#define  NUM.VIEW2D.MENU.ITEMS  4 

#define  INTERACTWITHVOXEL  1  //  See  also  corresponding  menu  text 
#define  GETSLICE  2  //  in  View.2D: :Build.Menu  (). 

#define  EDITSLICE  3 
#define  SAVE2DVIEW  4 

//  Defines  to  display  only  certain  Voxels 
//  #define  THRESKOLD.VALUE  57 


13-6 


I  ‘H  a  'u  'I  >'  I  >'|'H  i.i’  "  11'  !  P!!'ll  4!i 


#define  THRESHOLD^VALUE  7  //  Redraw^Window  will  light  only  the 
#define  LOWER.VALUE  130  //  pixels  corresponding  to  Voxels 
#define  UPPER^VALUE  150  //  with  a  Density  value  greater 
//  than  the  THRESHOLD.VALUE ,  or 
//  falling  between  the  LOWER.VALUE 
//  cind  the  UPPER^VALUE  (inclusive)  • 

class  View_2D  :  public  UI_Window 

Volume  *View_Voliune; 

Landmark^ListPtr  View.Landmaork.List ; 

Orientafciontype  View^Orientation; 

Crosshair  ♦View_Crosshair; 

Density  Voxel.Density ; 

Sliceindex  Voxel_Address  [3] ,  U_dim,  V_dim,  W_dim, 

Voxel.U,  Voxel.V, 

Slice_Nura,  //  Not  necessarily  an  Axial  slice. 

StartRow,  EndRow,  //  Beginning  and  ending  Raster 
StartColumn,  EndColumn;  //  indices  along  other  2  axes, 
long  Relative_Pixel_U,  Relative_Pixel_V; 
int  Uoffset,  Voffset;  //  Centers  slice  in  Window 
Slice  ♦ThisSlice,  *LastSlice,  *NextSlice; 

Queued_Input  *Forward„One_Slice,  ♦Back_0ne_Slice, 

=*'Mouse_X,  *Mouse_Y; 

Text.Item  *Voxel_Text  [3],  ♦Density^Text; 

String  Marker.Mask  [MASK_Y_DIM] ; 

Edit^Tool  *Slice_Editor; 
boolean  Editing^Enabled; 

/*  This  method  ensures  only  valid  values  axe  assigned  to  Slice^Num,  thus 
providing  a  'safe^  class  attribute.  I  therefore  no  longer  have  to 
always  check  whether  Slice.Num  is  in  the  proper  range.  */ 

boolean  Set.Slice^Kum  (int  aninteger) 

if  (  (aninteger  >  0)  AND  (aninteger  <=  W_dim)  ) 

{ 

Slice.Num  =  (Sliceindex)  aninteger; 
return  TRUE; 

> 

else 

{ 

cerr  «  *'View_2D:  :Set^Slice.Num  =>  Attempt  to  set  Slice^Num  \n*‘ 

«  **  outside  acceptable  range,  Slice.Num  unchanged. \n'* ; 
cout. flush  0; 
return  FALSE; 

} 

>; 


/*  This  method  'safely  increments  Slice^Num,  ensuring  it  doesn't  violate 


its  range  constraints  for  this  Vievf.  */ 


void  Increment _Slice-Num  () 

if  (  Slice^^Num  <  W-dim  ) 

Slice_Num++; 

else 

cerr  «  ”View_2D:  :Increment_Slice_Num  =>  Attempt  to  increase  \n** 
«  "  Slice^Num  above  acceptable  range,  “ 

<<  "Slice^Num  \inchangedAn*'; 
cout. flush  (); 

} 

}; 


/*  This  method  ^ safely^  decrements  Slice^Kum,  ensuring  it  doesn't  violate 
its  range  constraints  for  this  View.  */ 

void  Decrement _Slice_Num  () 

if  (  Slice_Kum  >  1  ) 

Slice^Num — ; 
else 
{ 

cerr  «  •*View_2D: :  Increment _Slice_Num  =>  Attempt  to  decrease  \n*' 

«  **  Slice_Num  below  acceptable  range,  *' 

«  **Slice^N\im  unchanged. \n**; 
cout. flush  0; 

} 

}; 


void  Next_Slice  (); 

void  Last^Slice  (); 

void  Get_Slice  (); 

void  Update_Voxel_Address  (); 

void  Update_Text_Display  (); 

void  Display. All^Landmarks  (); 

void  Display .Landmark.Here  (short  pixel.u,  short  pixel.v, 
Colorindex  landmaork.color) ; 

void  Display .Landmark.Identifier.Around.Here  (short  pixel.u, 
short  pixel.v); 

void  Highlight .This.Landmark  (); 
virtual  void  Build.Menu  (); 

public : 

View_2D  (Volmne*  =  NULL,  //  theVolume 

Landraark.ListPtr  =  NULL,  //  landmark.list 

Orientationtype  =  AXIAL,  //  orientation 


//  def_loc_x,  def_loc_y 


long  =  -1,  long  =  -1, 

String  =  *”*);  //  win_title 

''View_2D  0; 

void  identify  (); 

/♦  This  method  should  only  be  called  by  the  User^Interface  to  alert  this 
View  that  it  may  allow  editing  of  slices.  This  should  only  happen 
for  Volume  I's  AXIAL  View;  however,  under  the  Object-Oriented  paradigm, 
this  View  is  unaware  of  the  User^Interface,  so  there  will  be  no 
that  these  conditions  are  met  on  this  end.  */ 

void  Allow_Slice_Editing  () 

Editing^Enabled  =  TRUE; 

>; 


virtual  void  Open.Window  (); 
virtual  void  Redraw.Window  (); 
virtual  void  InteractWithMouse  (); 
>; 


#endif 


B.1.3  Three-Dimensional  View, 


#ifndef  ^VIEW3D_H_ 

Jdsfine  _VIEW3D_H^ 

/:fc  :(c  3fc  :|e  *34c  4c  4^  1 1 #*4:  ♦♦  t  tic  4c  #  4c  :1c  :|c  t t  4:  *  * 

4c  CLASS  NAME:  View^3D 

♦  DESCRIPTION:  A  3-D  View  class, 

♦  SUPER  CLASS:  Window 

♦  PUBLIC  INSTANCE  VARIABLES:  None. 

♦  PUBLIC  METHODS: 

♦  identify  (); 

*  Open_Window  (); 

*  Close^Window  (); 

♦  Redraw^Window  (); 

*  InteractWithMouse  (); 

*  OPERATORS:  None. 

*  DATE  WRITTEN:  12  August  91  by  Pat  Rizzuto 

*  VERSION:  1.0 

♦  LAST  MODIFIED: 

*  HISTORY: 

4c 

4c  4c  t  4e  4c  4c  4c  4c  4^  4c  4c  4c  4c  4c  4c  4c  4c^^  4c  4c  4c  4c  4c  1 4c  4c  4c  4c  4e  4c  4c%  4c  4c  4c  4c  4: 4c  4c  4c  4c  4=  4  4c  4c  *4: 3^  4c  4c  4c  3^  4c  4c  4c  *4c  4c  3^  4c  4c  4^  4c*  4c*  4c  4c  4^  4^*  4c  4c/ 

#include  “amips.h" 

#include  "Volume -h" 

#include  "Ul^window.h" 

//  #def ine  USIZE^3D  512  //  for  Windows  with  NO  borders 
//  #define  VSIZE_3D  512  //  for  Windows  with  NO  borders 
#define  USIZE_3D  527  //  for  Windows  with  borders 
#define  VSIZE_3D  396  //  for  Windows  with  borders 

#def ine  BACKGR0UND^C0L0R_3D  BLACK 

class  View_3D  :  public  Ul^Window 

i 

Vol\une  ♦View_Volume; 
public: 

//  theVoltime 

1,  //  def^loc^x,  def_loc«y 


void  identify  (); 

//  virtual  void  Open^Window  (); 


IMO 


View_3D  (Volume*  =  NULL, 

long  =  -1,  long  =  - 
String  =  //  win^title 

“View^3D  0 
{ 

}; 


//  virtual  void  Close^Window  (); 
virtual  void  Redraw_Window  (); 
virtual  void  InteractWithMouse  (); 
}; 

#endif 


B.L4  Command  Bar, 


#ifndsf  .COMMAND 
#define  .COMMAND.BAR.H. 

♦  CLASS  NAME:  Command.Bar 

♦  DESCRIPTION:  A  Command  Bar  class » 

♦  SUPER  CLASS:  Window 

♦  PUBLIC  INSTANCE  VARIABLES:  None. 

♦  PUBLIC  METHODS: 

♦  identify  (); 

♦  SetupFirstLandmarkListDisplay  (); 

♦  SetupSecondLandmarkListDisplay  (); 

♦  Open.Windon  (); 

♦  Close.Window  (); 

♦  Redraw.Window  (); 

♦  OPERATORS:  None. 

♦  DATE  WRITTEN:  12  August  91  by  Pat  Rizzuto 

♦  VERSION:  1-0 

♦  LAST  MODIFIED: 

♦  HISTORY: 

♦ 

#include  "amips.h” 

#include  "Landmark^List.h" 

#include  "Ul.window.h” 

//  Defines  to  set-up  the  Text.Window 

//  #define  USIZE.CB  239  //  for  Windows  with  NO  borders 
//  #def ine  VSIZE.CB  1007  //  for  Windows  with  NO  borders 

#define  USIZE.CB  181  //  for  Windows  with  borders 
#define  VSIZE.CB  986  //  for  Windows  with  borders 

#def ine  BACKGROUND.COLOR.CB  BLUE 
#define  DISPLAY.COLOR.CB  WHITE 

#def ine  LANDMARK.ADDR.COLOR.CB  CYAN 
#def  ine  TEXT.COLOR.CB  YELLOW 
#d6f  ine  TITLE.COLOR.CB  MAGENTA 
#def ine  LINES.COLOR.CB  MAGENTA 

//  Defines  to  set-up  the  Main  Title  display  area 

#def  ine  TITLE.FONT.TYPE.CB  44  //  Times  -  Bold 
#def  ine  TITLE.LINEl.FONT.SIZE.CB  30 
#define  TITLE.FONT.SIZE.CB  15 

#def ine  TITLE.LINE.l.UCOORD  35 
#def  ine  TITLE.LINE.l.VCOORD  950 
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#define  TITLE_LIHE_2_UC00RJ)  27 
#define  TITLE_LIHE_2_VC00RD  933 
#define  TITLE_LINE_3_UC00RD  15 
#define  TITLE_LIHE_3_VC00RD  916 

//  Defines  to  set-up  the  Landmark  display  area 

#define  HUM_LAHDMARKS_DISPLAYED  5 

#define  LAMDMARK_DISPLAY_FONT_SIZE  5 

#def ine  LANDMARK_TITLE_UCOORD  10 
#define  LAHDMARK_TITLE_VCOORD  360 

#def ine  V1_LIST_START_UC00RD  S 

#def ine  V2_LIST_START_UC00RD  USIZE_CB  /  2  i-  V1_LIST_START_UC00RD 
#def ine  LIST_START_VC00RD  5 
#define  DELTA_LAHDMARK_V  20 

#def ine  0FFSET_ID_U  USIZE.CB  /  2  -  20 

#def ine  DELTA_ID_V  15 

#def ine  0FFSET_MAME_U  5 

#def ine  DELTA_HAME_V  12 

#define  CFFSET.ADDP^SS.U  30 

#define  DELTA_ADDRESS_V  12 


#define  SOLID_LIME_STYLS  0  //  Default  predefined  style 

#define  LAHDMARK_V_LIME_XO  USIZE_CB  /  2 

#define  LAMDMARK_V_LIIIE_YO  0 

#define  LAHDMARK_V_LIHE_X1  USI2E_CB  /  2 

#define  LANDMARK_V_LIBE_Y1  LAHDMARK_TITLE_VCOORD  +  15 

#define  LAMDMARK_H_LINE_1_X0  0 

#define  LAHDHARK_H_LINE_1_Y0  LANDMARK_TITLE_VCOORD  -  5 
#define  LANDMARK_H_LIME_1_X1  USIZE_CB 
#define  LAHDKARK_H_LINE_1_Y1  LAHDMARK_TITLE_VCOORD  -  5 
Bdefine  LAHDMARK_H_LIHE_2_X0  0 

#define  LAHDMARK_H_LINE_2_Y0  LANDMARK_TITLE_VCOORD  +  12 
#define  LAHDMARK_H_LIHE_2_X1  USIZE_CB 
#define  LAHDMARK_H_LINE_2_Y1  LAHDHABK_TITLE_VCOORD  +  12 
#define  LA»DHARK_H_LINE_3_X0  0 

#define  LAKDMAPjC_H_LINE_3_Y0  LAKDMARK_TITLE_VC00RD  +  15 

#define  LANDMARK_H_LINE_3_X1  USIZE_CB 

^define  LAHDMARK_H_LINE_3_Y1  LANDMARK_TITLE_VCOORD  +  15 

//  Defines  to  set-up  the  Menu  associated  with  this  Text_Windoa 

^define  NUM_CBAR_MEHU_ITEMS  4 

^define  REGISTER  1  //  See  also  corresponding  menu  text 

trdefine  MONITOR  2  //  in  Command_Bar: :Build_Hena  (). 
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#def ine  SAVECBAR 
#define  QUITCBAR 


3 

4 


class  Command^Bar  :  public  Ul^Window 

{ 

Landmark^ListPtr  Vl^LandmairkList,  V2_LandGarkList; 
boolean  Vl_LaiidmarkList_ Available, 
V2_LandinarkList_Available , 

Registration^Requested; 

Font  ♦Hain_Title_Font; 

Text^Item  ♦Vl^LandasarkList  JDs  [HUM^LANDMARKS^DISPLAYED] , 
♦V2^LandmarkList  JDs  [MUM.LAMDMARKS .DISPLAYED] , 
♦Vl.LandmarkList.Kaiiies  CMUM_LAKDMARKSJ)ISPLAYED]  , 
♦V2_LandmarkList.Kanes  [MUM  J^AHDMARKS DISPLAYED]  , 
♦Vl.LandmarkList.Addr  [KUM.LAHDMARKS.DISPLAYED]  [3] , 
♦V2.LandmarkList.Addr  [HUM_LAin)MARKS_DISPLAYED]  [3J ; 

virtual  void  Build.Menu  (); 


public : 

Coamand.Bar  (long  =  -1,  long  =  -i,  //  def.loc.x,  def.loc.y 

String  =  //  win.title 

^Coamand.Bar  (); 

void  identify  (); 

boolean  Ready.To.Rcgister  ()  {  return  Registration.Requested;  } 

void  TrackFirstLandnarkList  (Landsark_ListPtr  first.list) 

{ 

Vl.LandaarkList  =  first.list; 

Vl.LandaarkList.  Available  =  TRUE; 

}; 


void  TrackSecondLandmarkList  (Landaark.ListPtr  second.list) 

V2.LandaarkList  =  second.list; 

V2.LandfflarkList.  Available  =  TRUE; 


//  virtual  void  Open.Windov  (); 

//  virtual  void  Close.yindou  (); 
virtual  void  Redraw.Windov  (); 

virtual  void  InteractyithHouse  (); 

}; 


#endif 
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IS.2  Data  Strucinre  C{a$s^s 


Three  separate  data  struciurcs  arc  usc^i  in  the  imago  registration  system.  A  voxel 
is  wsed  to  represent  an  element  of  vului«e  from  paiicnl  :>pacc.  and  stores  a  single  densiU 
value.  A  slice  is  composed  of  a  two  dimonsional  array  of  vovcls.  and  a  voltiinc  is  comfioscd 
of  a  three-dimensional  array. 

B.2J  Voxel. 

#ifndef  ^VCXEL^H^ 

#define 

#iiiclude  "asips.h" 

♦  CLASS  IAMB:  Voxel 

^  CESCRIPTIOM:  A  single  voxel  class,  represented  by  a  gray  scale  value  fros 

♦  0  to  255,  referred  to  as  the  voxel's  Density,  regardless  of  the 

♦  particular  isaging  uodality  (KR,  CT,  etc.)  fros  vhich  it  uas  obtained. 

♦  SUPER  CUSS:  Object 

♦  PUBLIC  IJfSTASCE  VARIABLES:  lone. 

♦  PUBLIC  METHODS: 

♦  identify  (); 

♦  getDensity  (Density) ; 

♦  setDensity  (Density) ; 

♦  OPERATORS:  lone. 

♦  DATE  VRITTErt:  23  July  91  by  Patty  Brightbiil 

♦  VERSIOI:  1.0 

♦  LAST  KODIrltD- 

♦  HISTORY: 

♦ 

class  Voxel 

{ 

Density  grayLvl; 
fl^at  color; 
float  capacity; 

public: 

void  identify  (); 

void  getDensity  (Density  ♦value); 
void  setDensity  (Density  value); 
void  getColor  (float  ♦c); 
void  setColor  (float  c); 
void  getOpaclty  (float  *o); 
void  setOpacity  (float  o); 


IMS 


}; 


#endif 
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B,2,2  Slice. 


#ifndef  _SLICE.H 
#define  .SLICE^H 

/♦♦♦*********+********4:***+*******+***5|'*^****+***********5|c*******************3|e* 

♦  CLASS  NAME:  Slice 

♦  DESCRIPTION:  The  Slice  class  simply  serves  as  an  intermediate  storage 

♦  data  structure  for  certain  orthogonal  views  of  a  Volume  along  the 

♦  major  axes. 

♦  SUPER  CLASS:  Volume 

♦  PUBLIC  INSTANCE  VARIABLES:  None. 

♦  PUBLIC  METHODS: 

♦  identify  (); 

♦  getVoxel  (unsigned  int,  unsigned  int,  Density); 

♦  setVoxel  (unsigned  int,  unsigned  int.  Density); 

♦  OPERATORS:  None. 

♦  DATE  WRITTEN:  26  July  91  by  Pat  Rizzuto 

♦  VERSION:  1.0 

♦  LAST  MODIFIED: 

♦  HISTORY: 

9|C  ic  3(C  :|c  :tc  3|e  3(c  :(c  t  ******  t  Ne  **  **  :|c  Jfc  t  ]|c:fc  ]|C  3fc  3|ct  t  ic  *****  ie  3|c  1 3te  :fe  :|c  ic  4c  *  3(e  :tc  1 ******  4: 31:  ***  **  / 

#include  <stream.h> 

#include  <time.h> 

#include  "amips.h" 

#include  ** Voxel. h" 

#define  DEFAULT^USIZE  256 
#define  DEFAULT^VSIZE  256 

class  Slice 

{ 

Voxel  *51106; 

unsigned  int  slicesizeU,  slicesizeV; 

Orientationtype  Orientation; 

unsigned  int  voxelAddress  (unsigned  int  u,  unsigned  int  v) 

{ 

if  (  (u  <  slicesizeU)  AND  (v  <  slicesizeV)  ) 
return  (  (slicesizeU  *  v)  +  u  ); 
else 
{ 

cerr  «  "Slice: : voxelAddress:  Illegal  Slice  coordinates :\n"; 
cerr  «  form  ("  u  =  Zd  and  v  =  Zd  not  in  legal  range. \n",  u,  v) ; 
return  (0) ; 

} 

}; 

public : 
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Slice  (iinsigned  int  u,  unsigned  int  v) 

{ 

slicesizeU  =  u; 
slicesizeV  =  v; 

slice  =  new  Voxel  [slicesizeU  *  slicesizeV] ; 


''Slice  0 

{ 

if  (slice  NOT^EQUALS  NULL) 
delete  slice; 

//  delete  [slicesizeU  *  slicesizeV]  slice; 

>: 

void  getSize  (unsigned  int  &u,  unsigned  int  &v) 

{ 

u  =  slicesizeU; 

V  =  slicesizeV; 

}; 

void  identify  (); 

void  getVoxel  (unsigned  int  u,  unsigned  int  v,  Density  ♦value); 
void  setVoxel  (unsigned  int  u,  unsigned  int  v.  Density  value); 

}; 

#endif 
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B,2,S  Volume. 


#ifndef  ^VOLUME^H 
#define  _V0LUME_H 

*  CLASS  NAME:  Volume 

*  DESCRIPTION: 

*  SUPER  CLASS: 

*  PUBLIC  INSTANCE  VARIABLES:  None. 

*  PUBLIC  METHODS: 

*  identify  (); 

*  getSize  (unsigned  int,  unsigned  int,  unsigned  int); 

*  getVoxelDimensions  (float,  float,  float); 

*  getInterSlice  (float) ; 

*  getVoxel  (unsigned  int,  unsigned  int,  unsigned  int,  Density); 

*  getSlice  (Orie'tationtype,  int); 

*  setVoxelDimensions  (float,  float,  float); 

*  setInterSlice  (float) ; 

*  setVoxel  (unsigned  int,  unsigned  int,  unsigned  int.  Density); 

*  render  (Attributes,  Environment); 

*  OPERATORS:  None. 

*  DATE  WRITTEN:  23  July  91  by  Patty  Brightbill 

*  VERSION:  1.0 

+  LAST  MODIFIED: 

+  HISTORY: 

* 

1 1  t  *****  ^  :1c  3|C  :4c  3|c  4c  :4c  :1c  t  *  :tc  1 1  1 *******  :fe3(c:|e  ic  :|c  ife  ]}( :(e  ;|c  4c  **  3fc  t  ***  1 3»:  ]|e  ^tc  ic  4c  ifc  t  3(e  :|c  :|c 

#include  <stream.h> 

#include  <math,h> 

#include  <unistd.h> 

#include  <string.h> 

#include  <time.h> 

#include  "gpr.h" 

#include  "amips.h" 

#include  " Voxel. h" 

#include  "Slice. h" 

#include  "readFile.h"  //  solely  for  GETLINEs 
#include  "Attributes .h" 

//  #include  "Environment .h" 

//  #include  "ZShadeBuff er .h" 

#define  DEFAULT^VOLXSIZE  256 
#define  DEFAULT^VOLYSIZE  256 
#define  DEFAULT.VOLZSIZE  256 

#define  DEFAULT.WIDTH  1.0 
#define  DEFAULT^HEIGHT  1.0 
#define  DEFAULT^DEPTH  1.0 

#define  DEFAULT^INTERSLICE  5.0  //  Typical  for  CT 
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#define  DEFAULT.COLORMAPLENGTH  256 


#define  SQR(number)  ((number)  ♦  (number)) 

#define  MAGNITUDE (vector)  (  sqrt(  SQR(vector.x)  +  SQR(vector.y)  +  SQR( vector. z))  ) 
class  Volume 

Voxel  ♦volume; 

unsigned  int  volsizeX,  volsizeY,  volsizeZ; 

float  voxWidth,  voxHeight,  voxDepth,  inter slice;  //  millimeters 

ColorMap  volColorMap ; 

int  volColorMapLength;  //  Number  of  RGB  triples  in  map 

FILETYPE  ftype; 

unsigned  int  voxelAddress  (unsigned  int  x,  unsigned  int  y,  unsigned  int  z) 

if  (  (x  <  volsizeX)  AND  (y  <  volsizeY)  AND  (z  <  volsizeZ)  ) 
return  (  (volsizeX  ♦  volsizeY  *  z)  +  (volsizeX  *  y)  +  x  ); 
else 
{ 

cout  «  “Volume: : voxelAddress:  illegal  volume  indices. \n“; 
cout  «  form  (“x  =  ’/.f,  y  =  Xf,  z  =  JCf  not  in  legal  range. \n“, 

X,  y,  z); 

return  (0); 

> 

}; 

void  loadSunRasterFiles  (char  *fpath,  int  fnum,  int  xfirst, 
int  yfirst); 

void  loadVoxelLabFiles  (char  ♦fpath,  int  fnum,  int  xfirst, 
int  yfirst); 

void  loadChapelHillBinaryFile  (char  ♦fname,  char  *fpath,  int  fnum, 
int  xfirst,  int  yfirst); 

void  loadChapelHillAsciiFile  (char  *fpath,  int  fniun,  int  xfirst, 
int  yfirst); 

void  readControl(char  *fname,  char  ♦fpath,  int  *Zstart, 
int  ♦Xstart,  int  ♦Ystart); 

//  void  classifyVolumeO ; 

public : 

Volume  (unsigned  int  x^dim,  unsigned  int  y_dim,  unsigned  int  z.dira); 

Volume  (chcLT  ♦fname); 

"Volume  0 

if  (volume  NOT^EQUALS  NULL) 
delete  volume; 

//  delete  [volsizeX  ♦  volsizeY  *  volsizeZ]  volume; 

>; 
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//  void  shadeVoliune (Environment  ♦,  Attributes  *); 

void  getSize  (unsigned  int  &x,  unsigned  int  &y,  unsigned  int  &z) 

X  =  volsizeX; 
y  =  volsizeY; 
z  =  volsizeZ; 

}; 


void  getDimensions  (float  &width,  float  ^height,  float  &depth) 

{ 

width  =  voxWidth; 
height  =  voxHeight; 
depth  =  voxDepth; 

>; 

void  getInterSlice  (float  ftdistance) 
distance  =  interslice; 

>; 

void  setDimensions  (float  width,  float  height,  float  depth) 

voxWidth  =  width; 
voxHeight  =  height; 
voxDepth  =  depth; 

}; 

void  setInterSlice  (float  distcince) 
interslice  =  distance; 

>; 


void  identify  (); 

void  getColorMap  (int  ^length,  ColorMap  &a_colormap) ; 

Slice  *getSlice  (Orientationtype,  unsigned  int); 

void  getVoxel  (unsigned  int  x,  unsigned  int  y, 
unsigned  int  z,  Density  ♦val); 

void  putVoxel  (unsigned  int  x,  unsigned  int  y, 
unsigned  int  z,  Density  val) ; 

void  addCornerMarkers  (); 

//  void  render  (Attributes  *attr.  Environment  *env,  ZShadeBuffer  *zsbuf); 


>; 


#endif 


B-3  Landmark  Classes 


A  crosshair  is  employed  by  the  user  to  interact  with  a  specific  voxel  and  possibly 
select  one  as  a  landmark.  If  selected,  the  landmark  is  placed  on  the  list  of  landmarks 
associated  with  the  volume  that  contains  the  voxel,  and  the  user  interface  is  updated  to 
reflect  the  selection.  Various  routines  use  pop-up  menus  to  obtain  the  required  levels  of 
user  interaction. 

P.5.J  Crosshair. 

#i^ndcf  ^CROSSHAIR.H 
#define  ^CROSSHAIR.H 

/)|c*4c**3|c*)|C^**********4c**H(:|c*4c4c:tc:(e:4c:)::|e3|c3fc3|c:|c4:*4(*****4c4c***«******:|c:<c*******^*:>|(***4c**4E*** 

*  CLASS  NAME:  Crosshair 

*  DESCRIPTION:  The  Crosshair  class  is  used  by  the  User^Interface  and  the 

*  Landmark  classes  to  identify  anatomical  landmarks,  external  markers, 

*  and  reference  axis  systems  which  may  be  embedded  within  the  Volume 

*  data.  It  also  controls  the  highlighting  of  Landraajks  and  Voxels  in 

*  the  various  Views  being  displayed. 

*  SUPER  CLASS:  Object 

*  PUBLIC  METHODS: 

*  identify  (); 

*  Interact _With_Voxel  (); 

*  Refresh^Crosshair  (); 

*  OPERATORS:  None. 

*  DATE  WRITTEN:  15  September  91  by  Pat  Rizzuto 

*  VERSION:  1.0 

*  LAST  MODIFIED: 

*  HISTORY: 

* 

^  :|c  3|e  :fc  sic  1 4c  4:  *  *  4:  *  4: 3ic  * ’Ic  :|c  4: 3|c  t  *  *  *  4:  ♦  ♦  3|c  4: 3ic  3|c  4c  :|c  ]|c:|e  t  ♦  ♦  **  *  *  4: 1 4c  ♦  ♦  *  ♦  *  *  4:  •!<  V  :|c  ic  t  :|e  *  *  :fc  1 lie  3<(  *  4c  3^/ 

#include  <gi.h> 

#include  "amips.h" 

#include  "Landmark_List .h" 

#include  “Menu.h** 

//  Defines  to  set-up  the  Menu  associated  with  th7s  Crosshair 

#define  NUM^CROSSHAIR^MENU^ITEMS  9 

#dofine  SETEXTERNALMARKER  1  //  See  also  corresponding 

#define  SETANATOMICLANDMARK  2  //  Menu  text  in  the 

#define  CLEARLAKDMARK  3  //  Crosshair  constructor 

#define  CLEARALLLANDMARKS  4 

#define  IDXAXIS  5 

#define  IDYAXIS  6 

#define  IDZAXIS  7 
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#define  CLEARAXISID  8 
#define  CHANGECROSSHAIR  9 

//  Defines  to  set-up  the  various  Crosshair  glyphs  available  for  use 

#def ine  DEFAULT^CURSOR  0 
#def ine  SMALL^CROSSHAIR  1 
#def ine  BIG^CROSSHAIR  2 
#def ine  SCREEN^CROSSHAIR  3 
#define  FLAG  4 

//  Defines  to  set-up  the  colormaps  for  eacv  0*7  Crosshair  types 

#def ine  DONT.CARE  0 
#def ine  min^INTEHSITY  0 
#def ine  MAX^INTEKSITY  255 

class  Crosshair 

Sliceindex  Crosshair. Voxel  [3]  ; 

Landmark.ListPtr  Crosshair. Landmark.List ; 

Menu  ♦Crosshair .Menu; 

Kenuldentif iertype  Crosshair .Menu.ID ; 
unsigned  short  Crosshair.ColorMap  [3] [3] , 

Small.Crosshair.Glyph  [32] , 

Big.Crosshair.Glyph  [128] , 

Flag.Glyph  [128], 

Crosshair.Index ; 

void  Activate.Crosshair  (); 
void  Deactivate.Crosshair  (); 
void  Build.Menu  () ; 

void  Set.External.Marker  (); 
void  Set.Anatomic.Landmark  (); 
void  ID.X.Axis  (); 
void  ID.Y.Axis  (); 
void  ID.Z.Axis  (); 
void  Clear .Landmark  (); 
void  Clear.All.Landraarks  (); 
void  Cleaor.Axis.ID  (); 
void  Change.Crosshair  (); 

public: 

Crosshair  (Landmark.ListPtr  vieR2D.landmark.list) ; 

"Crosshair  () 
delete  Crosshair.Menu; 

//  Deactivate.Crosshair  ();  //  Unnecessary,  L*. 


Jndow  closed. 


>; 

void  identify  (); 

void  Interact _With^VoxeI  (Sliceindex  x^addr,  Sliceindex  y..addr, 
Sliceindex  r_addr) ; 
void  Refresh^Crosshair  (); 

>; 

# end if 


D.S.2  Landmark. 


#ifndef  _LANDMARK_H 
#define  _LANDMARK_H 

/♦♦*****:lE*+*+*****+***3*c****+****J|ctJ^**********************^**:|c*+*++************* 

*  CLASS  NAME:  Landmark 

*  DESCRIPTION:  The  Landmark  class  responsible  for  building  individual 

*  anatomical  landmarks  and  external  markers,  located  in  the  Volume 

*  and  set  by  the  user,  to  be  later  used  to  perform  Image  Registration. 

*  SUPER  CLASS:  ListNode 

*  PUBLIC  METHODS: 

*  identify  (); 

*  GetIDnumber  (); 

//  *  GetDensity  (); 

*  GetName  (); 

*  GetType  (): 

*  GetVoxelAddress  () ; 

*  OPERATORS:  None. 

*  DATE  WRITTEN:  15  September  91  by  Pat  H?zzuto 

*  VERSION:  1.0 

*  LAST  MODIFIED: 

*  HISTORY: 

* 

#include  <string.h> 

#include  **amips.h** 

#inc’^ude  "dllist.h*' 

enum  Landmarktype  {EXTERNAL,  ANATOMIC,  REFERENCE}; 

typedef  int  LandmarkIDtype; 

class  Landmark  :  public  ListNode 

{ 

LandmarkIDtype  Landmcirk^Identifier;  //  Mandatory 
//  Density  Landmark^Density;  //  Mandatory 
String  J andmark_Name;  //  Optional 
Landmarktype  Landmark^Type ;  //  Mandatory 
Sliceindex  Landmark^Address  [3];  //  Mandatory 

public: 

Landmark  (LandmarkIDtype  landmark^ID, 

String  laiidmark^name ,  Lendmarktype  landmark^type , 

Sliceindex  x^addr,  Sliceindex  y^addr,  Sliceindex  z^addr); 

"Landmark  () 

{ 

}; 
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void  identify  (); 

LandmarklDtype  GetID  () 

•C 

return  (Landmark.Identif ier) ; 

>; 


/* 

Density  GetDensity  () 

-C 

return  (Landmark^Density) ; 

>; 

♦/ 

string  GetKame  () 

return  (strdup  (Landmark.Name)) ; 

>; 

Landmarktype  GetType  () 

{ 

return  (Landmark.Type) ; 

}; 


void  GetVoxel Address  (Sliceindex  ftx^addr,  Sliceindex  &y_addr, 
Sliceindex  ftz^addr) 

x«addr  =  Landmark.Address  [XVAL] ; 
y_addr  =  Landmark^Address  [YVAL] ; 
z_addr  =  Landmark^Address  [ZVAL] ; 

}; 

>; 


typedef  Landmark  *LandinarkPtr ; 
#endif 
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B.3.3  Landmark  List 


#ifndef  ^LANDMARK.LIST.H 
#define  ^LANDMARK.LIST.H 

/:|c«*4ct*«4c4E9|c4c«*3fe**3|c3|(4c«4c4ct*««******:t:**^3|c4c******t***«**t*t******^***4^*^3|c«4c***«4e*** 

*  CLASS  NAME:  Landmark^List 

*  DESCRIPTION:  The  Landmark.List  class  is  responsible  for  tracking  and 

*  manipulating  a  doubly  linked  list  of  anatomical  landmarks  and 

*  external  markers. 

*  ACKNOWLEDGEMENT:  I  am  grateful  to  John  Brunderman  for  the 

*  use  of  his  Doubly  Linked  List  class,  initially  prepared  for  his 

*  CSCE  682  AAMRL  project,  and  then  used  again  for  his  thesis  efforts. 

*  Many  of  the  following  methods  resemble  those  from  several  of  John's 

*  applications  declared  for  those  projects,  and  use  the  same  conventions 

*  (e.g.,  the  'OffList'  CP  Scroll  flag). 

* 

♦  SUPER  CLASS:  List 

♦  PUBLIC  METHODS: 

♦  identify  (); 

♦  AddLandmurk  (); 

♦  RemoveLandmark  (); 

♦  ResetLandmarkList  (); 

♦  GetNextLandmark  (); 

♦  GetLandmark  (); 

♦  EndOfList  (); 

♦  Changed  (); 

♦  Changed.Then^Reset  (); 

♦  OPERATORS:  None. 

♦  DATE  WRITTEN:  15  September  91  by  Pat  Rizzuto 

♦  VERSION:  1.0 

♦  LAST  MODIFIED: 

♦  HISTORY: 

♦ 

#include  "amips.h'* 

#include  "dllist.h** 

#include  "Landmark. h" 

#define  SINGLE.STEP  1 

class  Landmark^List  :  public  List 

{ 

LandmarkIDtype  Next_Landmark_ID; 
boolean  Landmark.List^Changed, 

Off List;  //  Used  to  control  scrolling 
//  along  the  List  in  either 
//  direction. 
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public: 


Landmark^List  () 

Kext_Laiidmark_ID  =  1; 
Laiidmark_List_Chaiiged  =  FALSE; 
Off List  =  FALSE; 

>; 


'Landmark_List  () 

I 

Clear  (); 

}; 


void  identify  (); 

void  AddLandmark  (String  landmark.naiae , 

Landmaurktype  landmark.type , 

Sliceindex  x,  Sliceindex  y,  Sliceindex  z); 
void  RemoveLandmark  (LandmarkIDtypc  landmark^ID) ; 
void  RemoveLandmark  (LandmarkPtr  this_landmark) ; 

void  ResetLandmarkList  (); 

LandmarkPtr  GetNextLandmark  (); 

LandmarkPtr  GetLandmark  (LandmarkIDtype  landmark_ID) ; 

LandmarkPtr  GetLandmark  (Sliceindex  x,  Sliceindex  y,  Sliceindex  z); 

boolean  EndOfList  () 

{ 

return  (OffList  OR  (GetCP  ()  EQUALS  0)); 

}; 


boolean  Changed  () 

{ 

retum  Landmark_List_Changed; 

}; 


void  Reset«Landmark_List_Changed_Flag  () 


Landmark_List_Changed  =  FALSE; 

>: 


typedef  Leindmark.List  *Landmark_ListPtr; 
#endif 
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D.3.4  Menu. 


#ifiidef  _HEMU^H 
#define  _MEMU.H 

♦  CLASS  NAME:  Menu 

♦  DESCRIPTION:  The  Menu  class  is  responsible  for  building  SGI  pop-up  menus » 

♦  displaying  those  menus  uhen  requested  and  providing  the  caller 

♦  vith  the  desired  menu  option »  and  obtaining  supplementctl  information 

♦  using  Keyboard  input  as  required. 

♦  SUPER  CLASS:  ListNode 

♦  PUBLIC  METHODS: 

♦  identify  (); 

♦  Display^Menu  (); 

♦  Get_Keyboard_Input  (); 

♦  OPERATORS:  None. 

♦  DATE  WRITTEN:  15  September  91  by  Pat  Rizzuto 

♦  VERSION:  1.0 

♦  LAST  MODIFIED: 

♦  HISTORY: 

♦ 

#include  "aaips.h" 
tinclude  “textwindou.h” 

#define  MAX_NUM_MEMU_ITEMS  10  //  Completely  arbitrary 

#def  ine  MO.ACTION.ARGUMEMT  0 

#def  ine  INPUT^WINDOW^BACKGROUND^COLOR  CYAN 
#def  ine  INPUT^WINDOW_QUESTION_COLOR  RED 
#define  INPUT^WINDOW^RESPONSE.COLOR  MAGENTA 

#def  ine  INPUT.WINDOW^SIZE.X  400 
#def  ine  INPUT^WINDOW^SIZE.Y  200 

#dcfine  INPUT^WINDOW^LOC.X  (XMAXSCREEN  /  2)  -  (IHPUT.WINDOW^SIZE^X  /  2) 
#define  INPUTJWINDOW.LOCJi  (YMAXSCREES  /  2)  -  (INPUT_WIHBOW.SIZE.Y  /  2) 

#define  QUESTION^UCOORD  20  //  U  A  V 

#define  QUESTION^VCOORD  INPUT^WINDOW^SIZE^Y  -  50  //  Coordinates 
^define  RESPONSE.UCOORD  20  //  relative  to 

Adef  ine  RESPOHSE^VCOORD  INPUT_WI8D0W_SIZE^Y  -  100  //  Text  Window 

Ndefine  FONT.TYPE  23  //  Helvetica  -  Bold 
^define  FOMT.SIZE  12.0 

Mefine  NULLCHAR  *\0»  //  ASCII  nul 
^define  BACKSPACE  8  //  ASCII  bs 
Mefinc  ENTER  13  //  ASCII  cr 
«def  ine  SPACE  32  //  ASCII  »  » 
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#define  TILDE  126  //  ASCII 


)  - } 


#define  MAX^RESPONSE.LENGTH  128 

typedef  long  Menuldentifiertype,  MenuItemValuetype; 

class  Menu 

■C 

public: 

Menu  (String  title,  String  labels  [] ,  MenuItemValuetype  values  [] , 

int  number.of ^iterns ,  Menuldentifiertype  ftmenu^identifier) ; 

"Menu  0 

{ 

>; 


void  identify  (); 

MenuItemValuetype  Display _Menu  (Menuldentifiertype  menu^identif ier) ; 
void  Get_Keyboard_Input  (String  question,  String  ^response); 

>; 


#endif 
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B.4  Image  Registration  Classes 


The  image  registration  subsystem  encapsulates  all  registration  activities,  so  a  number 
of  different  techniques  and  algorithms  may  be  installed  while  preserving  the  same  outward 
appearance  to  the  rest  of  the  system. 

B.4-1  Image  Registration  Stibsystem. 

#ifndef  _IHAGE_REGISTRATION_SUBSYSTEM_H 
#define  _IHAGE_REGISTRATION_SUBSySTEM_H 

/***j|e3|cj»C5|e*********************************************************************** 

*  CLASS  NAME:  Image.Registration^Subsystem 

♦  DESCRIPTION:  The  Image_Registration_Subsystem  class  encapsulates 

♦  the  available  Image  Registration  techniques  into  a  single  object 

*  with  a  common  external  interface.  Typically  accessed  by  the 

*  User_Interface,  the  overall  objective  of  the  algorithms  employed 

*  by  this  method  is  to  compute  the  Image  Registration  transformation 

♦  matrix  needed  to  align  one  Volmne  with  a  second. 

♦ 

*  SUPER  CLASS:  Object 

*  PUBLIC  METHODS: 

*  identify  (); 

*  Select ^LUD^Method  (); 

*  Select^QSH.Method  (); 

*  Build_Transformation  (); 

*  OPERATORS:  None. 

*  DATE  WRITTEN:  6  November  91  by  Pat  Rizzuto 

*  VERSION:  1.0 

*  LAST  MODIFIED: 

*  HISTORY: 

* 

# include  <gl.h> 

#include  "amips.h** 

#include  "Landmark_List .h" 

#include  "LU.Decomposition^Registration.h" 

enum  Registrationtype  {LUD,  NYIT^QSH}; 

class  Image_Registration_Subsystem 

LU^Decompose^RegPtr  LU.Decomposition^Method; 

Registrationtype  Registrat ion^Technique ; 

public: 

Image_Registration_Subsystem  (); 
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"Image^Registration^Subsystem  () 

{ 

>; 

void  identify  (); 

void  Select _LUD_Method  ()  ■[  Registration^Technique  =  LUD;  ]• 
void  Select _QSH_Method  ()  •[  Regis tration^Technique  =  NYIT.QSH;  } 

void  Build.Transformation  (Landmark.ListPtr  landmark^list^l, 
Landmark.ListPtr  landinark_list_2, 

Matrix  IR) ; 

>: 


#endif 
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BJf,2  Landmark  Mapping. 


#ifndef  _LU_DECOMPOSITION_REGISTRATION^H 
#define  ^LU^DECOMPOSITION^REGISTRATION.H 

*  CLASS  NAME:  LU^Decomposition^egistration 

*  DESCRIPTION:  The  LU.Decomposition^Registration  class  is  one  form  of  Image 

*  Registration  which  may  be  performed  by  the  Image_Registration_ 

*  Subsystem.  The  objective  is  to  determine  the  elements  of  the 

*  4x4  matrix  IR: 

* 

* 

*  P  i" 

*  I  a  e  i  0  I 

*  I  b  f  j  0  1 

*  IR  =  I  c  g  k  0  I 

*  I  d  h  1  1  1 

*  I  1 

*  - - 

♦ 

♦  This  matrix  is  then  used  to  modify  the  viewing  pcirameters  associated 

♦  with  one  of  the  Volumes,  so  that  both  Volumes  will  be  rendered  with 

♦  the  same  orientation,  axid  corresponding  Voxels  may  be  accessed  for 
+  further  analyses. 

♦  This  process  uses  LU  decomposition  (AKA  factorization)  and 

♦  backsubstitution  to  solve  the  general  linear  system  of  equations 

♦  Ax  =  B.  However,  following  a  Paul  Heckbert^s  lead  (using  the  same 

♦  procedure  to  determine  a  static  mapping  for  various  points  from 

♦  screen  space  to  texture  space) ,  the  procedure  accepts  two  sets 

♦  of  3-D  points  (the  two  Landmark_Lists) ,  and  uses  them  to  solve  for 

♦  the  above  matrix  using  the  formula: 

♦ 

*  Landmark^List^l  Cx  y  z  w]  =  Landmark_List_2  [x  y  z  w]  ♦  IR 

♦ 

♦  Since  no  global  scaling  or  perspective  operations  will  be  performed 

♦  using  the  IR  matrix,  the  last  column  is  cleared  to  its  identity 

♦  values,  and  we  only  have  to  solve  for  twelve  unknowns  a  -  1,  not 

♦  16.  We  therefore  need  12  equations,  which  we  obtain  from  four 

♦  points  in  the  Landmark.Lists  as  follows: 

♦ 

♦ 


* 

1x0 

yO 

zO 

1 

0 

0 

0 

1 

0 

0 

0 

11 

1 

a  1 

1  x0» 

♦ 

1  0 

0 

0 

1 

xO 

yO 

zO 

1 

0 

0 

0 

11 

1 

I 

b  1 

1  yO' 

* 

1  0 

0 

0 

1 

0 

0 

0 

1 

xO 

yO 

zO 

11 

1 

c  1 

1  zO^ 

♦ 

1x1 

yi 

zl 

1 

0 

0 

0 

1 

0 

0 

0 

11 

I 

d  1 

1  xl' 

* 

1  0 

0 

0 

1 

xl 

yi 

zl 

1 

0 

0 

0 

11 

1 

e  1 

1  yl^ 

♦ 

1  0 

0 

0 

1 

0 

0 

0 

1 

xl 

yi 

zl 

11 

1 

f  1 

1  zl' 

♦ 

1x2 

y2 

z2 

1 

0 

0 

0 

1 

0 

0 

0 

11 

*  1 

g  i 

=  I  x2' 

♦ 

1  0 

0 

0 

1 

x2 

y2 

z2 

1 

0 

0 

0 

11 

1 

h  1 

1  y2' 

B-33 


10  0  0 

10  0  0 

1  x3  y3  z3 

10  0  0 


1  x2  y2  z2  1 1  I  i  I 

1  0  0  0  II  I  j  I 

1  0  0  0  II  I  k  I 

1  x3  y3  z3  II  111 


I  22'  I 
I  x3'  I 
I  y3'  I 
I  23'  I 


* 

*  where  the  points  {(x0,y0,z0)  -  (x3,y3,z3)}  are  from  Landmark_List_l 

*  and  {(xO' ,y0' ,z0')  -  (x3' ,y3' ,z3')}  are  from  Landmark_List_2,  and 

*  the  '1'  following  each  set  of  point  elements  (e.g.,  ‘xO  yO  zO  1') 

*  is  'w'  from  the  standard  point  representation  [x  y  z  w] .  Since,  as 

*  stated  above,  there  will  be  no  global  scaling  or  perspective  using 

*  these  points,  w  =  1  in  all  cases. 

*  The  LU  decomposition  is  a  modified  version  of  standard 

*  Gaussian  elimination,  which  transforms  the  above  matrix  into  a 

*  Lower  Triangular  or  Upper  Triangular  matrix  (LU).  This  is  then 

*  easily-  solved  using  backsubstitution, 

* 


*  Credit  for  this  code  goes  to  a  number  of  sources.  As 

*  mentioned  earlier,  Paul  Heckbert,  in  a  1983  New  York  Institute  of 

*  Technology  (NYIT)  technical  memo  and  his  Nov  1986  IEEE  CG&A  survey 

*  of  texture  mapping  techniques,  talked  about  using  such  a  process  to 

*  create  the  mapping  between  screen  space  (in  x,y  coordinates)  and  a 

*  texture  space  (indexed  from  0  to  1).  Phil  Amburn  (AFIT  Lt  Col) 

*  incorporated  that  technique  into  the  AFIT  General  Purpose  Renderer 

*  (GPR)  for  TextureMappedPolygons ,  He  used  code  provided  by  Maj 

*  Dave  Robinson  to  actually  perform  the  LU  decomposition,  which  was 

*  based,  in  part,  on  routines  found  in  'Numerical  Recipes  in  C.' 

* 


*  SUPER  CLASS:  Object 

*  ATTRIBUTES: 

*  Landmark^Matrix  -  the  12x12  matrix  (A)  composed  of  the  points  from 

*  Landmark.List^l,  premultiplying  the  12x1  vector  (x) 

*  [a  -  1]  on  the  LHS  of  the  equation. 

*  List_2_Landmarks  -  the  12x1  vector  (B)  composed  of  the  points  from 

*  Landmark_List_2,  on  the  RHS  of  the  equation. 

*  Number_of_Row_Interchanges  -  Flag  used  by  the  backsubstitution 

*  routine,  set  by  the  decomposition  routine,  and 

*  stores  +1  if  an  even  number  of  rows  were  inter- 


*  changed  during  the  decomposition,  -1  if  odd. 

*  Index  -  a  1x12  integer  vector  storing  the  column  number  containing 

*  the  pivot  value  for  each  row  in  the  Landmarks 

*  Matrix,  used  for  Gaussian  elimination. 

*  PUBLIC  METHODS: 

*  identify  (); 

*  Determine_IR_Transform  (); 

*  OPERATORS:  None. 


♦  DATE  WRITTEN:  2  November  91  by  Pat  Rizzuto 

*  VERSION:  1.0 


*  LAST  MODIFIED: 


*  HISTORY: 
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* 

#include  <gl.h> 

#include  <math.h>  //  Necessary  for  fabs  () 

#include  <malloc.h>  //  Necessary  for  malloc  ()  and  free  () 

#include  "amips.V 
#include  "Landmark.List .h" 

//  #include  "Menu.h" 

//  Defines  to  set-up  the  Menu  associated  with  this  LU_Decomposition_ 

//  Registration  class. 

//  #define  NUM.DECOMP^REG^MENU_ITEMS  4 

//  #define  xxxxx  1  //  See  also  corresponding 

//  #define  xxxxx  2  //  Menu  text  in  the 

//  #define  xxxxx  3  //  LU^Decomposition^Registration 

//  #define  xxxxx  4  //  constructor 

//  Defines  to  establish  allowable  dimensions  for  matrices  and  vectors 

#define  NUM_ROWS_LOWER  1 
#define  NUM^ROWS^UPPER  12 
#define  NUM^COLUHNS.LOWER  1 
#define  NUM_COLUMNS_UPPER  12 

#define  TINY  l.Oe-20  //  Limit  of  precision  for  this  problem 

class  LU_Decomposition_Registration 

{ 

float  ♦*Landmark_Matrix ; 

float  ♦List_2_Landmarks ; 
float  Number_of_Row_Interchanges; 
int  *Index; 

//  Menu  *LU_Decompose_Reg_Menu; 

/ /  Menuldentif iertype  LU_Decompose_Reg_Menu_ID ; 

float  ♦♦nrmatrix  (); 
float  ♦nrvector  (); 
int  *nrivector  (); 

void  nrfree^vector  (float  ♦this^vector) ; 
void  LU^Decompose  () ; 
void  LU^Backsubstitute  (); 

//  void  Build.Menu  (); 

public: 

LU_Decomposition_Registration  () ; 

*LU_Decomposition_Registration  () 
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void  identify  (); 


void  Determine_IR_Transform  (Landmark_ListPtr  landraark_list_l , 
Landmark^ListPtr  landinark_list_2, 

Matrix  IR) ; 

>; 

typedef  LU_Decomposition_Registration  *LU_Decompose_RegPtr; 


#endif 


B-5  Volume  Visualization  Classes 


As  with  the  image  registration  system,  the  volume  visualizr .  ion  system  abstracts  alJ 
the  details  of  the  various  surface  and  volume  rendering  tools  that  may  be  used  to  display 
three-dimensional  images  of  volumes. 

B.5J  Volume  Visualization  Subsystem. 

#ifndef  ^VOLUME.VISUALIZATION^SUBSYSTEM.H 
#define  ^VOLUME.VISUALIZATION.SUBSYSTEM.H 

/  :|c  3(c  3|c  4c  ***  ie  4c  ********  *****  sfc  *****  3|c  ie  **  *  :)c  1 1  *****  *****  3(:  :|C)}C  *  :|CP|C  *  *  3(C3|C  ie 

*  CLASS  NAME:  Voluine^Visualizarion^Subsystem 

*  DESCRIPTION:  The  Volume_Visualization_Subsystem  class  encapsulates 

*  the  available  Surface  and  Volume  Rendering  techniques  into  a  single 

*  object  with  a  common  external  interface.  Typically  accessed  by  the 

*  User_Interface,  the  overall  objective  of  the  algorithms  employed 

*  by  this  method  is  to  render  a  S-D  Volume  composed  of  Voxels. 

* 

*  SUPER  CLASS:  Object 

*  PUBLIC  METHODS: 

*  identify  (); 

*  Select _Vanilla_Marching_Cubes  () 

*  Select^Distribute^Ray^Caster  () 

*  OPERATORS:  None. 

*  DATE  WRITTEN:  6  November  91  by  Pat  Rizzuto 

*  VERSION:  1.0 

*  LAST  MODIFIED: 

*  HISTORY: 

* 

******************************************************************************/ 

#include  <gl.h> 

#include  "amips.h" 

enum  Vol.Visualizationtype  {DIST_RAY_CAST,  VAN^MARCH^CUBE} ; 

class  Volume^Visualization^Subsystem 

{ 

//  Brightbill_Renderer  *Distributed_Ray_Caster; 

//  Parrott^Renderer  ♦Vanilla_Marching_Cubes ; 

Vol^Visualizationtype  Rendering^Technique ; 


public: 

Volume_Visualization_Subsystem  () ; 

"Volume„Visualization_Subsystem  () 
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}; 

void  identify  (); 

void  Select _Distributed_Ray_Caster  () 

{ 

Rendering_Technique  =  DIST_RAY  CAST; 

} 

void  Select _Vanilla_Marching_Cubes  () 
Rendering_Technique  =  VAN  MARCH  CUBE; 

} 

}; 

#endif 
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